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Wettik. 


EG-Konformitatserklarung 
EC Declaration of conformity 


des Herstellers 


| of the manufacturer 


Andreas Hettich GmbH & Co. KG « Fohrenstrasse 12 « D-78532 Tuttlingen * Germany 
SRN: DE-MF-000010680 


Hiermit erklaren wir in unserer Verantwortung ohne 
Mitwirkung einer benannten Stelle, dass das 
bezeichnete Gerat: 


Gerateart Kleinzentrifugen 

Name EBA 280 
EBA 280 S 

Basic UDI-DI 4050674010008QE 

GMDN 36465 

Klassifizierung _In-vitro-Diagnostikum, Klasse A 
(Anhang Vill, Regel 5) 

Gemak Verordnung (EU) 2017/746 
Anhang IX 


inklusive des mit dem Gerat 
konformitatsbewerteten Zubehdrs laut Zubehdrliste 
der zugeh6rigen technischen Dokumentation, den 
einschlagigen Bestimmungen der Verordnung (EU) 
2017/746 iiber In-vitro-Diagnostika entspricht. 


Zweckbestimmung 


Bei der Zentrifuge EBA 280 / EBA 280 S handelt 
es sich um ein In-vitro-Diagnostikum gemaf& der 
Verordnung ber In-Vitro-Diagnostika (EU) 
2017/746. 


Das Gerat dient zum Zentrifugieren sowie zur 
Anreicherung von Probenmaterial menschlichen 
Ursprungs fiir eine anschlieRende 
Weiterverarbeitung fur diagnostische Zwecke. Der 
Anwender kann jeweils die veranderbaren 
physikalischen Parameter innerhalb der vom Gerat 
vorgegebenen Grenzen einstellen, 


Die Zentrifuge darf nur von Fachpersonal in 
geschlossenen Laboratorien verwendet werden. 
Die Zentrifuge ist nur fur den oben genannten 
Verwendungszweck bestimmt. Zur 
bestimmungsgemafen Verwendung gehdért auch 
das Beachten aller Hinweise aus der 
Bedienungsanleitung und die Einhaltung der 
Inspektions- und Wartungsarbeiten. 


We hereby declare under our responsibility without 
involvement of a notified body that the designated 
device: 


Type of device Small centrifuges 


Name EBA 280 
EBA 280S 

Basic UDI-D| 4050674010008QE 

GMDN 36465 

Classification _in vitro diagnostic, class A 
(Annex Vill, Rule 5) 

accordingto Regulation (EU) 2017/746 
Annex IX 


and its accessories, which are listed in the related 
technical documentation and whose conformity has 
been assessed together with the device, complies 
with the relevant provisions of the Regulation (EU) 
2017/746 on in vitro diagnostic devices. 


Intended use 


The centrifuge EBA 280 / EBA 280 S is an in vitro 
diagnostic medical device according to the In Vitro 
Diagnostic Medical Devices Regulation (EU) 
2017/746. 


The device is used for centrifuging and enriching 
sample material of human origin for subsequent 
further processing for diagnostic purposes. The 
user can set each of the variable physical 
parameters within the limits set by the device. 


The centrifuge may only be used by qualified 
personnel in closed laboratories. The centrifuge is 
only intended for the use referred to above. 
Intended use also includes observing all 
instructions in the Operating Manual and 
compliance with the required inspection and 
maintenance work. 
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Eine andere oder  dariiberhinausgehende 
Benutzung gilt als nicht bestimmungsgemaf. Fir 
hieraus entstehende Schaden haftet die Firma 
Andreas Hettich GmbH & Co. KG nicht. 


Das Gerat entspricht auch den anwendbaren 
Bestimmungen der folgenden europaischen 
Richtlinien und Verordnungen 


- 2006/42/EG ,Maschinenrichtlinie" 
- 2014/30/EU ,EMV-Richtlinie* 
- 2014/35/EU ,Niederspannungsrichtlinie* 
- 2011/65/EG ,RoHS-Richtlinie“ 
(ohne Beteiligung einer benannten Stelle) 
- (EG) 1907/2006 ,REACH Verordnung* 
(ohne Beteiligung einer benannten Stelle) 


Angewendete einschlagige Normen 
DIN EN ISO 13485:2016; DIN EN ISO 14971:2020; 


DIN EN 61010-1:2011-07; DIN EN 61010-2-020:2017; 
DIN EN 61010-2-101:2002; DIN EN 61010-2-011:2017 


Tuttlingen, OL. \L.27O 72. 


VY 


Geschaftsfiihrer, Chief Executive Officer 


Diese Konformitatserklarung ist giltig von 01.01.2023 bis 31.12.2023 
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Nhetik- 


Any other use or use beyond this is considered 
improper. Andreas Hettich GmbH & Co. KG shall not 
be liable for any damage arising from this. 


The device also complies to the applicable 
provisions of the following European directives, 
ordinances and standards 


- 2006/42/EC “Directive on machinery” 
- 2014/30/EU “EMC Directive" 
- 2014/35/EU ,Low Voltage Directive“ 
- 2011/65/EC “RoHS Directive” 
(without involvement of a notified body) 
- (EC) 1907/2006 Regulation on REACH" 
(without involvement of a notified body) 


Applied relevant standards 

DIN EN ISO 13485:2016; DIN EN ISO 14971:2020; 
DIN EN 61010-1:2011-07; DIN EN 61010-2-020:2017; 
DIN EN 61010-2-101:2002; DIN EN 61010-2-011:2017 


This declaration of conformity is valid from 01.01.2023 until 31.12.2023 
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Déclaration de conformité CE 
EC Declaration of conformity 


du fabricant 


| of the manufacturer 


Andreas Hettich GmbH & Co. KG « Fohrenstrasse 12 * D-78532 Tuttlingen * Germany 
SRN: DE-MF-000010680 


Par la présente, nous déclarons sous notre 
responsabilité, sans participation d'un organisme 
notifié, que le dispositif désigné : 


Type de dispositif Petite centrifugeuse 


Nom EBA 280 
EBA 280 S 
Basic UDI-DI 4050674010008QE 
GMDN 36465 
Classification Dispositif de diagnostic 
in vitro, 


classe A (annexe VIII, régle 5) 


Conformément au réglement (UE) 2017/746 
annexe IX 


avec les accessoires évalués comme conformes au 
dispositif d'aprés la liste d'accessoires de la 
documentation technique correspondante, satisfait 
aux dispositions pertinentes du réglement (UE) 
2017/746 relatif aux dispositifs de diagnostic in 
vitro. 


utilisation conforme aux dispositions 


La centrifugeuse EBA 280 / EBA 280 S est un 
dispositif de diagnostic in vitro conformément au 
réglement relatif aux dispositifs de diagnostic in 
vitro (UE) 2017/746. 


Le dispositif sert 4 centrifuger ainsi qu'a enrichir des 
échantillons d'origine humaine pour un traitement 
ultérieur a des fins de diagnostic. L'utilisateur peut 
régler les paramétres physiques modifiables 
concernés dans les limites définies par le dispositif. 


La centrifugeuse peut étre utilisée uniquement par 
un personnel qualifié dans des laboratoires fermés. 
La centrifugeuse est destinée uniquement a la 
fonction citée ci-dessus. L'utilisation conforme aux 
dispositions comprend le respect de toutes les 
indications énoncées dans le mode d'emploi et le 
respect des consignes d'inspection et de 
maintenance. 


We hereby declare under our responsibility without 
involvement of a notified body that the designated 
device: 


Type of device Small centrifuges 


Name EBA 280 
EBA 280S 

Basic UDI-D| 4050674010008QE 

GMDN 36465 

Classification _in vitro diagnostic, class A 
(Annex Vill, Rule 5) 

according to Regulation (EU) 2017/746 
Annex IX 


and its accessories, which are listed in the related 
technical documentation and whose conformity has 
been assessed together with the device, complies 
with the relevant provisions of the Regulation (EU) 
2017/746 on in vitro diagnostic devices. 


Intended use 


The centrifuge EBA 280 / EBA 280 S is an in vitro 
diagnostic medical device according to the In Vitro 
Diagnostic Medical Devices Regulation (EU) 
2017/746. 


The device is used for centrifuging and enriching 
sample material of human origin for subsequent 
further processing for diagnostic purposes. The 
user can set each of the variable physical 
parameters within the limits set by the device. 


The centrifuge may only be used by qualified 
personnel in closed laboratories. The centrifuge is 
only intended for the use referred to above. 
Intended use also includes observing all 
instructions in the Operating Manual and 
compliance with the required inspection and 
maintenance work. 
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Toute utilisation différente ou dépassant ce cadre 
est considérée comme non conforme. La société 
Andreas Hettich GmbH & Co. n'est pas 
responsable des dommages qui en résultent. 


Le dispositif satisfait également aux dispositions 
applicables des directives et reglements européens 
suivants 


- 2006/42/CE « Directive relative aux machines » 
- 2014/30/UE « Directive CEM » 
~ 2014/35/UE « Directive basse tension » 
- 2011/65/UE « Directive RoHS » 
(sans intervention d'un organisme notifié) 
~ (CE) 1907/2006 « Réglement REACH » 
(sans intervention d'un organisme notifié) 


Normes pertinentes appliquées 

DIN EN ISO 13485:2016 ; DIN EN ISO 14971:2020 ; 
DIN EN 61010-1:2011-07 ; DIN EN 61010-2-020:2017 ; 
DIN EN 61010-2-101:2002 ; DIN EN 61010-2-011:2017 


Tuttlingen, O9-10.20Z7_ 


y, PS 
VAL ae 


Gérant, Chief Executive Officer 


Netih 


Any other use or use beyond this is considered 
improper. Andreas Hettich GmbH & Co. KG shall not 
be liable for any damage arising from this. 


The device also complies to the applicable 
provisions of the following European directives, 
ordinances and standards 


- 2006/42/EC “Directive on machinery” 
- 2014/30/EU “EMC Directive” 
- 2014/35/EU ,Low Voltage Directive" 
- 2011/65/EC “RoHS Directive” 
(without involvement of a notified body) 
- (EC) 1907/2006 ,Regulation on REACH“ 
(without involvement of a notified body) 


Applied relevant standards 

DIN EN ISO 13485:2016; DIN EN ISO 14971:2020; 
DIN EN 61010-1:2011-07; DIN EN 61010-2-020:2017; 
DIN EN 61010-2-101:2002; DIN EN 61010-2-011:2017 


C€ 


La présente déclaration de conformité est valable du 01/01/2023 au 
31/12/2023 
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This declaration of conformity is valid from 01.01.2023 until 31.12.2023 
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Dichiarazione di conformita CE 
EC Declaration of conformity 


del produttore | of the manufacturer 


Andreas Hettich GmbH & Co. KG ¢ Féhrenstrasse 12 ¢ D-78532 Tuttlingen * Germany 
SRN: DE-MF-000010680 


AB1101DEENFRIT 


Dichiariamo sotto la nostra responsabilita, senza 
l'intervento di un organismo notificato, che il 
dispositivo designato: 


Tipo di dispositiv Piccola centrifuga 


Nome EBA 280 
EBA 280 S 

Basic UDI-DI 4050674010008QE 

GMDN 36465 

Classificazione Dispositivo medico 
diagnostico in vitro, classe A 
(allegato VIII, regola 5) 

Ai sensi del regolamento (UE) 2017/746 
Allegato IX 


con i relativi accessori elencati nella 
documentazione tecnica associata, la cui 
conformita é stata valutata assieme al dispositivo, é 
conforme alle disposizioni pertinenti del 
regolamento (UE) 2017/746 sui dispositivi medici 
diagnostici in vitro. 


L'uso previsto 


La centrifuga EBA 280 / EBA 280 S é un 
dispositivo medico diagnostico in vitro 
conformemente al regolamento (UE) 2017/746 sui 
dispositivi medici diagnostici in vitro. 


Il dispositivo é utilizzato per la centrifugazione e 
l'arricchimento di campioni di origine umana per un 
successivo trattamento a fini diagnostici. 
L'utilizzatore pud di volta in volta regolare i 
parametri fisici modificabili entro i limiti stabiliti dal 
dispositivo. 


La centrifuga pud essere utilizzata solo da 
personale qualificato in laboratori al chiuso. La 
centrifuga é destinata solo all'uso citato. L'uso 
previsto comprende anche I'osservanza di tutte le 
istruzioni del manuale d'uso e il rispetto delle 
operazioni di ispezione e manutenzione. 
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We hereby declare under our responsibility without 
involvement of a notified body that the designated 
device: 


Type of device Small centrifuges 


Name EBA 280 
EBA 280S 

Basic UDI-DI 4050674010008QE 

GMDN 36465 

Classification _in vitro diagnostic, class A 
(Annex VIII, Rule 5) 

according to Regulation (EU) 2017/746 
Annex IX 


and its accessories, which are listed in the related 
technical documentation and whose conformity has 
been assessed together with the device, complies 
with the relevant provisions of the Regulation (EU) 
2017/746 on in vitro diagnostic devices. 


Intended use 


The centrifuge EBA 280 / EBA 280 S is an in vitro 
diagnostic medical device according to the In Vitro 
Diagnostic Medical Devices Regulation (EU) 
2017/746. 


The device is used for centrifuging and enriching 
sample material of human origin for subsequent 
further processing for diagnostic purposes. The 
user can set each of the variable physical 
parameters within the limits set by the device. 


The centrifuge may only be used by qualified 
personnel in closed laboratories. The centrifuge is 
only intended for the use referred to above. 
Intended use also includes observing all 
instructions in the Operating Manual and 
compliance with the required inspection and 
maintenance work. 
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Qualsiasi altra forma di utilizzo ¢ da considerarsi 
non conforme. La ditta Andreas Hettich GmbH & 
Co. KG é responsabile per i danni eventualmente 
risultanti. 


ll dispositivo é altresi conforme alle disposizioni 
applicabili dei seguenti regolamenti e direttive 
europei 


2006/42/CE "Direttiva macchine" 

- 2014/30/UE "Direttiva EMC" 

- 2014/35/UE "Direttiva sulla bassa tensione" 

- 2011/65/CE "Direttiva RoHS" 
(senza il coinvolgimento di un organismo 
notificato) 

- (CE) 1907/2006 "Regolamento REACH" 
(senza il coinvolgimento di un organismo 
notificato) 


Norme pertinenti applicate 

DIN EN ISO 13485:2016; DIN EN ISO 14971:2020; 
DIN EN 61010-1:2011-07; DIN EN 61010-2-020:2017; 
DIN EN 61010-2-101:2002; DIN EN 61010-2-011:2017 


Tuttlingen, O9.\L. 272. 
Mb 
~ 
(Mla 2 bike Earle 
Amministratore delegato, Chief Executive Officer 


La presente dichiarazione di conformita é valida dal 01/01/2023 al 
31/12/2023 
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Neth 


Any other use or use beyond this is considered 
improper. Andreas Hettich GmbH & Co. KG shall 
not be liable for any damage arising from this. 


The device also complies to the applicable 
provisions of the following European directives, 
ordinances and standards 


- 2006/42/EC “Directive on machinery" 
- 2014/30/EU “EMC Directive” 
- 2014/35/EU ,Low Voltage Directive" 
- 2011/65/EC “RoHS Directive” 
(without involvement of a notified body) 
- (EC) 1907/2006 ,,Regulation on REACH" 
(without involvement of a notified body) 


Applied relevant standards 

DIN EN ISO 13485:2016; DIN EN ISO 14971:2020; 
DIN EN 61010-1:2011-07; DIN EN 61010-2-020:2017; 
DIN EN 61010-2-101:2002; DIN EN 61010-2-011:2017 


This declaration of conformity is valid from 01.01,2023 until 31.12.2023 
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Fur dieses Gerat giltige Normen und Vorschriften 


Das Gerat ist ein Produkt mit einem sehr hohen technischen Niveau. Es unterliegt umfangreichen Pruf- und 
Zertifizierungsverfahren gemaks folgenden Normen und Vorschriften in deren jeweils gultigen Fassung: 


Elektrische und mechanische Sicherheit fur Konstruktion und Endpriifung: 
Normbaureihe: IEC 61010 (entspricht der Normenreihe DIN EN 61010) 

e IEC 61010-1 “Sicherheitsbestimmungen fur elektrische Mess-, Steuer-, Regel- und Laborgerate - Teil 1: 
Allgemeine Anforderungen’” (Verschmutzungsgrad 2, Uberspannungskategorie I!) 

e IEC 61010-2-010 “Sicherheitsbestimmungen fur elektrische Mess-, Steuer-, Regel- und Laborgerate — Teil 
2-010: Besondere Anforderungen an Laborgerate fur das Erhitzen von Stoffen" (nur fur Zentrifugen mit 
Heizung gultig) 

e IEC 61010-2-011 ,Sicherheitsbestimmungen fur elektrische Mess-, Steuer-, Regel- und Laborgerate - Teil 2- 
011: Besondere Anforderungen fur Kuhlgerate* (nur fur Zentrifugen mit KUhlung gultig) 

e IEC 61010-2-020 "Sicherheitsbestimmungen fur elektrische Mess-, Steuer-, Regel- und Laborgerate - Teil 2- 
020: Besondere Anforderungen an Laborzentrifugen" 

e JEC 61010-2-101 "Sicherheitsbestimmungen fur elektrische Mess-, Steuer-, Regel- und Laborgerate - Teil 2- 
101: Besondere Anforderungen an In-vitro-Diagnostik (IVD) Medizingerate" 


Elektromagnetische Vertraglichkeit: 


e EN 61326-1 “Elektrische Mess-, Steuer-, Regel- und Laborgerate - EMV-Anforderungen - Teil 1: Allgemeine 
Anforderungen 


Risikomanagement: 
e DIN EN ISO 14971 “Anwendung des Risikomanagements auf Medizinprodukte” 


Beschrankung gefahrlicher Stoffe (ROHS II): 
e EN 50581 ,,Technische Dokumentation zur Beurteilung von Elektro- und Elektronikgeraten hinsichtlich der 
Beschrankung gefahrlicher Stoffe“ 


Fur Konformitatsbewertungsverfahren geltende Europaische Richtlinien: 
e Verordnung (EU) 2017/746 Uber In-vitro-Diagnostika 
e — Richtlinie 2011/65/EU zur Beschrankung der Verwendung bestimmter gefahrlicher Stoffe in Elektro- und 
Elektronikgeraten. Das EG-Konformitatsbewertungsverfahren erfolgt hierzu in alleiniger Verantwortung des 
Herstellers, ohne Beteiligung einer benannten Stelle. 


Auferhalb Europas geltende Richtlinien fur Medizinprodukte: 

e USA: QSR, 21CFR 820 “CFR Title 21 - Food and Drugs: TITLE 21- FOOD AND DRUGS, CHAPTER | - 
FOOD AND DRUG ADMINISTRATION DEPARTMENT OF HEALTH AND HUMAN SERVICES, 
SUBCHAPTER H - MEDICAL DEVICES, Part 820 QUALITY SYSTEM REGULATONS* 

e Kanada: CMDR, SOR/98-282 “Medical Devices Regulations” 


Zertifiziertes Qualitatsmanagementsystem gema&R 
e ISO 9001 “Qualitatsmanagementsysteme - Anforderungen” 
e 18013485 “Qualitatsmanagementsysteme fur Medizinprodukte - Anforderungen fur regulatorische Zwecke” 


Umweltmanagementsystem gemaf& 
e ISO 14001 “Umweltmanagementsysteme - Spezifikation mit Anleitung zur Anwendung” 
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Standards and regulations which apply to this device 


The device is a high-end technical product. It is subject to extensive testing and certification procedures according to 
the following standards and regulations in their respectively valid version: 


Electrical and mechanical safety for design and final testing: 
Standard series: IEC 61010 (conform to standards of DIN EN 61010) 
e IEC 61010-1 “Safety requirements for electrical equipment for measurement, control, and laboratory use - 
Part 1: General requirements” (Pollution Degree 2, Excess-voltage category I!) 
e IEC 61010-2-010 ,Safety requirements for electrical equipment for measurement, control and laboratory use 
- Part 2-010: Particular requirements for laboratory equipment for the heating of Materials” (only valid for 
centrifuges with heating) 
e JEC 61010-2-011 ,Safety requirements for electrical equipment for measurement, control and laboratory use 
- Part 2-011: Particular requirements for refrigerating equipment” (only valid for centrifuges with cooling) 
e IEC 61010-2-020 “Safety requirements for electrical equipment for measurement, control, and laboratory 
use - Part 2-020: Particular requirements for laboratory centrifuges” 
e IEC 61010-2-101 "Safety requirements for electrical equipment for measurement, control and laboratory use 
- Part 2-101: Particular requirements for in vitro diagnostic (IVD) medical equipment“ 


Electromagnetic Compatibility: 
e EN 61326-1 “Electrical equipment for measurement, control and laboratory use - EMC requirements - Part 1: 
General requirements“ 


Risk management: 
e DIN EN ISO 14971 “Application of risk management to medical devices” 


Restriction of Hazardous Substances (ROHS Il): 
e EN 50581 "Technical documentation for assessing electric and electronic devices with regard to the 
restriction of hazardous substances" 


European directives applied for conformity assessment procedures: 
e Regulation (EU) 2017/746 on in vitro diagnostic devices. 
e Directive 2011/65/EU for the restriction of use of certain hazardous substances in electric and electronic 
devices. Carrying out the EC conformity assessment process is the sole responsibility of the manufacturer, 
without the involvement of a notified body. 


Applied medical device regulations outside Europe: 

e USA: QSR, 21CFR 820 “CFR Title 21 - Food and Drugs: TITLE 21- FOOD AND DRUGS, CHAPTER | - 
FOOD AND DRUG ADMINISTRATION DEPARTMENT OF HEALTH AND HUMAN SERVICES, 
SUBCHAPTER H - MEDICAL DEVICES, Part 820 QUALITY SYSTEM REGULATONS* 

e Canada: CMDR, SOR/98-282 “Medical Devices Regulations” 


Certified quality management system according to 
e ISO 9001 “Quality management systems — Requirements” 
e 18013485 “Medical devices - Quality management systems - Requirements for regulatory purposes” 


Environmental management system according to 
e ISO 14001 “Environmental management systems - Requirements with guidance for use” 
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Normes et régles en vigueur pour cet appareil 


Cet appareil est un produit avec un trés haut niveau technique. Il est soumis a des vastes procédures de vérification 
et de certification, d'aprés les normes et prescriptions suivantes, dans leur version actuelle : 


Sécurité électrique et mécanique pour la construction et I'inspection finale : 
Série de normes : IEC 61010 (correspond a la série de norme DIN EN 61010) 

e IEC 61010-1 “Régles de sécurité pour appareils électriques de mesurage, de régulation et de laboratoire - 
partie 1 : Prescriptions générales” (niveau de saleté 2, catégorie de surtension II) 

e IEC 61010-2-010 “Régles de sécurité pour appareils électriques de mesurage, de régulation et de 
laboratoire — partie 2-010 : Prescriptions particuliéres pour appareils de laboratoire utilisés pour 
l'échauffement des matiéres” (seulement valable pour centrifugeuses avec chauffage) 

e IEC 61010-2-011 "Régles de sécurité pour appareils électriques de mesurage, de régulation et de 
laboratoire — partie 2-011 : Prescriptions particuliéres applicables aux refroidisseurs" (valable seulement 
pour centrifugeuses avec refroidissement) 

e IEC 61010-2-020 “Régles de sécurité pour appareils électriques de mesurage, de régulation et de 
laboratoire — partie 2-020 : Prescriptions particuliéres pour centrifugeuses de laboratoire” 

e IEC 61010-2-101 "Régles de sécurité pour appareils électriques de mesurage, de régulation et de 
laboratoire — partie 2-101 : Prescriptions particuliéres pour les appareils médicaux de diagnostic in vitro” 
(DIV) 


Compatibilité électromagnétique : 
e EN 61326-1 “Matériel électrique de mesure, de commande et de laboratoire — Exigences relatives a la CEM 
- partie 1 : Exigences générales 


Gestion des risques : 
e DIN EN ISO 14971 “Application de la gestion des risques aux dispositifs médicaux” 


Restrictions relatives aux substances dangereuses (ROHS Il): 
e Norme européenne 50581 ,Documentation technique pour I'évaluation des produits électriques et 
électroniques par rapport a la restriction des substances dangereuses* 


Directives européennes valables pour des procédures d'évaluation de la conformité : 
e = réglement (UE) 2017/746 relatif aux dispositifs de diagnostic in vitro. 
e Directives 2011/65/UE concernant les restrictions relatives a l'utilisation de certaines substances 
dangereuses dans les appareils électriques et électroniques. La procédure d'évaluation de la conformité CE 
est sous la seule responsabilité du fabricant, sans participation d'un organisme désigné. 


Directives pour dispositifs médicaux, valables en dehors de l'Europe : 

e USA: QSR, 21CFR 820 “CFR Title 21 - Food and Drugs : TITLE 21- FOOD AND DRUGS, CHAPTER | - 
FOOD AND DRUG ADMINISTRATION DEPARTMENT OF HEALTH AND HUMAN SERVICES, 
SUBCHAPTER H - MEDICAL DEVICES, Part 820 QUALITY SYSTEM REGULATONS*“ 

e Canada: CMDR, SOR/98-282 “Medical Devices Regulations” 


Systéme de management de la qualité certifié d'aprés 
e ISO 9001 “Systémes de management de la qualité - Prescriptions” 
e 18013485 “Dispositifs médicaux - Systemes de management de la qualité - Exigences a des fins 
réglementaires” 


Systéme de management environnemental d'aprés 
e ISO 14001 “Systemes de management environnemental - Spécification avec description pour application” 
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Norme e direttive valide per questo apparecchio 


L'apparecchio é un dispositivo di elevatissimo livello tecnico. E sottoposto a numerosi procedimenti di collaudo e 
certificazione, in conformita alle seguenti norme e direttive nella corrispondente versione di validita: 


Sicurezza elettrica e meccanica per la costruzione ed il collaudo finale: 
Serie di norma: IEC 61010 (corrisponde alla serie di norma DIN EN 61010) 

e |EC 61010-1 “Norme di sicurezza per apparecchiature elettriche di misurazione, di comando, di regolazione 
e di laboratorio - parte 1: Requisiti generali” (grado di imbrattamento 2, Categoria di sovratensione ||) 

e EC 61010-2 -010 “Norme di sicurezza per apparecchiature elettriche di misurazione, di comando, di 
regolazione e di laboratorio - parte 2-010: Requisiti particolari per le apparecchiature di laboratorio per il 
riscaldamento di materiali” (valido solo per centrifughe con riscaldamento) 

e IEC 61010-2-011 ,Norme di sicurezza per apparecchiature elettriche di misurazione, di comando, di 
regolazione e di laboratorio - parte 2-011: Requisiti particolari per apparecchiature di raffreddamento“ (valido 
solo per centrifughe con raffreddamento) 

e JEC 61010-2 -020 “Norme di sicurezza per apparecchiature elettriche di misurazione, di comando, di 
regolazione e di laboratorio - parte 2-020: Requisiti particolari per centrifughe di laboratorio” 

e JEC 61010-2 -101 “Norme di sicurezza per apparecchiature elettriche di misurazione, di comando, di 
regolazione e di laboratorio - parte 2-101: Requisiti particolari per la diagnostica In-vitro (IVD) 
apparecchiature medicali” 


Compatibilita elettromagnetica: 
e EN 61326-1 “Apparecchiature elettriche di misurazione, di comando, di regolazione e di laboratorio - 
requisiti di compatibilita elettromagnetica - parte 1: Requisiti generali 


Gestione dei rischi: 
e DIN EN ISO 14971 “Applicazione della gestione dei rischi ai dispositivi medici” 


Restrizione per prodotti pericolosi (ROHS Il): 
e EN 50581 ,Documentazione tecnica per la stesura di un protocollo di valutazione delle apparecchiature 
elettriche ed elettroniche per quanto riguarda la restrizione per prodotti pericolosi* 


Direttive europee che sono di validita per il procedimento di valutazione della conformita: 
e —regolamento (UE) 2017/746 sui dispositivi medici diagnostici in vitro. 
e _ Direttive 2011/65/EU per la restrizione di impiego di particolari prodotti pericolosi nelle apparecchiature 
elettriche ed elettroniche. Il procedimento di valutazione della conformita CE avviene al riguardo nella sola 
responsabilita del costruttore, senza concorso di un citato collaboratore. 


Direttive valide al di fuori dell'ambito europeo per i prodotti medicali: 

e USA: QSR, 21CFR 820 “CFR Title 21 - Food and Drugs: TITLE 21- FOOD AND DRUGS, CHAPTER | - 
FOOD AND DRUG ADMINISTRATION DEPARTMENT OF HEALTH AND HUMAN SERVICES, 
SUBCHAPTER H - MEDICAL DEVICES, Part 820 QUALITY SYSTEM REGULATONS* 

e Kanada: CMDR, SOR/98-282 “Medical Devices Regulations” 


Certificato sistema di gestione della qualita, conforme a 
e ISO 9001 “Requisiti per sistemi di gestione qualita” 
e 18013485 “Sistemi di gestione qualita per prodotti medicali - Requisiti per impieghi di regolazione” 


Sistema di gestione ambientale, conforme a 
e ISO 14001 “Sistemi di gestione ambientale - Specificazione con istruzioni per l'applicazione” 
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1 Anwendung dieser Bedienungsanleitung 


e Vor Benutzung der Zentrifuge ist die Bedienungsanleitung zu lesen und zu beachten. 
Die Bedienungsanleitung ist Teil des Gerates. Sie muss stets griffoereit aufbewahrt werden. 
e Wird das Gerat an einem anderen Ort aufgestellt, muss die Bedienungsanleitung mitgegeben werden. 


N 


Bedeutung der Symbole 


Symbol am Gerat: 
Achtung, allgemeine Gefahrenstelle. 


Symbol am Gerat: 


Bedienungsanleitung beachten. 
Dieses Symbol verweist darauf hin, dass der Anwender die bereitgestellte Bedienungsanleitung 
beachten muss. 


Symbol in diesem Dokument: 


Achtung, allgemeine Gefahrenstelle. 
Dieses Symbol kennzeichnet sicherheitsrelevante Hinweise und deutet auf mdgliche gefahrliche 
Situationen hin. 


Das Nichtbeachten dieser Hinweise kann zu Sach- und Personenschaden fuhren. 


Symbol am Gerat und in diesem Dokument: 
Warnung vor Biogefahrdung. 


Symbol in diesem Dokument: 
Dieses Symbol deutet auf wichtige Sachverhalte hin. 


Symbol am Gerat: 
Das Symbol befindet sich am Gehause, in der Nahe des Scharniers. 


Drehrichtung des Rotors. 


Symbol am Gerat: 
Das Symbol befindet sich vorne am Gehause, unterhalb der Bohrung. 


Drehrichtung des Sechskant-Stiftschlussels zur Notentriegelung des Deckels. 


Symbol am Gerat und in diesem Dokument: 


Symbol fur die getrennte Sammlung von Elektro- und Elektronikgeraten, gemafs der Richtlinie 
2012/19/EU. 
Verwendung in den Landern der Europaischen Union sowie in Norwegen und der Schweiz. 


Symbol auf der Verpackung: 
Diese Seite oben. 


=p¢ ( | 3b B BP 


aes Symbol auf der Verpackung: 
® Die Transportverpackung muss innerhalb des angezeigten Luftfeuchtigkeitsbereichs (10% - 80%). 
shai gelagert, transportiert und gehandhabt werden. 


Symbol auf der Verpackung: 
Die Versandverpackung muss innerhalb des angezeigten Temperaturbereichs (-20°C - +60°C) gelagert, 
¢ transportiert und gehandhabt werden. 


werden. 


Symbol auf der Verpackung: 


aunt ¢ Symbol auf der Verpackung: 
| Die Transportverpackung muss von Regen ferngehalten werden und in trockener Umgebung gehalten 
9 Zerbrechlich, Vorsichtig behandeln. 
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x Symbol auf der Verpackung: 


Stapelbegrenzung. Héchste Anzahl identischer PackstUcke, die auf das unterste Packstuck gestapelt 
[n] werden darf, wobei ,,n" fur die Anzahl der zulassigen Packstucke steht. Das unterste Packsttck ist nicht 


es in ,n" enthalten. 


3 Bestimmungsgemafe Verwendung 


Bei der Zentrifuge EBA 280 / EBA 280 S handelt es sich um ein |n-vitro-Diagnostikum gemafS der Verordnung Uber 
In-Vitro-Diagnostika (EU) 2017/746. 

Das Gerat dient zum Zentrifugieren sowie zur Anreicherung von Probenmaterial menschlichen Ursprungs fur eine 
anschlieRende Weiterverarbeitung fur diagnostische Zwecke. Der Anwender kann jeweils die veranderbaren 
physikalischen Parameter innerhalb der vom Gerat vorgegebenen Grenzen einstellen. 


Die Zentrifuge darf nur von Fachpersonal in geschlossenen Laboratorien verwendet werden. Die Zentrifuge ist nur fur 
den oben genannten Verwendungszweck bestimmt. Zur bestimmungsgemaRen Verwendung gehdért auch das 
Beachten aller Hinweise aus der Bedienungsanleitung und die Einhaltung der Inspektions- und Wartungsarbeiten. 
Eine andere oder daruberhinausgehende Benutzung gilt als nicht bestimmungsgemaf. Fur hieraus entstehende 
Schaden haftet die Firma Andreas Hettich GmbH & Co. KG nicht. 


4 Restrisiken 


Das Gerat ist nach dem Stand der Technik und den anerkannten sicherheitstechnischen Regeln gebaut. Bei 
unsachgemafRer Verwendung und Behandlung kénnen Gefahren fiir Leib und Leben des Benutzers oder Dritter bzw. 
Beeintrachtigungen an dem Gerat oder an anderen Sachwerten entstehen. Das Gerat ist nur fur die 
bestimmungsgemafRe Verwendung, und nur in sicherheitstechnisch einwandfreiem Zustand zu benutzen. 


Stdorungen, die die Sicherheit beeintrachtigen kOnnen, sind umgehend zu beseitigen. 
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5 Technische Daten 


D-78532 Tuttlingen 
6 x 50 mi 
1.2 kgldm® 
Drehzahl (RPM) 6000 


Umgebungsbedingungen 
(EN / IEC 61010-1) 


Aufstellungsort nur in Innenraumen 
Héhe bis zu 2000 m Uber Normal-Null 
Umgebungstemperatur 2°C bis 40°C 


Luftfeuchtigkeit maximale relative Luftfeuchte 80% fiir Temperaturen bis 31°C, linear 
abnehmend bis 50% relativer Luftfeuchte bei 40°C. 

Uberspannungskategorie 

(IEC 60364-4-443) 


— Verschmutzungsgrad 
Gerateschutzklasse 


nicht fur den Einsatz in explosionsgefahrdeter Umgebung geeignet. 
EMV 


— Stdraussendung, Stdrfestigkeit EN / IEC FCC Class B EN / IEC FCC Class B 
61326-1, 61326-1, 
Klasse B Klasse B 


Gerauschpegel (rotorabhangig) < 51 dB(A) < 56 dB(A) 


Abmessungen 
— Breite 
— Tiefe 
— Hohe 


ca. 11 kg 
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6 Sicherheitshinweise 


TZ Werden nicht alle Hinweise in dieser Bedienungsanleitung befolgt, kann beim Hersteller kein 
Gewahrleistungsanspruch geltend gemacht werden. 


TZ Meldungen von schwerwiegenden Vorfallen mit dem Gerat 


Bei schwerwiegenden Vorfallen mit dem Gerat, diese dem Hersteller und ggf. der zustandigen Behdérde 
melden. 


/\ e Die Zentrifuge ist so aufzustellen, dass sie standsicher betrieben werden kann. 


e Vor Benutzung der Zentrifuge unbedingt Uberpriifen, dass der Rotor auf der Motorwelle 
eingerastet ist. 


e Wahrend eines Zentrifugationslaufes durfen sich gema& EN / IEC 61010-2-020, in einem 
Sicherheitsbereich von 300 mm um die Zentrifuge herum, keine Personen, Gefahrstoffe und 
Gegenstande befinden. 


e Rotoren, Gehange und Zubeh@6rteile, die starke Korrosionsspuren oder mechanische Schaden 
aufweisen, oder deren Verwendungsdauer abgelaufen ist, diirfen nicht mehr verwendet werden. 


e Die Zentrifuge darf nicht mehr in Betrieb genommen werden, wenn der Schleuderraum 
sicherheitsrelevante Schaden aufweist. 


e ©Bei Zentrifugen ohne Temperaturregelung kann es bei erhéhter Raumtemperatur und/oder bei 
haufigem Gebrauch des Gerates zur Erwarmung des Schleuderraums kommen. Eine 
temperaturbedingte Veranderung des Probenmaterials kann deshalb nicht ausgeschlossen 
werden. 


e Vor Inbetriebnahme der Zentrifuge ist die Bedienungsanleitung zu lesen und zu beachten. Nur Personen, 
die die Bedienungsanleitung gelesen und verstanden haben, diirfen das Gerat bedienen. 


e Neben der Bedienungsanleitung und den verbindlichen Regelungen der Unfallverhutung sind auch die 
anerkannten fachtechnischen Regeln fur sicherheits- und fachgerechtes Arbeiten zu beachten. Die 
Bedienungsanleitung ist um Anweisungen aufgrund bestehender nationaler Vorschriften des Verwenderlandes 
zur Unfallverhutung und zum Umweltschutz zu erganzen. 


e Die Zentrifuge ist nach dem Stand der Technik gebaut und betriebssicher. Es kénnen aber von ihr Gefahren fur 
den Benutzer oder Dritte ausgehen, wenn sie nicht von geschultem Personal oder unsachgemaf oder zu nicht 
bestimmungsgemaRem Gebrauch eingesetzt wird. 


e Die Zentrifuge darf wahrend des Betriebs nicht bewegt oder angestoRen werden. 
e Im Stérungsfall bzw. bei der Notentriegelung nie in den sich drehenden Rotor greifen. 


e Um Schaden durch Kondensat zu vermeiden, muss bei Wechsel von einem kalten in einen warmen Raum, die 
Zentrifuge entweder mindestens 3 Stunden im warmen Raum aufwarmen bevor sie an das Netz angeschlossen 
werden darf oder 30 Minuten im kalten Raum warmlaufen. 


e Es durfen nur die vom Hersteller fir dieses Gerat zugelassenen Rotoren und das zugelassene Zubehor 
verwendet werden (siehe Kapitel "Anhang/Appendix, Rotoren und Zubehdér/Rotors and accessories"). Bevor 
Zentrifugiergefafse verwendet werden, die nicht in Kapitel "Anhang/Appendix, Rotoren und Zubehdr/Rotors and 
accessories" aufgefuhrt sind, hat sich der Benutzer beim Hersteller zu vergewissern, ob diese verwendet werden 
durfen. 


e Der Rotor der Zentrifuge darf nur entsprechend dem Kapitel "Beladen des Rotors" beladen werden. 


e ~— Bei der Zentrifugation mit maximaler Drehzahl darf die Dichte der Stoffe oder Stoffgemische 1,2 kg/dm?® nicht 
Uberschreiten. 


e §=©. Zenttrifugationen mit unzulassiger Unwucht sind nicht erlaubt. 
e Die Zentrifuge darf nicht in explosionsgefahrdeter Umgebung betrieben werden. 


e ~—_ Eine Zentrifugation mit: 
—  brennbaren oder explosiven Materialien 
—  Materialien, die chemisch mit hoher Energie miteinander reagieren ist verboten. 
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e Bei der Zentrifugation von gefahrlichen Stoffen bzw. Stoffgemischen, die toxisch, radioaktiv oder mit pathogenen 
Mikroorganismen verseucht sind, sind durch den Benutzer geeignete Mafsnahmen zu treffen. 
Es mussen grundsatzlich ZentrifugiergefaRe mit speziellen Schraubverschlussen flr gefahrliche Substanzen 
verwendet werden. Bei Materialien der Risikogruppe 3 und 4 ist zusdatzlich zu den verschlieRbaren 
ZentrifugiergefaRen ein Bio-Sicherheitssystem zu verwenden (siehe Handbuch "Laboratory Biosafety Manual" 
der Weltgesundheitsorganisation). 
Ohne Verwendung eines Bio-Sicherheitssystems ist eine Zentrifuge im Sinne der Norm EN / IEC 61010-2-020 
nicht mikrobiologisch dicht. 
Fur diese Zentrifuge sind keine Bio-Sicherheitssysteme erhaltlich. 


e Der Betrieb der Zentrifuge mit stark korrodierenden Stoffen, welche die mechanische Festigkeit von Rotoren, 
Gehangen und Zubeh6orteilen beeintrachtigen k6nnen, ist nicht erlaubt. 


e Reparaturen durfen nur von einer vom Hersteller autorisierten Person ausgefuhrt werden. 


e Es durfen nur Originalersatzteile und zugelassenes Originalzubehoér der Firma Andreas Hettich GmbH & Co. KG 
verwendet werden. 


e Es gelten die folgenden Sicherheitsbestimmungen: 
EN / IEC 61010-1 und EN / IEC 61010-2-020 sowie deren nationalen Abweichungen. 


e Die Sicherheit und Zuverlassigkeit der Zentrifuge ist nur dann gewahrleistet, wenn: 
— die Zentrifuge nach der Bedienungsanleitung betrieben wird. 
— die elektrische Installation, am Aufstellungsort der Zentrifuge, den Anforderungen von EN / IEC Festle- 
gungen entspricht. 


e Die Erfullung landerspezifischer Vorgaben zur Arbeitssicherheit bezuglich des Einsatzes von Laborzentrifugen 
an den vom Betreiber daflr vorgesehenen Arbeitsplatzen liegt im Verantwortungsbereich des Betreibers. 


7 Transport und Lagerung 


7.1 Transport 


/\ Die Transportsicherung muss, vor dem Transport des Gerates, eingebaut werden. 


Beim Transport des Gerates und des Zubehérs mussen folgende Umgebungsbedingungen eingehalten werden: 


e |Umgebungstemperatur: —20°C bis +60°C 
e Relative Luftfeuchtigkeit: 10% bis 80%, nicht kondensierend 


7.2 Lagerung 


/\ Das Gerat und das Zubeh6r durfen nur in geschlossenen und trockenen Raumen gelagert werden. 


Bei der Lagerung des Gerates und des Zubehdérs mussen folgende Umgebungsbedingungen eingehalten werden: 


e _Umgebungstemperatur: —20°C bis +60°C 
e —_ Relative Luftfeuchtigkeit: 10% bis 80%, nicht kondensierend 


8 Lieferumfang 
Folgendes Zubehor wird mit der Zentrifuge geliefert: 


Anschlusskabel 

Sicherungen 
Sechskant-StiftschlUssel 
Bedienungsanleitung 
Hinweisblatt Transportsicherung 
Hinweisblatt Notentriegelung 


= |= |= 3 Ph = 


Rotor(en) und das entsprechende Zubehor werden je nach Bestellung mitgeliefert. 
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9 Transportsicherung entfernen 


Die Transportsicherung muss unbedingt entfernt werden. 
Die Transportsicherung aufbewahren, da sie vor dem Transport des Gerates, wieder eingebaut werden 


muss. 
Das Gerat darf nur mit eingebauter Transportsicherung transportiert werden. 


Um das Gerat wahrend des Transports vor Beschadigungen zu schitzen, wird der Motor fixiert. 
Diese Transportsicherung muss bei der Inbetriebnahme des Gerates entfernt werden. 


e Die beiden Schrauben (a) und Abstandshtlsen (b) entfernen. 


i. Der Einbau der Transportsicherung erfolgt in umgekehrter Reihenfolge. 


10 =Inbetriebnahme 


Die Transportsicherung am Gehauseboden entfernen, siehe Kapitel "Transportsicherung entfernen". 

Die Zentrifuge an einem geeigneten Platz standsicher aufstellen und nivellieren. Bei der Aufstellung ist 
der geforderte Sicherheitsbereich gemaf& EN / IEC 61010-2-020, von 300 mm um die Zentrifuge herum, 
einzuhalten. 


Wahrend eines Zentrifugationslaufes dirfen sich gemaf§ EN / IEC 61010-2-020, in einem 


Sicherheitsbereich von 300 mm um die Zentrifuge herum, keine Personen, Gefahrstoffe und 
Gegenstande befinden. 


e LUftungs6offnungen dirfen nicht zugestellt werden. 
Es muss ein Abstand von 300 mm zu den LUuftungsschlitzen und Luftungsoffnungen der Zentrifuge eingehalten 
werden. 
Priifen, ob die Netzspannung mit der Angabe auf dem Typenschild Ubereinstimmt. 
e Die Zentrifuge mit dem Netzkabel an eine genormte Netzsteckdose anschlieRen. Anschlusswert siehe Kapitel 
"Technische Daten". 
e Den Netzschalter einschalten (Schalterstellung "I"). Die LED's leuchten kurzzeitig. 
Nacheinander erscheinen folgende Anzeigen: 
1. das Zentrifugen-Modell 
2. die Typ-Nummer und die Programmversion 
3. der Rotorcode (R) und die maximale Drehzahl des Rotors (maxRPM) des zuletzt durch die Rotorerkennung 
erkannten Rotors 
4. die Zentrifugations-Parameter des zuletzt benutzten Programms oder des Programms 1 


TZ Wenn der Deckel geschlossen ist, wird die Meldung "Open the lid" angezeigt. 


In diesem Fall den Deckel 6ffnen, damit die Zentrifugations-Parameter angezeigt werden. 
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11 Deckel 6ffnen und schlieBen 


11.1 Deckel 6ffnen 


cS Der Deckel lasst sich nur offnen, wenn die Zentrifuge eingeschaltet ist und der Rotor stillsteht. 
Sollte dies nicht mdglich sein, siehe Kapitel "Notentriegelung". 


TS Wenn der Zyklenzahler aktiviert ist, wird nach einem Zentrifugationslauf, wahrend dem Offnen des Deckels, 
kurzzeitig die verbleibende Anzahl der Laufzyklen (Zentrifugationslaufe) angezeigt. 


Beispiel: 
RemCyucles= 16783 


e Taste driicken. Beispiel: 
kd Der Deckel entriegelt motorisch. proc] rere “Rew mines 
& : Deckel entriegelt. 14 4500 S:ae 


Die linke LED in der Taste erlischt. 
11.2. Deckel schlieBen 


Mit den Fingern nicht zwischen Deckel und Gehause greifen. 
Den Deckel nicht zuschlagen. 


e Den Deckel auflegen und die Deckel- Beispiel: 
vorderkante leicht niederdrucken. proc] — bror< Trem] [mins 


Der Deckel verriegelt motorisch. las 4566 2: Be 
& : Deckel verriegelt. 


STOP 
O————=O 
Die linke LED in der Taste leuchtet. 
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12 Einsetzen und Herausnehmen des Rotors 


Rotor mit Entriegelungsknopf 


Einsetzen des Rotors: 


rT Schmutzpartikel zwischen der Motorwelle und dem Rotor verhindern einen 
einwandfreien Sitz des Rotors und verursachen einen unruhigen Lauf. 
Bei Bedarf vor dem Einsetzen des Rotors die Motorwelle (B) und die Nabe 
des Rotors reinigen. 


e Den Rotor am Entriegelungsknopf (A) anheben und waagerecht auf die 
Motorwelle (B) aufsetzen. Der Rotor rastet automatisch auf der Motorwelle ein. 

e Den Rotor links und rechts festhalten und leicht nach oben ziehen, um zu 
prufen, dass er auf der Motorwelle eingerastet ist. 


Herausnehmen des Rotors: 


e Den Entriegelungsknopf (A) am Rotor nach oben ziehen, festhalten und den 
Rotor von der Motorwelle abheben. 


Rotor ohne Entriegelungsknopf 


Einsetzen des Rotors: 


cS Schmutzpartikel zwischen der Motorwelle und dem Rotor verhindern einen 
einwandfreien Sitz des Rotors und verursachen einen unruhigen Lauf. 
Bei Bedarf vor dem Einsetzen des Rotors die Motorwelle (B) und die Nabe 
des Rotors reinigen. 


e Den Rotor am Griff (C) anheben, waagerecht auf die Motorwelle (B) aufsetzen 
und bis zum Anschlag nach unten drucken. 


Herausnehmen des Rotors: 
e Den Rotor am Griff (C) festhalten und von der Motorwelle abheben. 
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13 Beladen des Rotors 
/\ Standard-ZentrifugiergefaRe aus Glas sind belastbar bis RZB 4000 (DIN 58970 Teil 2). 


e Den Rotor links und rechts festhalten und leicht nach oben ziehen, um zu prufen, dass er auf der Motorwelle 
eingerastet ist. 

Bei Ausschwingrotoren mussen alle Platze des Rotors mit gleichen Gehangen besetzt sein. 

e Die Rotoren und Gehange durfen nur symmetrisch beladen werden. Die ZentrifugiergefaRe mUussen gleichmakig 
auf alle Platze des Rotors verteilt werden. Zugelassene Kombinationen siehe Kapitel "Anhang/Appendix, 
Rotoren und Zubeh6r/Rotors and accessories". 

Bei Winkelrotoren mussen alle mdglichen Platze des Rotors beladen werden, siehe Kapitel "Anhang/Appendix, 
Rotoren und Zubeh6r/Rotors and accessories". 


Rotor ist gleichmaRig beladen Nicht zulassig! 
Rotor ist ungleichmafig beladen 


e Bei Behaltern mit Gummieinlagen muss sich unter den ZentrifugiergefaRen immer die gleiche Anzahl von 
Gummieinlagen befinden 
Die ZentrifugiergefaRe durfen nur aukerhalb der Zentrifuge befullt werden. 
Die vom Hersteller angegebene maximale Fullmenge der Zentrifugiergefake darf nicht Uberschritten werden. 


Bei Winkelrotoren diurfen die Zentrifugierge- | Flussigkeit 
fae nur soweit befullt werden, dass wahrend \ 

des Zentrifugationslaufes keine Flussigkeit aus 

den GefaRen herausgeschleudert werden 

kann. Zentrifugalkraft 


e Beim Beladen der Winkelrotoren darf keine Flussigkeit in die Winkelrotoren und in den Schleuderraum gelangen. 
Beim Beladen der Gehange der Ausschwingrotoren und beim Ausschwingen der Gehange wahrend des 
Zentrifugationslaufes darf keine Flussigkeit in die Gehange und in den Schleuderraum gelangen. 

e Um die Gewichtsunterschiede innerhalb der Zentrifugiergefal&e mdglichst gering zu halten, ist auf eine 
gleichmafRige Fullndhe in den Gefafen zu achten. 

e Auf jedem Rotor ist das Gewicht der zulassigen Fullmenge angegeben. Dieses Gewicht darf nicht Uberschritten 
werden. 
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14 Bedien- und Anzeigeelemente 


PROG | [>RCF< RPM | timin:s 


14.1 Angezeigte Symbole 


Els Deckel entriegelt. 


Deckel verriegelt. 


Rotationsanzeige. Die Rotationsanzeige leuchtet rotierend gegen den Uhrzeigersinn auf, solange sich der 
Rotor dreht. 


14.2 Tasten des Bedienfeldes 


e Programme abrufen 
Programme speichern. 
e Umschalten zwischen RPM-Anzeige (RPM) und RCF-Anzeige (*RCF¢). 
RCF RCF-Werte werden in Klammern > « angezeigt. 


Die LED oberhalb der Taste leuchtet, wenn die RCF-Anzeige angewahlt ist. 


RPM : Drehzahl 
RCF : Relative Zentrifugalbeschleunigung 


e WéaAhltaste zum Anwahlen der einzelnen Parameter. 
Durch jeden weiteren Tastendruck wird der nachfolgende Parameter angewahlt. 
e Das "MACHINE MENU" aufrufen (die Taste 8 Sekunden gedrickt halten). 
Im "Machine Menu" die Menis "=> Info", "=> Settings" und "-> Time & Cycles" auswahlen. 
In den Ments vorwarts blattern. 


(a) ly) e Wert eines zuvor angewahlten Parameters verandern. 
Bei Gedrtckthalten der Taste andert sich der Wert mit zunehmender Geschwindigkeit. 


ada e Den Zentrifugationslauf starten. 
PUESE Die LED in der Taste leuchtet wahrend des Zentrifugationslaufes, solange sich der Rotor dreht. 
e Kurzzeitzentrifugation. 
Der Zentrifugationslauf erfolgt, solange die Taste gedruckt gehalten wird. Die LED in der Taste 
leuchtet wahrend des Zentrifugationslaufes, solange sich der Rotor dreht. 
Eingaben und Anderungen speichern. 
e Die Menis "-> Info", "-> Settings" und "-> Time & Cycles" aufrufen. 


e Den Zentrifugationslauf beenden. 
aia Der Rotor lauft mit der vorgewahlten Bremsstufe aus. Die rechte LED in der Taste leuchtet bis der 
Rotor stillsteht. Nach Stillstand des Rotors leuchtet die linke LED in der Taste. 
Zweimaliges Drucken der Taste lost den Not-Stopp aus. 
e Den Deckel entriegeln. 
Die linke LED in der Taste erlischt. 
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14.3 Einstellméglichkeiten 


PROG RCL 


timin 


tlsec 


Begins at 
START 


Begins at 
SPEED 


RPM 


RAD/mm 


RCF 


PROG STO 


Programmplatz des abzurufenden Programms. 
Die Programmplatze 1 bis 9 und # sind abrufbar. 


Laufzeit. Einstellbar von 1 - 99 min, in 1 Minuten-Schritten. 
Laufzeit. Einstellbar von 1 - 59s, in 1 Sekunden-Schritten. 
Dauerlauf "--:--". Parameter t/min und t/sec auf Null stellen. 


Zahlung der Laufzeit. 
Die Laufzeit beginnt sofort nach Start des Zentrifugationslaufes zu zahlen. 


Die Laufzeit beginnt erst nach Erreichen der eingestellten Drehzahl zu zahlen. 


TZ Die Einstellung ist nur mdglich, wenn die Funktion "Dual time" aktiviert ist, siehe Kapitel 
"Funktion "Dual time" aktivieren/deaktivieren". Die Funktion ist ab Werk aktiviert. 


Drehzahl 

Einstellbar ist ein Zahlenwert von 200 RPM bis zur maximalen Drehzahl des Rotors. 

Einstellbar in 10er Schritten. 

Maximale Drehzahl des Rotors siehe Kapitel "Anhang/Appendix, Rotoren und Zubehor/Rotors and 
accessories". 


Zentrifugierradius 
Einstellbar von 10 mm bis 330 mm, in 1 Millimeter-Schritten. 
Zentrifugierradius siehe Kapitel "Anhang/Appendix, Rotoren und ZubehGér/Rotors and accessories". 


iTS Die Eingabe des Zentrifugierradius ist nur mdglich, wenn die RCF-Anzeige (+RCF¢) angewahlt 
ist. 


Relative Zentrifugalbeschleunigung 

Einstellbar ist ein Zahlenwert, der eine Drehzahl zwischen 200 RPM und der maximalen Drehzahl des 
Rotors ergibt. 

Einstellbar in 1er Schritten. 


ZS Die Eingabe der relativen Zentrifugalbeschleunigung (RCF) ist nur méglich, wenn die RCF- 
Anzeige (+RCF¢) angewahlt ist. 


Die relative Zentrifugalbeschleunigung (RCF) ist vom Zentrifugierradius (RAD) abhangig. 


Es wird die relative Zentrifugalbeschleunigung (RCF) und der eingestellte Zentrifugierradius 
(RAD) angezeigft. 


Anlaufstufen 1 - 9. Stufe 9 = kurzeste Anlaufzeit, Stufe 1 = langste Anlaufzeit. 


Bremsstufen 0 - 9. Stufe 9 = kurzeste Auslaufzeit, Stufe 1 = lange Auslaufzeit, 
Stufe 0 = langste Auslaufzeit (ungebremster Auslauf). 


Programmplatz auf dem das Programm gespeichert wird. 
Es kénnen 9 Programme gespeichert werden (Programmplatze 1 bis 9). 


Auf dem Programmplatz # sollten keine Programme gespeichert werden. 
Der Programmplatz # dient als Zwischenspeicher, fur geanderte Zentrifugations-Parameter. 
Die Zentrifugations-Parameter auf Programmplatz # werden jedesmal Uberschrieben, wenn ein 


Zentrifugationslauf mit geanderten Zentrifugations-Parametern durchgefuhrt wird, die nicht auf 
einem Programmplatz gespeichert wurden. 
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15 Programmierung 


Auf dem Programmplatz # sollten keine Programme gespeichert werden. 

Der Programmplatz # dient als Zwischenspeicher, fur geanderte Zentrifugations-Parameter. 

Werden Zentrifugations-Parameter geandert, anschliefSend aber nicht auf einem Programmplatz gespeichert, 
wird in der Anzeige anstelle der Programmplatz-Nummer ein Strich "-" angezeigt. Nach Start des Zentrifuga- 
tionslaufes werden diese Zentrifugations-Parameter dann automatisch auf Programmplatz # gespeichert. 

Die Zentrifugations-Parameter auf Programmplatz # werden jedesmal Uberschrieben, wenn ein 


Zentrifugationslauf mit geanderten Zentrifugations-Parametern durchgefuhrt wird, die nicht auf einem 
Programmplatz gespeichert wurden. 


15.1 Programme eingeben oder andern 


ZS Um den Dauerlauf einzustellen mussen die Parameter t/min und tisec auf Null gestellt werden. In der Zeit- 
Anzeige (t/min:s) erscheint "--:--". 


Beispiel: 


Die relative Zentrifugalbeschleunigung (RCF) ist vom Zentrifugierradius (RAD) abhangig. Eine korrekte 
Berechnung ist nur mdglich, wenn der richtige Zentrifugierradius eingestellt ist. Wahrend der Eingabe der RCF 
wird der eingestellte Zentrifugierradius angezeigt. 

Beispiel: 


Rii26 RCF= 2653 


Die Anzeige und Eingabe der relativen Zentrifugalbeschleunigung (RCF) und des Zentrifugierradius (RAD) 
sind nur mdglich, wenn die RCF-Anzeige (*RCF¢) angewahlt ist. 


Wird nach der Anwahl oder wahrend der Eingabe von Parametern 8 Sekunden lang keine Taste gedrickt, 
werden in der Anzeige wieder die vorherigen Werte angezeigt. Die Eingabe der Parameter muss dann erneut 
durchgefuhrt werden. 

Pepallclen 
Die Eingabe der Parameter kann jederzeit durch Driicken der Taste \CPE“’ abgebrochen werden. In diesem 
Fall werden die Einstellungen nicht gespeichert. 


Beispiel: Beispiel: 
RPM-Anzeige (RPM) RCF-Anzeige (»RCF¢) 
° Die Taste driicken. ‘pool Prore “rem [emis Bm proc] rere “eeu ] [mins 
PROG RCL : Programmplatz der PROG RCL = >| |IPROG FRCL = 2 


angezeigten Zentrifugations-Parameter. 


(a\(¥) * Mit den Tasten den Programmplatz ‘proc] rere new] [amin Bm eros] rere ew] [amine 


einstellen, dessen Zentrifugations- PROG RCL = i) |FROG FCL = 1 


Parameter angezeigt werden sollen. 


J 


START e Die Taste driicken. ‘proc] _ Ppror< Trem] [amis (I Proc] acre Trew] | timins 
PURE Die Zentrifugations-Parameter werden 23K OK aE 2 OK ES 
angezeigt. 


proc| _ prcr< RPM | 


1s 4568 3:66 


J 


Fortsetzung nachste Seite 
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Beispiel: Beispiel: 

RPM-Anzeige (RPM) RCF-Anzeige (*RCF¢) 
2 e Bei Bedarf die Taste driicken, um die pros] rere “pe] minis proc] rere peu] [mins 
RCF RPM-Anzeige (RPM) oder die RCF- la 4508 5: aa la? 27853¢ S:88 


Anzeige (»RCF¢) anzuwahlen. Die LED 
oberhalb der Taste leuchtet, wenn die 
RCF-Anzeige (#RCF<) angewahlt ist. 


Die Taste so oft drucken bis der 
gewunschte Zentrifugations-Parameter 
angezeigt wird. 

Beispiel: t!min : Laufzeit, Minuten. 


Mit den Tasten den gewunschten Wert 
einstellen. 


Nacheinander alle gewuinschten 
Zentrifugations—Parameter eingeben. 


seicer e Die Taste so oft drucken bis folgende proc] _frcr< | minis proc] frcre eu] [mins 


Anzeige erscheint. PROG STO = i PROG STO = 1 
PROG STO: Programmplatz auf dem die 


Zentrifugations—Parameter gespeichert 


werden. 
e Mit den Tasten den gewunschten proc] rer< Trem] [7 tmins MN Pros] ror< eeu] [amine 
Programmplatz einstellen. PROG STO = 3| |IPFFOG STO = 3 
START e Die Taste drucken. proc] prcre Trem] [tins 


delat Die Zentrifugations-Parameter werden auf |e OK 3K 


dem Programmplatz gespeichert. 
proc] rere | ae 


35 4568 4:36 
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15.2. Programme abrufen 


Beispiel: Beispiel: 
RPM-Anzeige (RPM) RCF-Anzeige (?RCF<) 
poe Die Taste driicken. ‘proc] rors rem] [umn MM Proc] Prore new] [umes 
PROG RCL : Programmplatz der PROG RCL = 2) |PROG RCL = 2 
angezeigten Zentrifugations-Parameter. 
(a\(y) e Mit den Tasten den Programmplatz pRor< RPM Umin's ‘pros| — Ppror< “rem | Umin:s 
einstellen, dessen Zentrifugations- PROG RCL = PROG FRCL = 1 


Parameter angezeigt werden sollen. 


J 


START e Die Taste driicken. ‘prog] _ Ppror< Trew] [tins 
ee Die Zentrifugations-Parameter werden 4% OFF EX 
angezeigt. 


PROG Prcr< RPM ] timin:s 


1s 4568 3:66 


15.3. Programme speichern 


Beispiel: Beispiel: 
RPM-Anzeige (RPM) RCF-Anzeige (?RCF¢) 

° Die Taste zweimal driicken. ‘proo] Peers ew] [umn QM Proc] ror new] [umn 
PROG STO: Programmplatz aufdemdie |PROG STO = 3| |IFROG STO = 5 
Zentrifugations—Parameter gespeichert 
werden. 

(a\(y) e Mit den Tasten den Programmplatz proc] Pprcr< 7 
einstellen, auf dem die Zentrifugations— PROG STO = 1 


Parameter gespeichert werden sollen. 


1 


START e Die Taste drucken. PROG] rcr< “Rew tmin:s 


anes Die Zentrifugations-Parameter werden auf | OK 3436¢ 


dem Programmplatz gespeichert. 


PROG Pacr< RPM ] timin:s 


AR OK AGE 


PROG Prcr< RPM ] thmin:s PROG Prcr< RPM ] timin:s 


1s 4508 3:66) {1 a> 26334 5:68 
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16 Zentrifugation 


Wahrend eines Zentrifugationslaufes durfen sich gemafs EN / IEC 61010-2-020, in einem Sicherheitsbereich 
von 300 mm um die Zentrifuge herum, keine Personen, Gefahrstoffe und Gegenstande befinden. 


in Nach jedem Zentrifugationslauf, wahrend dem Entriegeln des Deckels, wird kurzzeitig die verbleibende Anzahl 
der Laufzyklen (Zentrifugationslaufe) angezeigt. 


Beispiel: 
RemCyucles= 16783 


Wurde der zulassige Gewichtsunterschied innerhalb der Beladung des Rotors Uberschritten, wird der 
Zentrifugationslauf wahrend des Anlaufs abgebrochen und es erscheint folgende Anzeige: 


timin:s 


IMBALANCE 


STOP 
0: ‘Oj 
Ein Zentrifugationslauf kann jederzeit durch Driicken der Taste \°PE“/ abgebrochen werden. 


Wahrend eines Zentrifugationslaufes konnen Zentrifugations-Parameter angewahlt und geandert werden. Die 


geanderten Werte werden auf Programmplatz # gespeichert. 
° 


RCF 
Mit der Taste kann jederzeit zwischen der RPM-Anzeige (RPM) und der RCF-Anzeige (}RCFé) 
umgeschaltet werden. Wird mit der RCF-Anzeige (*RCF<) gearbeitet, ist die Eingabe des Zentrifugierradius 
notwendig. 


Erscheint folgende Anzeige 


Oren the lid 


so ist eine weitere Bedienung der Zentrifuge erst nach Offnen des Deckels méglich. 
Bedienfehler und Storungen werden angezeigt (siehe Kapitel "Storungen"). 


e Den Netzschalter einschalten. Schalterstellung I. 
e Den Rotor beladen und den Zentrifugendeckel schliefen. 


16.1 Zentrifugation mit Zeitvorwahl 


Beispiel: Beispiel: 
RPM-Anzeige (RPM) RCF-Anzeige (*RCF¢) 
2 e Bei Bedarf die Taste driicken, um die a pror< tm pros] _ fprcr< “RPM | thins 
RPM-Anzeige (RPM) oder die RCF- 4508 Be aD 1s? 2553< 5:66 


Anzeige (*RCF4) anzuwahlen. Die LED 
oberhalb der Taste leuchtet, wenn die 
RCF-Anzeige (»RCF<) angewahlt ist. 


J 


e Die gewinschten Zentrifugations—Parameter proc] rere Feu] [mins 


eingeben (siehe Kapitel "Programmierung"). 1s 46668 4:36 
uy 


e Die Taste driicken. = 
ee Der Zentrifugationslauf wird gestartet. 193 BP54¢ G: 15 
Wahrend des Zentrifugationslaufes 
werden die Drehzahl des Rotors oder der 
daraus resultierende RCF-Wert, und die 
verbleibende Zeit angezeigt. 


J 


Fortsetzung nachste Seite 
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e Nach Ablauf der Zeit oder bei Abbruch des 
Zentrifugationslaufes durch Drucken der Taste 
STOP 
O=———=O, 
oren /, erfolgt der Auslauf mit der eingestellten 
Bremsstufe. 
Die Bremsstufe wird angezeigt. Beispiel ~+~7 


16.2 Dauerlauf 


e Bei Bedarf die Taste drucken, um die 
RCF RPM-Anzeige (RPM) oder die RCF- 
Anzeige (*RCF) anzuwahlen. Die LED 
oberhalb der Taste leuchtet, wenn die 
RCF-Anzeige (>RCF<¢) angewahlt ist. 


1 


e Die gewunschten Zentrifugations—Parameter 
eingeben. Die Parameter t/min und t/sec auf Null 
stellen (siehe Kapitel "Programmierung"). 


e Die Taste drucken. 
Der Zentrifugationslauf wird gestartet. 


Wahrend des Zentrifugationslaufes 
werden die Drehzahl des Rotors oder der 
daraus resultierende RCF-Wert, und die 
gelaufene Zeit angezeigt. 


Die Taste drucken. 

Der Zentrifugationslauf wird beendet. 
Der Auslauf erfolgt mit der eingestellten 
Bremsstufe. Die Bremsstufe wird 
angezeigt. Beispiel “7 
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Beispiel: 
RPM-Anzeige (RPM) RCF-Anzeige (}>RCF¢) 


15 3986 TSF] |1 a? 22314 “s_? 


Beispiel: 


Beispiel: 
RPM-Anzeige (RPM) 


PROG Pacr< RPM ] thmin:s 


Beispiel: 
RCF-Anzeige (»RCF¢) 


PROG Pacr< RPM ] timin:s 


la? 28534 3:88 


1s 4568 3:66 


PROG 


Prcr< RPM ] timin:s 


1 a> 2254¢ --1-- 


PROG Prcr< RPM ] timin:s 


1s 4666 2545) {1 


a? 22544 2:45 


PRCF< 


1oa> 22314 “s_? 
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16.3 Kurzzeitzentrifugation 


e Bei Bedarf die Taste drucken, um die 
RCF RPM-Anzeige (RPM) oder die RCF- 
Anzeige (*»RCF¢) anzuwahlen. Die LED 
oberhalb der Taste leuchtet, wenn die 
RCF-Anzeige (#RCF<) angewahlt ist. 


J 


e Die gewunschten Zentrifugations-Parameter 
eingeben (siehe Kapitel "Programmierung"). 


1 


START e Die Taste drucken und gedruckt halten. 
a Wahrend des Zentrifugationslaufes 


Beispiel: 
RPM-Anzeige (RPM) 


PROG P>RCF< RPM ] timin:s 


ls 4568 5:88 


PROG P>RCF< RPM ] timin:s 


ap) 


Beispiel: 
RCF-Anzeige (?RCF¢) 


1 a> 26534 3:66 


1s 4668 a: Be 


werden die Drehzahl des Rotors oder der 


daraus resultierende RCF-Wert, und die 
gelaufene Zeit angezeigt. 


J 


START: e Die Taste wieder loslassen. 
dee Der Zentrifugationslauf wird beendet. 


Der Auslauf erfolgt mit der eingestellten 


Bremsstufe. Die Bremsstufe wird 
angezeigt. Beispiel ~_7. 


17 Not-Stopp 


¢ Die Taste zweimal driicken. 
a Beim Not-Stopp erfolgt der Auslauf mit 


Bremsstufe 9 (kUrzeste Auslaufzeit). Die 
Bremsstufe ™._9 wird angezeigt. 


Beispiel: 
RPM-Anzeige (RPM) 


1a 4776 SS 
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loa? 22314 “SL? 


Beispiel: 
RCF-Anzeige (?RCF¢) 


13> 25684 “~_9 
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18 Rotorerkennung 
Die Zentrifuge ist mit einer automatischen Rotorerkennung ausgestattet. 
Nach Start eines jeden Zentrifugationslaufes wird eine Rotorerkennung durchgefuhrt. 


Wenn der Rotorcode eines Rotors zum ersten Mal von der Rotorerkennung eingelesen wird, dann stoppt der 
Zentrifugationslauf nach der Rotorerkennung automatisch. Der Rotorcode (R) und die, fur diese Zentrifuge zuge- 
lassene, maximale Drehzahl (maxRPM) des Rotors werden angezeigt. 

Beispiel: 

R 3 maxRPM See 


STOP 
\O: 0) 
Nach Stillstand des Rotors (die linke LED in der Taste leuchtet) muss eine beliebige Taste gedruckt werden. 
Danach wird die maximal zulassige Anzahl der Laufzyklen angezeigt. 
Beispiel: 


Cuc lim=< SbeGH> 


Nun muss die maximal zulassige Anzahl der Laufzyklen des Rotors bzw. der Gehange eingestellt werden (siehe 
Kapitel "Zyklenzahler"). 


Bei Verwendung eines Rotors, dessen Rotorcode schon einmal von der Rotorerkennung eingelesen wurde, wird 
nach Start des Zentrifugationslaufes kurzzeitig die, fur diese Zentrifuge zugelassene, maximale Drehzahl (ROTOR 
MAX) des Rotors angezeigt. 

Beispiel: 

ROTOR MAX= See 


TS Wenn die eingestellte Drehzahl grdfser als die, fur diese Zentrifuge zugelassene, maximale Drehzahl des 
Rotors ist, wird der Zentrifugationslauf nach der Rotorerkennung abgebrochen, und es erscheinen im Wechsel 
folgende Anzeigen: 


PROG P>RCF< RPM timin:s PROG Prer< RPM ] timin:s 


RPM > ROTOR MAX) |ROTOR MAK= Seo8 


In diesem Fall muss die Drehzahl in der Anzeige Uberprift und an die maximale Drehzahl des Rotor 
angepasst werden. 


32/172 Rev. 06 / 12.2022 AB1101DEENFRIT 


DE 


19 Zyklenzahler 


ic. Die Verwendungsdauer von bestimmten Rotoren und Gehangen ist auf eine maximale Anzahl von Laufzyklen 
(Zentrifugationslaufe) begrenzt. Die betreffenden Rotoren und Gehange sind mit der maximal zulassigen 
Anzahl der Laufzyklen gekennzeichnet. 


Die Zentrifuge ist mit einem Zyklenzahler ausgestattet, der die Laufzyklen (Zentrifugationslaufe) der verschiedenen 
Rotorcodes zahlt (siehe auch Kapitel "Rotorerkennung"). 


Nach jedem Zentrifugationslauf, wahrend dem Entriegeln des Deckels, wird kurzzeitig die verbleibende Anzahl der 
Laufzyklen (Zentrifugationslaufe) angezeigt. 
Beispiel: 


RemCyucles= 16763 


Ist die maximal zulassige Anzahl der Laufzyklen Uberschritten, erscheint nach jedem Start eines Zentrifugations- 
laufes folgende Anzeige und der Zentrifugationslauf muss erneut gestartet werden. 


Cucles rassed 


Erscheint die Anzeige 


muss der betreffende Rotor bzw. die betreffenden Gehange aus Sicherheitsgrunden sofort gegen einen neuen 
Rotor bzw. neue Gehange ausgetauscht werden. 


Nachdem der Rotor bzw. die Gehange ausgetauscht wurden, muss der Zyklenzahler des betreffenden Rotorcodes 
wieder auf Null zuruckgesetzt werden (siehe Kapitel "Zyklenzahler auf Null zurucksetzen"). 


Wenn der Rotorcode eines Rotors zum ersten Mal von der Rotorerkennung eingelesen wird, dann stoppt der 
Zentrifugationslauf nach der Rotorerkennung automatisch. Der Rotorcode (R) und die, fur diese Zentrifuge zuge- 
lassene, maximale Drehzahl (maxRPM) des Rotors werden angezeigt. 

AnschlieRend muss die maximal zulassige Anzahl der Laufzyklen des Rotors bzw. der Gehange eingestellt werden. 


werden. 


fi Bei Ausschwingrotoren muss immer die maximal zulassige Anzahl der Laufzyklen der Gehange eingestellt 


Die maximal zulassige Anzahl der Laufzyklen des Rotors bzw. der Gehange muss wie folgt eingestellt werden: 


Beispiel: 
Anzeige nach der Rotorerkennung. proc] Pror< Feu] [omnes 
R : Rotorcode des Rotors. EF 3 maxRPhM 5Saa8 


maxRPM : Die, fur diese Zentrifuge zuge- 
lassene, maximale Drehzahl des Rotors. 


Eine e Warten bis die linke LED in der Taste proc] Pror< Trem] [7 aimines 
beliebige Cyc lim=< ShebR> 
Taste OPEN / leuchtet. 


drucken. Eine beliebige Taste driicken. 
Die maximal zulassige Anzahl der 
Laufzyklen wird angezeigt. 


J 


Fortsetzung nachste Seite 
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Beispiel: 
e Uberpriifen, ob die angezeigte maximal zulassige pros] PrcF< Feu] [amin 


Anzahl der Laufzyklen mit den Angaben auf dem Cyc lim=< SeaR8> 
Rotor bzw. den Gehangen Ubereinstimmt. 

Wenn nicht, muss die auf dem Rotor bzw. den 
Gehangen angegebene maximal zulassige Anzahl 
der Laufzyklen eingestellt werden. 


<> Bei Rotoren und Gehangen, deren Verwen- 
dungsdauer nicht auf eine maximale Anzahl von 
Laufzyklen (Zentrifugationslaufe) begrenzt ist, 
muss Null eingestellt werden. 


(a) (vy) e Mit den Tasten den korrekten Wert ‘pros] Pore Trew] [amin 
einstellen. Cuc lim=< Sh6bh> 

Rial e Die Taste drucken. proc] Prer< Ren] timin's 
Purse Die maximal zulassige Anzahl der ls 45868 5:68 


Laufzyklen wird gespeichert. 


20 Ejiinstellungen und Abfragen 


* MACHINE MENU 


PROG Prer< RPM ] timin:s 


—> Time & Cucles 


PROG P>RCF< RPM timin:s 


-—> Settings 


Abfrage: Einstellung: Abfrage: 
e System-Informationen e Akustisches Signal e Betriebsstunden 
(Kapitel 20.1) (Kapitel 20.2) (Kapitel 20.8) 

e Automatisches Entrie- e Anzahl der durchge- 
geln des Deckels nach fuhrten Zentrifugations- 
dem Zentrifugationslauf laufe 
(Kapitel 20.4) (Kapitel 20.8) 

e Automatische Abschal- 
tung der Hintergrund- Einstellung: 
beleuchtung e Zyklenzahler 
(Kapitel 20.5) (Kapitel 20.9) 


e Optisches Signal nach 
Beendigung des 
Zentrifugationslaufes 
(Kapitel 20.3) 


e Angezeigte Zentrifuga- 
tions-Parameter nach 
dem Einschalten des 
Gerates 
(Kapitel 20.6) 


e Funktion "Dual time" 
aktivieren/ deaktivieren 
(Kapitel 20.7) 
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20.1 System-Informationen abfragen 


Folgende System-Informationen kénnen abgefragt werden: 
e =. Zentrifugen-Modell, 

e Die maximalen Drehzahlen der verschiedenen Rotorcodes, 
e Programmversion der Zentrifuge, 

e Typ des Frequenzumrichters, 

e Programmversion des Frequenzumrichters 


Die Abfrage kann, bei Stillstand des Rotors, wie folgt durchgefUhrt werden: 


STOP 
\O: fe) 
Ces Der Vorgang kann jederzeit durch Drucken der Taste co abgebrochen werden. 


e Die Taste 8 Sekunden gedrtckt halten. proc] rcr< “Few Uminis 
* MACHINE MENU # 


e Die Taste drucken. 


START e Die Taste driicken. “proc] rere Trem] [7 tmins Proc] Pror< ae 
poner Zentrifugen-Modell EBS 280 EBA 2865 
e Die Taste driicken. Beispiel: 

R : Rotorcode des Rotors. proc] rere Trem] [amine 


*¥ : Der Rotorcode des momentan ver- RF SRPMmax SABA 


wendeten Rotors ist mit einem Stern ge- 
kennzeichnet. 

RPMmax : Die, fur diese Zentrifuge zuge- 
lassene, maximale Drehzahl des Rotors. 


lv) e Mit den Tasten kénnen die maximalen Beispiel: 
Drehzahlen der verschiedenen Rotor- ‘proc| fror< Teew| [| mins 


codes angezeigt werden. Foi EPMmax 688 
° Die Taste driicken. Beispiel: 
Programmversion der Zentrifuge. proc] rere “pem| [tins 
CP FW= Wei. 68 
e Die Taste drucken. Beispiel: 
Typ des Frequenzumrichters. pros] Pree Trem] [tins 
FC tyre LC 386A 
e Die Taste driicken. Beispiel: 
Programmversion des Frequenzum- pros] Pror< = 
richters. FC FW= Di.@l 


oStOP,,] © Die Taste zweimal drucken, um das Beispiel: 
orev Meni "> Info" zu verlassen oder dreimal (Raaig=s “rem ] tines Pros] _brer< Trem] aiminss 


driicken, um das "* MACHINE MENU #" |} MACHINE MEWLI x 12 45668 5:88 


zu verlassen. 
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20.2 Akustisches Signal 


Das akustische Signal ert6nt: 
e nach Auftreten einer Storung im 2 s-Intervall. 


e nach Beendigung des Zentrifugationslaufes und Stillstand des Rotors im 30 s-Intervall. 
Durch Drucken einer beliebigen Taste wird das akustische Signal beendet. 
Das akustische Signal kann, bei Stillstand des Rotors, wie folgt eingestellt werden: 


STOP 
O———=O 
Der Vorgang kann jederzeit durch Drucken der Taste abgebrochen werden. In diesem Fall werden die 


Einstellungen nicht gespeichert. 


te ¢ Die Taste 8 Sekunden gedriickt halten. 


e Die Taste so oft driicken bis folgende 
Anzeige erscheint. 


START e Die Taste drucken. 

es End beep : Akustisches Signal nach 
Beendigung des Zentrifugationslaufes. 
off : Signal deaktiviert. 
on: Signal aktiviert. 


(a) \v) Mit den Tasten off (aus) oder on (ein) 
einstellen. 


e Die Taste drucken. 
Error beep : Akustisches Signal nach 


Auftreten einer Storung. 
off : Signal deaktiviert. 
on: Signal aktiviert. 


(a) (y) Mit den Tasten off (aus) oder on (ein) 
einstellen. 


eu) e Die Taste driicken. 
Beep volume : Lautstarke des 


akustischen Signals. 


min : leise 
mid : mittel 
max : laut 


lv) e Mit den Tasten min, mid, oder max 
einstellen. 


Fortsetzung nachste Seite 
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* MACHINE MEHL 


PROG Pror< RPM ] thmin:s 


-> Settings 


End beer =or 


PROG Prcr< RPM ] thmin:s 


End beer =otT 


PROG Prcr< RPM ] thmin:s PROG Prcr< RPM ] thmin:s 


Error beee =ott] [Error beer =on 


PROG Prcr< RPM ] thmin:s PROG Prcr< RPM ] timin:s 


Error beéee =ott!] [Error beer =on 


Beer volume =max 


Beer volume =min 


Beer volume =mid 


PROG Prcr< RPM ] timin:s PROG Prcr< RPM | timin:s 


Beer volume =min| |Beer volume =max 


PROG Prcr< RPM ] timin:s 
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e Die Taste drucken, um die Einstellung zu 
speichern. 


START 
— 
PULSE 


e Die Taste einmal drucken, um das Menu 
"=> Settings" zu verlassen oder zweimal 
drticken, um das " MACHINE MENU =" 
zu verlassen. 


PROG 


Store setting... 


PROG timin:s 


—-> Settings 


% MACHINE MENU # 


20.3 Optisches Signal nach Beendigung des Zentrifugationslaufes 
Die Hintergrundbeleuchtung der Anzeige blinkt nach dem Zentrifugationslauf, um optisch zu signalisieren, dass der 


Zentrifugationslauf beendet ist. 


OE 


Beispiel: 


PROG >RCF< RPM ] timin:s 


5) 


1s 4568 


Das optische Signal kann, bei Stillstand des Rotors, wie folgt ein- oder ausgeschaltet werden: 


STOP 
\O: fe) 
TS Der Vorgang kann jederzeit durch Drucken der Taste abgebrochen werden. 


e Die Taste 8 Sekunden gedruckt halten. 


SELECT; 


J 


SELECT; 


1 


START 
(0: 
PULSE 


J 


e Die Taste so oft drucken bis eine der 
beiden Anzeigen erscheint. 
End blinking : Blinken der Hintergrund- 
beleuchtung der Anzeige nach dem 
Zentrifugationslauf. 
off : Hintergrundbeleuchtung blinkt nicht. 
on : Hintergrundbeleuchtung blinkt. 


e Die Taste so oft drucken bis folgende 
Anzeige erscheint. 


e Die Taste drucken. 


(a) (v) ¢ Mit den Tasten off (aus) oder on (ein) 
einstellen. 


START e Die Taste drucken, um die Einstellung zu 
speichern. 


STOP e Die Taste einmal drucken, um das Menu 
"=> Settings" zu verlassen oder zweimal 
drticken, um das " MACHINE MENU =" 
zu verlassen. 
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* MACHINE MEWU * 


PROG >RCF< RPM timin:s 


—> Settings 


RPM timin:s 


RPM timin:s 


End blinkins=oFf 


End blinkins=off 


Store setting... 


PROG >RCF< RPM timin:s 


—-> Settings 


* MACHINE MEM * 
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End beer =on 


PROG >RCF< RPM thmin:s 


End blinkins=on 


PROG >RCF< RPM thmin:s 


End blinkins=on 


Beispiel: 
2:88 


a 4508 
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20.4 Automatisches Entriegeln des Deckels nach dem Zentrifugationslauf 
Es kann eingestellt werden, ob der Deckel, nach dem Zentrifugationslauf, automatisch entriegelt oder nicht. 
Bei Stillstand des Rotors kann dies wie folgt eingestellt werden: 


STOP 
O——=O 
Der Vorgang kann jederzeit durch Drucken der Taste abgebrochen werden. In diesem Fall werden die 
Einstellungen nicht gespeichert. 


e Die Taste 8 Sekunden gedruckt halten. pros] rere Trew] [unin 
* MACHIME MEWU # 


Anzeige erscheint. —> Settings. 


e Die Taste so oft drucken bis folgende ‘proc]  ror< “Ren Umines 


START e Die Taste driicken. >RCF< ins proc] rere “reu| timin:s 
PULSE 
End beer =on 


L 

* Die Taste so oft driicken bis eine der ‘proc] Prore rem] [umn “proc] Paces em] [mins 
beiden Anzeigen erscheint. Lid AutoOren=off| |Lid AutoOren=on 
Lid AutoOpen : Automatisches Entrie- 
geln des Deckels nach dem Zentrifuga- 
tionslauf. 
off : Deckel entriegelt nicht automatisch. 
on : Deckel entriegelt automatisch. 


(a) \y) e Mit den Tasten off oder on einstellen. Facre 7PM a aa) == = a 


Lid AuUtoOFen=on 


START e Die Taste drucken, um die Einstellung zu 


Geass)” speichern, 
=e Settings 


STOP e Die Taste einmal drucken, um das Ment Beispiel: 
open "=> Settings" zu verlassen oder zweimal (egiz= rem] [emis rors [mins 


driicken, um das "* MACHINE MENU *" | MACHINE MENU ¥ 4 45008 nS] 


zu verlassen. 
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20.5 Hintergrundbeleuchtung der Anzeige 


OE 


Zum Einsparen von Energie kann eingestellt werden, dass nach einem Zentrifugationslauf, die Hintergrund- 


beleuchtung der Anzeige nach 2 Minuten ausschaltet. 


Bei Stillstand des Rotors kann dies wie folgt eingestellt werden: 


Der Vorgang kann jederzeit durch Drucken der Taste 


Einstellungen nicht gespeichert. 


STOP 
OPEN 


abgebrochen werden. In diesem Fall werden die 


e Die Taste 8 Sekunden gedriickt halten. 


J 


J 


START 
PULSE 


1 


SELECT; 


e Die Taste so oft drucken bis folgende 
Anzeige erscheint. 


e Die Taste drucken. 


e Die Taste so oft drucken bis eine der 
beiden Anzeigen erscheint. 
Power save : Automatische Abschaltung 
der Hintergrundbeleuchtung. 
off : Automatische Abschaltung deakti- 
viert. 
on : Automatische Abschaltung aktiviert. 


(a) (v] e Mit den Tasten off (aus) oder on (ein) 
einstellen. 


START e Die Taste drucken, um die Einstellung zu 
speichern. 


STOP e Die Taste einmal drucken, um das Menu 
"-—} Settings" zu verlassen oder zweimal 
drucken, um das "KF MACHINE MENU #" 
zu verlassen. 
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* MACHINE MEM * 


PROG >RCF< RPM timin:s 


—-> Settings 


PROG >RCF< RPM timin:s 


Power save =ott 


Power save 


=ofT 


PROG >RCF< RPM timin:s 


Store setting... 


PROG >RCF< RPM timin:s 


-—> Settings 


* MACHINE MEM * 
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Power Save =or 


fal E== Ta 
Power S3ave =or 


Beispiel: 
2:86 


a 4508 
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20.6 Angezeigte Zentrifugations-Parameter nach dem Einschalten des Gerates 


Es kann eingestellt werden, ob nach dem Einschalten des Gerates die Zentrifugations-Parameter des zuletzt 
benutzten Programms oder des Programms 1 angezeigt werden. 


Bei Stillstand des Rotors kann dies wie folgt eingestellt werden: 


STOP 


0: ‘0; 
Der Vorgang kann jederzeit durch Driicken der Taste \CPE“/ abgebrochen werden. In diesem Fall werden die 
Einstellungen nicht gespeichert. 


e Die Taste 8 Sekunden gedrtckt halten. proc| Pror< Trem] [amin 
* MACHINE MEM # 


Anzeige erscheint. -—> Settings 


e Die Taste so oft drucken bis folgende pros] rere re] tmin:s 


START e Die Taste drucken. 


. 
e Die Taste so oft drucken bis eine der 
beiden Anzeigen erscheint. 
Start Pr : Angezeigtes Programm nach 
dem Einschalten. 


First : Programm 1. 
Last : zuletzt benutztes Programm. 


(a) \v) e Mit den Tasten First oder Last einstellen. 


pStaRT e Die Taste drucken, um die Einstellung zu (Saez Trem] [mins 
— speichern. Store setting... 


PROG >RCF< RPM [ timin:s 


-> Settings 


STOP e Die Taste einmal drucken, um das Ment Beispiel: 
open "=> Settings" zu verlassen oder zweimal (ggiz= rem] [unis rors rem] [mins 
driicken, um das "* MACHINE MENU *"— | MACHINE MENU 4 45008 nS] 


zu verlassen. 
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20.7. Funktion "Dual time" aktivieren/deaktivieren 
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Um die Zahlung der Laufzeit (Parameter Begins at START und Parameter Begins at SPEED) einstellen zu kénnen, 


muss die Funktion "Dual time" aktiviert sein. Die Funktion ist ab Werk aktiviert. 


Bei Stillstand des Rotors kann dies wie folgt eingestellt werden: 


STOP 
OPEN 


Der Vorgang kann jederzeit durch Drucken der Taste 
Einstellungen nicht gespeichert. 


abgebrochen werden. In diesem Fall werden die 


% MACHINE MENU # 


e Die Taste 8 Sekunden gedruckt halten. 


PROG P>RCF< RPM ] tlmin:s 


—-> Settings 


Anzeige erscheint. 


e Die Taste so oft driicken bis folgende 


START e Die Taste drucken. 


e Die Taste so oft driicken bis eine der 
beiden Anzeigen erscheint. 
Dual time : Zahlung der Laufzeit. 


on : Funktion aktiviert. 
off : Funktion deaktiviert. 


e Mit den Tasten off (aus) oder on (ein) 
einstellen. 


START e Die Taste drucken, um die Einstellung zu 
speichern. 


Store setting... 


PROG Prer< RPM ] thmin:s 


—-> Settings 


STOP e Die Taste einmal drucken, um das Menu 
"— Settings" zu verlassen oder zweimal 
drticken, um das " MACHINE MENU =" 
zu verlassen. 


% MACHINE MENU # 
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“pRos|  Pprore RPM ae 
End beer =orn 


PROG >RCF< RPM ] timin:s 


Dual time = on 


Beispiel: 
a: Be 


o 4568 
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20.8 Die Betriebsstunden und die Anzahl der Zentrifugationslaufe abfragen 


Die Betriebsstunden sind in interne und externe Betriebsstunden aufgeteilt. 
Interne Betriebsstunden: Gesamte Zeit, die das Gerat eingeschaltet war. 
Externe Betriebsstunden: Gesamte Zeit der bisherigen Zentrifugationslaufe. 


Die Abfrage kann, bei Stillstand des Rotors, wie folgt durchgefUhrt werden: 


STOP 
O———=O, 
CT Der Vorgang kann jederzeit durch Driicken der Taste \°PEN/ abgebrochen werden. 


e Die Taste 8 Sekunden gedrickt halten. proc] rere pew] umin:s 
* MACHIME MEWU 


Anzeige erscheint. —> Time & Cucles 


e Die Taste so oft drucken bis folgende proc] rere peu] tmin:s 


Gont e Die Taste drucken. Beispiel: 
FULSE TimeExt : Externe Betriebsstunden. proc] rere RPM tins 


TimeExt= 15343 h 


e Die Taste driicken. Beispiel: 
Timelint : Interne Betriebsstunden. proc] Ppror< rem] mins 


TimeInt= i766 h 


° Die Taste driicken. Beispiel: 
Starts : Anzahl aller Zentrifugationslaufe. pRer< 


oSt2P.|  ¢ Die Taste zweimal drucken, um das 
CEEN Ment "-? Time & Cycles" zu verlassen proc] prcr< rem] timins pror< [mins 
oder dreimal drucken, um das * MACHINE MENU & 4 4506 5:60 


"& MACHINE MENU #" zu verlassen. 
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20.9 Zyklenzahler auf Null zuriicksetzen 


Nachdem der Rotor bzw. die Gehange ausgetauscht wurden, muss der Zyklenzahler des betreffenden Rotorcodes 
wieder auf Null zuruckgesetzt werden. 


Der Zyklenzahler darf nur auf Null zurickgesetzt werden, wenn zuvor der Rotor bzw. die Gehange gegen 


einen neuen Rotor bzw. neue Gehange ausgetauscht wurde. 


Der Zyklenzahler kann, bei Stillstand des Rotors, wie folgt zuruckgesetzt werden: 


STOP 
O——O 
Der Vorgang kann jederzeit durch Drucken der Taste abgebrochen werden. In diesem Fall werden die 
Einstellungen nicht gespeichert. 


e Die Taste 8 Sekunden gedruckt halten. proc] fpror< | Uminss 
* MACHINE MEHU * 


‘ae Anzeige erscheint. —? Time & Cycles 


e Die Taste so oft driicken bis folgende ‘proc] rere wom] tnine 


osmrt} Die Taste driicken. Beispiel: 
PULSE ‘PRoc| ror< Trem] [ timinss 
TimeExt= 1543 h 
e Die Taste so oft driicken bis folgende “pros| _ rere rem] [amine 
Anzeige erscheint. Cyc sum= 5861 
Cyc sum : Anzahl der durchgefuhrten 
Laufzyklen. 


= e Die Taste drucken. proc] — fprcre “rem ] ans 


Cyc sum=< SHHH1 > 


iv) e Die Taste drucken. pros] Pree =] a 
Die Anzahl der durchgefthrten Cyc sum=< A> 


Laufzyklen wird auf Null zuruckgesetzt. 


e Die Taste drucken, um die Einstellung zu = (G5 Ese “ren] mins 


PULSE speichern. Store cycles ... 


PROG P>RCF< RPM ] timin:s 


ostoP,,} © Die Taste zweimal driicken, um das Beispiel: 
OFEN Ment "=> Time & Cycles" zu verlassen pro] brcr< ol PROF [amiss 
oder dreimal drucken, um das * MACHINE MENU & 4 4560 5: 6G 


"% MACHINE MENU #" zu verlassen. 
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21 Relative Zentrifugalbeschleunigung (RCF) 


Die relative Zentrifugalbeschleunigung (RCF) wird als Vielfaches der Erdbeschleunigung (g) angegeben. Sie ist ein 
einheitsfreier Zahlenwert und dient zum Vergleich der Trenn- und Sedimentationsleistung. 


Die Berechnung erfolgt nach der Formel: 


2 
RPM RCF 
RCF =| ——| xrx1,118 > RPM = ,|————— x 1000 
1000 rx1,118 


RCF = Relative Zentrifugalbeschleunigung 
RPM = Drehzahl 
r = Zentrifugierradius in mm = Abstand von der Mitte der Drehachse bis zum ZentrifugiergefaRboden. 
Zentrifugierradius siehe Kapitel "Anhang/Appendix, Rotoren und Zubeh6r/ 
Rotors and accessories". 


cS Die relative Zentrifugalbeschleunigung (RCF) ist von der Drehzahl und dem Zentrifugierradius abhangig. 


22 = Zentrifugation von Stoffen oder Stoffgemischen mit einer h6heren Dichte als 1,2 kgidm? 

Bei der Zentrifugation mit maximaler Drehzahl darf die Dichte der Stoffe oder Stoffgemische 1,2 kg/dm? nicht 
Uberschreiten. 

Bei Stoffen oder Stoffgemischen mit einer hdheren Dichte muss die Drehzahl reduziert werden. 


Die erlaubte Drehzahl lasst sich nach folgender Formel berechnen: 
1,2 


Reduzierte Drehzahl (nred) = x maximale Drehzahl [RPM] 
hdhere Dichte [kg/dm?] 


z.B.: Maximale Drehzahl 4000 RPM, Dichte 1,6 kg/dm?® 


3 
nrea = [U2 kg/d" 4000 RPM = 3464RPM 
1,6 kg/dm? 


Bei eventuellen Unklarheiten ist Auskunft beim Hersteller einzuholen. 


23 Notentriegelung 
Bei einem Stromausfall kann der Deckel nicht motorisch entriegelt werden. Es muss eine Notentriegelung von Hand 
durchgefthrt werden. 


Zur Notentriegelung die Zentrifuge vom Netz trennen. 
Den Deckel nur bei Stillstand des Rotors offnen. 


VORSICHT! Beschadigung des Verschlusses, wahrend der Notentriegelung, durch Drehen des Sechskant- 
StiftschlUssels im Uhrzeigersinn (nach rechts). 


Der Sechskant-Stiftschlussel darf nur entgegen dem Uhrzeigersinn (nach links) gedreht werden, siehe 
Abbildung. 


Den Netzschalter ausschalten (Schalterstellung "0"). 

e Durch das Fenster im Deckel schauen, um sich zu vergewissern, dass der 
Rotor stillsteht. 

e Den Sechskant-Stiftschlussel waagerecht in die Bohrung (A) einfuhren und 
solange vorsichtig entgegen dem Uhrzeigersinn (nach links) drehen, bis der 
Deckel dffnet. 

e Den Sechskant-Stiftschlussel wieder aus der Bohrung herausziehen. 
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24 Pflege und Wartung 


A Das Gerat kann kontaminiert sein. 


Vor der Reinigung den Netzstecker ziehen. 


Bevor ein anderes als das vom Hersteller empfohlene Reinigungs- oder Dekontaminationsverfahren 
angewandt wird, hat sich der Benutzer beim Hersteller zu vergewissern, dass das vorgesehene Verfahren 
das Gerat nicht schadigt. 


Zentrifugen, Rotoren und das Zubeh6r dirfen nicht in Spulmaschinen gereinigt werden. 

Es darf nur eine Handreinigung und eine Flussig-Desinfektion durchgefuhrt werden. 

Die Wassertemperatur muss 20 — 25°C betragen. 

Es durfen nur Reinigungs- oder Desinfektionsmittel verwendet werden, die: 

— im pH-Bereich 5 - 8 liegen, 

— keine Atzalkalien, Peroxide, Chlorverbindungen, Sauren und Laugen enthalten. 

Um Korrosionserscheinungen durch Reinigungs- oder Desinfektionsmittel zu vermeiden sind die speziellen 
Anwendungshinweise vom Hersteller des Reinigungs- oder Desinfektionsmittels unbedingt zu beachten. 


24.1 Zentrifuge (Gehause, Deckel und Schleuderraum) 


24.1.1 Oberflachenreinigung und -pflege 


Das Gehause der Zentrifuge und den Schleuderraum regelmaRig saubern und bei Bedarf mit Seife oder einem 
milden Reinigungsmittel und einem feuchten Tuch reinigen. Dies dient zum einen der Hygiene und es verhindert 
Korrosion durch anhaftende Verunreinigungen. 

Inhaltsstoffe geeigneter Reinigungsmittel: 

Seife, anionische Tenside, nichtionische Tenside. 

Nach dem Einsatz von Reinigungsmitteln, die Reste des Reinigungsmittels, durch Nachwischen mit einem 
feuchten Tuch, entfernen. 

Die Flachen mussen unmittelbar nach der Reinigung getrocknet werden. 

Bei Bildung von Kondenswasser den Schleuderraum, durch Auswischen mit einem saugfahigen Tuch, trocknen. 
Die Gummidichtung des Schleuderraums nach jeder Reinigung mit einem Gummi-Pflegemittel leicht einreiben. 
Der Schleuderraum ist jahrlich auf Schaden zu Uberprufen. 


Werden sicherheitsrelevante Schaden festgestellt, darf die Zentrifuge nicht mehr in Betrieb genommen 


werden. In diesem Fall ist der Kundendienst zu benachrichtigen. 


24.1.2 Oberflachendesinfektion 


Gelangt infektidses Material in den Schleuderraum, so ist dieser umgehend zu desinfizieren. 

Inhaltsstoffe geeigneter Desinfektionsmittel: 

Athanol, n-Propanol, Ethylhexanol, anionische Tenside, Korrosionsinhibitoren. 

Nach dem Einsatz von Desinfektionsmitteln, die Reste des Desinfektionsmittels, durch Nachwischen mit einem 
feuchten Tuch, entfernen. 

Die Flachen mussen unmittelbar nach der Desinfektion getrocknet werden. 


24.1.3. Entfernen radioaktiver Verunreinigungen 


Das Mittel muss speziell fur das Entfernen radioaktiver Verunreinigungen ausgewiesen sein. 

Inhaltsstoffe geeigneter Mittel fur das Entfernen radioaktiver Verunreinigungen: 

Anionische Tenside, nichtionische Tenside, polyhydrierter Athanol. 

Nach dem Entfernen der radioaktiven Verunreinigungen, die Reste des Mittels, durch Nachwischen mit einem 
feuchten Tuch, entfernen. 

Die Flachen mussen unmittelbar nach dem Entfernen der radioaktiven Verunreinigungen getrocknet werden. 
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24.2. Rotoren und Zubehor 


24.2.1 Reinigung und Pflege 


e Um einer Korrosion und Materialveranderungen vorzubeugen mussen die Rotoren und das Zubehor regelmakig 
mit Seife oder einem milden Reinigungsmittel und einem feuchten Tuch gereinigt werden. Die Reinigung wird 
mindestens einmal wéchentlich empfohlen. Verschmutzungen mussen sofort entfernt werden. 

e _Inhaltsstoffe geeigneter Reinigungsmittel: 

Seife, anionische Tenside, nichtionische Tenside. 

e Nach dem Einsatz von Reinigungsmitteln, die Reste des Reinigungsmittels, durch Nachsptlen mit Wasser (nur 
auRerhalb der Zentrifuge) oder Nachwischen mit einem feuchten Tuch, entfernen. 

e Die Rotoren und das Zubehér mussen unmittelbar nach der Reinigung getrocknet werden. 

Winkelrotoren, Behalter und Gehange aus Aluminium sind nach dem Trocknen mit saurefreiem Fett z.B. 
Vaseline leicht einzufetten. 
e Die Rotoren und das Zubehor sind wochentlich auf Verschleif§ und Korrosionsschaden zu Uberprufen. 


/\ Rotoren und Zubehor durfen bei Anzeichen von Verschleif& oder Korrosion nicht mehr verwendet werden. 


24.2.2. Desinfektion 


e Gelangt infektibses Material auf die Rotoren oder auf das Zubehdér, so muss eine geeignete Desinfektion 
durchgefuhrt werden. 

e —_Inhaltsstoffe geeigneter Desinfektionsmittel: 
Athanol, n-Propanol, Ethylhexanol, anionische Tenside, Korrosionsinhibitoren. 

e Nach dem Einsatz von Desinfektionsmitteln, die Reste des Desinfektionsmittels, durch NachspUlen mit Wasser 
(nur auerhalb der Zentrifuge) oder Nachwischen mit einem feuchten Tuch, entfernen. 

e Die Rotoren und das Zubehér mussen unmittelbar nach der Desinfektion getrocknet werden. 


24.2.3. Entfernen radioaktiver Verunreinigungen 


Das Mittel muss speziell fur das Entfernen radioaktiver Verunreinigungen ausgewiesen sein. 

e __Inhaltsstoffe geeigneter Mittel fur das Entfernen radioaktiver Verunreinigungen: 
Anionische Tenside, nichtionische Tenside, polyhydrierter Athanol. 

e Nach dem Entfernen der radioaktiven Verunreinigungen, die Reste des Mittels, durch Nachsptlen mit Wasser 
(nur auerhalb der Zentrifuge) oder Nachwischen mit einem feuchten Tuch, entfernen. 

e Die Rotoren und das Zubehdér mussen unmittelbar nach dem Entfernen der radioaktiven Verunreinigungen 
getrocknet werden. 


24.2.4 Rotoren und Zubehor mit begrenzter Verwendungsdauer 


Die Verwendung von bestimmten Rotoren, Gehangen und Zubehorteilen ist zeitlich begrenzt. 

Diese sind mit der maximal erlaubten Anzahl der Laufzyklen oder dem Ablaufdatum und der maximalen Anzahl der 
Laufzyklen oder nur mit dem Ablaufdatum gekennzeichnet, z.B.: 

- "usable until end of month/year: 10/2024" (einsetzbar bis Ende Monat/Jahr: 10/2024) 

- "max. cycles: 40000" (max. Laufzyklen: 40000) 


wenn entweder die darauf gekennzeichnete maximal erlaubte Anzahl der Laufzyklen oder das darauf 
gekennzeichnete Ablaufdatum erreicht ist. 


Aus Sicherheitsgrunden dirfen die Rotoren, Gehange und Zubehérteile nicht mehr verwendet werden, 


Die Zentrifuge ist mit einem Zyklenzahler ausgestattet, der die Laufzyklen (Zentrifugationslaufe) der verschiedenen 
Rotorcodes zahlt . Beschreibung siehe Kapitel"Zyklenzahler". 
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24.3 Autoklavieren 
Das folgende Zubehor darf bei 121°C / 250°F (20 min) autoklaviert werden: 


e Ausschwingrotoren ohne Gehange 
e Reduzierungen 


Uber den Sterilitatsgrad kann keine Aussage gemacht werden. 


Das Autoklavieren beschleunigt den Alterungsprozess von Kunststoffen. AufSerdem kann es _ bei 
Kunststoffen Farbveranderungen verursachen 


24.4 ZentrifugiergefaRe 


e Bei Undichtigkeit oder nach dem Bruch von Zentrifugiergefa&en, sind zerbrochene GefaRteile, Glassplitter und 
ausgelaufenes Zentrifugiergut vollstandig zu entfernen. 
e Die Gummieinlagen sowie die Kunststoff-HUlsen der Rotoren sind nach einem Glasbruch zu ersetzen. 


/\ Verbleibende Glassplitter verursachen weiteren Glasbruch ! 


e Handelt es sich um infektidses Material so ist ungehend eine Desinfektion durchzufuhren. 
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25 Stdrungen 
Lasst sich der Fehler laut Storungstabelle nicht beheben, so ist der Kundendienst zu benachrichtigen. 


Bitte den Zentrifugentyp und die Seriennummer angeben. Beide Nummern sind auf dem Typenschild der Zentrifuge 
ersichtlich[al25]. 


Einen NETZ-RESET durchfthren: 

— Den Netzschalter ausschalten (Schalterstellung "0"). 

— Mindestens 10 Sekunden lang warten und anschlief&end den Netzschalter wieder einschalten 
(Schalterstellung "I"). 


keine Anzeige keine Spannung. Versorgungsspannung Uberprufen. 
Netzeingangssicherungen defekt. Netzeingangssicherungen Uberpri- 
fen, siehe Kapitel "Netzeingangs- 
sicherungen wechseln". 
Netzschalter EIN. 
IMBALANCE Der Rotor ist ungleichmakig Nach Stillstand des Rotors den 
beladen. Deckel offnen. 
Die Beladung des Rotors Uberprufen| 
siehe Kapitel "Beladen des Rotors". 
Den Zentrifugationslauf wiederholen. 


RPM > ROTOR MAX Drehzahl im angewahiten Drehzahl Uberpriifen und korrigieren. 
Programm gr6dfer als die 
maximale Drehzahl des Rotors. 


MAINS INTERRUPT Netzunterbrechung wahrend des Nach Stillstand des Rotors den 
Zentrifugationslaufes. (Der Deckel offnen. 
Zentrifugationslauf wurde nicht START 
beendet.) Taste \PULSE/ driicken. 
Bei Bedarf den Zentrifugationslauf 
wiederholen. 


Rxxx WRONG ROTOR Der verwendete Rotor ist nicht fur |— Einen Rotor einsetzen, der fiir dieses 
(xxx = Anzeige des dieses Gerat zugelassen. Gerat zugelassen ist. 


Rotorcodes) 


KEYBOARD ERROR Fehler / Defekt Elektronik — Nach Stillstand des Rotors einen 
NETZ-RESET durchfuhren. 


TACHO ERROR 1,2, 96.1 Ausfall der Drehzahlimpulse. — Nach Ablauf der angezeigten 
Kein Rotor eingesetzt. Wartezeit (150 Sekunden) einen 
Fehler / Defekt Elektronik NETZ-RESET durchfthren. 
— Uberpriifen, ob der Rotor eingesetzt 
ist. 


LID ERROR 4.1-4.127 | Fehler Deckelverriegelung — Nach Stillstand des Rotors einen 
OVER SPEED 5 Uberdrehzahl REI BESET Ati nmtey 
ROTOR ERROR 10.1-—10.6 | Fehler Rotorcodierung 


VERSION ERROR 12 Falsches Zentrifugen-Modell 
erkannt. 
Fehler / Defekt Elektronik 


UNDER SPEED Unterdrehzahl 
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| Anzeige || rsache | Beseitigung 
Fehler / Defekt Elektronik — Nach Stillstand des Rotors einen 
NETZ-RESET durchfiihren. 
COM ERROR 

60 


FC ERROR ; 
61.1 — 61.21, 
61.64 — 61.142 


Fehler Drehzahlmessung Das Gerat darf nicht ausgeschaltet 


werden, solange die Meldung "Wait" 
angezeigt wird. Nachdem die 
Meldung "wait ...!" nicht mehr ange- 
zeigt wird, einen NETZ-RESET 
durchfuhren. 


Einen NETZ-RESET durchfthren. 
Die Beladung des Rotors Uberprufen, 
siehe Kapitel "Beladen des Rotors". 


Den Zentrifugationslauf wiederholen. 


26 Netzeingangssicherungen wechseln 


/\ Den Netzschalter ausschalten und das Gerat vom Netz trennen! 


Der Sicherungshalter (A) mit den Netzeingangssicherungen befindet sich neben dem 
Netzschalter. 


e Das Anschlusskabel aus dem Geratestecker ziehen. 

e Den Schnappverschluss (B) gegen den Sicherungshalter (A) drucken und diesen 
herausziehen. 

e Defekte Netzeingangssicherungen austauschen. 


Nur Sicherungen mit dem, fur den Typ, festgelegten Nennwert 


verwenden, siehe nachfolgende Tabelle. 


e Den Sicherungshalter wieder hineinschieben bis der Schnappverschluss 
einrastet. 
e Das Gerat wieder ans Netz anschliefen. 


Modell Typ Sicherung Best.-Nr. 


EBA 280 1101 T 3,15 AH/250V E997 
EBA 280 S 1102 T 3,15 AH/250V E997 
EBA 280 1101-01 T 6,3 AH/250V 2266 


EBA 280 S 1102-01 T 6,3 AH/250V 2266 
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27 RUtcksendung von Geraten 


/\ Vor der Rucksendung des Gerates muss die Transportsicherung eingebaut werden. 


Wird das Gerat oder dessen Zubehor an die Firma Andreas Hettich GmbH & Co. KG zurlickgesandt, so muss dieses, 
zum Schutz von Personen, Umwelt und Material, vor dem Versand dekontaminiert und gereinigt werden. 


Eine Annahme von kontaminierten Geraten oder Zubeh6r behalten wir uns vor. 
Anfallende Kosten flr Reinigungs- und Desinfektionsmaf&%nahmen werden dem Kunden in Rechnung gestellt. 
Wir bitten daftr um Ihr Verstandnis. 


28 Entsorgung 


Das Gerat kann uber den Hersteller entsorgt werden. 
Fur eine Rucksendung muss immer ein Rucksendeformular (RMA) angefordert werden. 
Bei Bedarf den technischen Service des Herstellers kontaktieren: 
Andreas Hettich GmbH & Co. KG 
Fohrenstrake 12 
78532 Tuttlingen, Germany 
Telefon: +49 7461 705 1400 
E-Mail: service@hettichlab.com 
Fur die Entsorgung k6nnen Kosten anfallen. 


WARNUNG 
Verschmutzungs- und Kontaminationsgefahr fir Mensch und Umwelt 


Bei der Entsorgung der Zentrifuge konnen Mensch und Umwelt durch falsche oder unsachgemaRe 
Entsorgung verschmutzt oder kontaminiert werden. 


e Demontage und Entsorgung darf nur durch eine geschulte und autorisierte Servicefachkraft 
durchgefuhrt werden. 


Das Gerat ist fur den gewerblichen Bereich ("Business to Business" - B2B) vorgesehen. 
GemafR der Richtlinie 2012/19/EU durfen die Gerate nicht mehr mit dem Hausmill entsorgt werden. 
Die Gerate sind nach der Stiftung Elektro-Altgerate Register (EAR) zu den folgenden Gruppen zugeordnet. 


e Gruppe 5 (Kleingerate) 


dem Hausmill entsorgt werden darf. 


Die Entsorgungsvorschriften der einzelnen Lander k6nnen unterschiedlich sein. Im Bedarfsfall an den 


ps Mit dem Symbol des durchgestrichenen Abfalltonne wird darauf hingewiesen, dass das Gerat nicht mit 
ee Lieferanten wenden. 
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How to use these operating instructions 


Before using the centrifuge, read the operating instructions and observe them. 
The operating instructions are a part of the device. They must always be kept readily available. 
If the device is set up at a different location, the operating instructions must be provided with it. 


Symbol meanings 


Symbol on the device: 
Attention, general hazard area. 


Symbol on the device: 


Observe operating instructions. 
This symbol indicates that the user must observe the operating instructions provided. 


Symbol in this document: 


Attention, general hazard area. 
This symbol refers to safety relevant warnings and indicates possibly dangerous situations. 


The non-adherence to these warnings can lead to material damage and injury to personal. 


Symbol on the device and in this document: 
Beware of biohazard. 


Symbol in this document: 
This symbol refers to important circumstances. 


Symbol on the device: 
The symbol is on the housing, near the hinge. 


Direction of rotation of the rotor. 


Symbol on the device: 
The symbol is located on the front of the housing, below the borehole. 


The direction of rotation of the Allen key to unlock the lid in an emergency. 


Symbol on the device and in this document: 


Symbol for the separate collection of electric and electronic devices according to the guideline 
2012/19/EU. 


Applies in the countries of the European Union, as well as in Norway and Switzerland. 


Symbol on the shipping carton label: 
This way up. 


Symbol on the shipping carton label: 


The shipping packaging must be transported and 
handled within the indicated humidity range (10% - 80%). 


Symbol on the shipping carton label: 


The shipping packaging must be stored, transported and 
handled within the temperature range shown (-20°C - +60°C). 


Symbol on the shipping carton label: 


The shipping packaging must be kept away from rain and 
kept in a dry environment. 


Symbol on the shipping carton label: 
Fragile, handle with care. 
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x Symbol on the shipping carton label: 


Stack limit. Maximum number of identical packages which may be stacked on the bottom package, 
[n] whereby “n“ stands for the number of permissible packages. The bottom package is not included in “n’. 


3 Intended use 


The centrifuge EBA 280 / EBA 280 S is an in vitro diagnostic medical device according to the In Vitro Diagnostic 
Medical Devices Regulation (EU) 2017/746. 

The device is used for centrifuging and enriching sample material of human origin for subsequent further processing 
for diagnostic purposes. The user can set each of the variable physical parameters within the limits set by the device. 


The centrifuge may only be used by qualified personnel in closed laboratories. The centrifuge is only intended for the 
use referred to above. Intended use also includes observing all instructions in the Operating Manual and compliance 
with the required inspection and maintenance work. 

Any other use or use beyond this is considered improper. Andreas Hettich GmbH & Co. KG shall not be liable for any 
damage arising from this. 


4 Remaining risks 


The device is built according to the state-of-the-art and the recognized safety regulations. If used and handled 
improperly, there could be life-threatening danger to the user or third parties, or the device could be impaired or there 
could be other property damage. The device is only to be used for its intended purpose and only when it is in safe 
working condition. 


Malfunctions which could affect safety must be corrected immediately. 
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5 Technical specifications 


D-78532 Tuttlingen 

6 x 50 mi 
1.2 kgldm® 
6000 
Obligatory inspection 
Ambient conditions (EN / IEC 61010-1) 

Set-up site Indoors only 

Altitude Up to 2000 m above sea level 


Ambient temperature 2°C to 40°C 


Humidity Maximum relative humidity 80% for temperatures up to 31°C, linearly 
decreasing to 50% relative humidity at 40°C. 


Excess-voltage category 
(IEC 60364-4-443) 


— Pollution degree 
Device protection class 


Not suitable for use in explosion-endangered areas. 
EMC 


— Emitted interference, EN/IEC FCC Class B EN/ IEC FCC Class B 


Interference immunity 61326-1, 61326-1, 
Class B klasse B 


Noise level (dependent on rotor) < 51 dB(A) < 56 dB(A) 


Dimensions 
— Width 
— Depth 
— Height 


Weight approx. 11 kg 
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Notes on safety 


TZ No claim of warranty will be considered by the manufacturer unless ALL instructions in this manual 


have been followed. 


TT Reports of serious incidents involving the device 


Report any serious incidents involving the device to the manufacturer and, if necessary, to the competent 
authority. 


/\ e The centrifuge should be installed on a good, stable base. 


e Before using the centrifuge, make sure you check that the rotor is engaged on the motor shaft. 


e When the centrifuge is running, according to EN / IEC 61010-2-020, no persons, dangerous 
substances or objects may be within the safety margin of 300 mm around the centrifuge. 


e Rotors, suspensions and accessories that possess traces of corrosion or mechanical damage or 
if their term of use has expired may not be used any longer. 


e The centrifuge may no longer be put into operation when the centrifuging chamber has safety- 
related damages. 


e For centrifuges without temperature control, when the room temperature is increased and/or if the 
device is frequently used, the centrifuging chamber could be heated up. Therefore, it can't be 
ruled out that the sample material might be changed due to the temperature. 


Before the initial operation of your centrifuge you should read and pay attention to the operating 
instructions. Only personnel that has read and understood the operating instructions are allowed to 
operate the device. 


Along with the operating instructions and the legal regulations on accident prevention, you should also follow the 
recognised professional regulations for working in a safe and professional manner. These operating instructions 
should be read in conjunction with any other instructions concerning accident prevention and environmental 
protection based on the national regulations of the country where the device is to be used. 


This centrifuge is a state-of-the-art piece of equipment which is extremely safe to operate. However, it can lead to 
danger for users or others if used by untrained staff, in an inappropriate way or for a purpose other than that it 
was designed for. 


The centrifuge must not be moved or knocked during operation. 
In case of fault or emergency release, never touch the rotor before it has stopped turning. 


To avoid damage due to condensate, when changing from a cold to a warm room the centrifuge must either heat 
up for at least 3 hours in the warm room before being connected to the mains, or run hot for 30 minutes in the 
cold room. 


Only the rotors and accessories approved by the manufacturer for this device may be used (see chapter 
"Anhang/Appendix, Rotoren und Zubehor/Rotors and accessories"). Before centrifuge vessels are used which are 
not listed in the chapter "Appendix, Rotors and accessories", the user must make sure they can be used by 
asking the manufacturer. 


The centrifuge rotor may only be loaded in accordance with the chapter "Loading the rotor". 


When centrifuging with maxim revolutions per minute the density of the materials or the material mixtures may not 
exceed 1.2 kg/dm’. 


The centrifuge may only be operated when the balance is within the bounds of acceptability. 
The centrifuge may not be operated in explosion-endangered areas. 


The centrifuge must not be used with: 
— inflammable or explosive materials 
— materials that react with one another producing a lot of energy. 


If users have to centrifuge hazardous materials or compounds contaminated with toxic, radioactive or pathogenic 
micro-organisms, they must take appropriate measures. 
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For hazardous substances centrifuge containers with special screw caps must strictly be used. In addition to the 
screw cap centrifuge containers, for materials in hazard category 3 and 4 a biosafety system must be used (see 
the World Health Organisation’s “Laboratory Biosafety Manual”). 

Without the use of a biosafety system the centrifuge is not microbiologically sealed in the sense of the 
EN / IEC 610101-2-020 standard. 

No biosafety systems are available for this centrifuge. 


e The centrifuge must not be operated with highly corrosive substances which could impair the mechanical integrity 
of rotors, hangers and accessories. 


e Repairs must only be carried out by personnel authorised to do so by the manufacturer. 


e Only original spare parts and original accessories licensed by the Andreas Hettich GmbH & Co. KG company are 
allowed to be utilised. 


e The following safety regulations apply: 
EN / IEC 61010-1 EN / IEC 61010-2-020 as well as their national deviations. 


e The safe operation and reliability of the centrifuge can only be guaranteed if: 
— the centrifuge is operated in accordance with the operating instructions, 
— the electrical installation on the site where the centrifuge is installed conforms to the demands of EN / IEC 
stipulations. 


e Meeting the country-specific requirements concerning occupational safety with regard to the use of laboratory 
centrifuges at the workplaces provided for this purpose by the user is the responsibility of the user. 


7 Transport and storage 


7.1 Transport 


/\ Before transporting the device, the transport securing device must be installed. 


When the device and accessories are transported, the following ambient conditions must be complied with: 


e Ambient temperature: -20°C to +60°C 
e ~— Relative humidity: 10% to 80%, non-condensing 


7.2 Storage 


/\ The device and the accessories may only be stored in closed and dry rooms. 


When the device and accessories are stored, the following ambient conditions must be complied with: 


e Ambient temperature: -20°C to +60°C 
e ~= Relative humidity: 10% to 80%, non-condensing 


8 Scope of delivery 
The following accessories are delivered with the centrifuge: 


connecting cable 

fuses 

hex head wrench 

operating manual 

information sheet, transport securing device 
information sheet, emergency unlocking 


= = = = —/% = 


The rotor(s) and associated accessories are included in the delivery in the quantity ordered. 
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9 Removing the transport securing device 


It is imperative that the transport securing device be removed. 


Keep the transport securing device in a safe place since it must be installed again before transporting the 
device. 


The device may only be transported with the transport securing device installed. 


To protect the device from damage during transport, the motor is fixed in place. 
This transport securing device must be removed when the device is put into operation. 


e Remove the two screws (a) and spacer sleeves (b). 


ZS The transport securing device is installed in the opposite order. 


10 _ =‘Initial operation 


e Remove the transport securing device from the housing floor; see the "Removing the transport securing device" 
chapter. 

e Position the centrifuge in a stable and level manner in a suitable place. During set-up, the required safety 
margin of 300 mm around the centrifuge is to be kept according to EN / IEC 61010-2-020. 


When the centrifuge is running, according to EN / IEC 61010-2-020, no persons, dangerous 


substances or objects may be within the safety margin of 300 mm around the centrifuge. 


e Ventilation openings may not be blocked. 
A distance of 300 mm must be maintained from the ventilation slots and openings of the centrifuge. 
Check whether the mains voltage tallies with the statement on the type plate. 
Connect the centrifuge with the power cord to a standard mains socket. For connection ratings refer to Chapter 
"Technical specifications". 
e — Switch on the mains switch (switch position "I"). The LEDs will briefly light up. 
The following displays appear one after the other: 
1. The centrifuge model 
2. The type number and program version 
3. The rotor code (R) and the maximum speed of the rotor (maxRPM) of the last rotor detected by the rotor 
detector 
4. The centrifugation parameters of the last used program or program 1 


iS If the lid is closed, the message "Open the lid" is displayed. 


In this case, open the lid to display the centrifugation parameters. 
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11 Opening and closing the lid 


11.1 Opening the lid 


TZ The lid can only be opened if the centrifuge is switched on and the rotor is stationary. 
If this shouldn't be possible, see the "Emergency unlock" chapter. 


TS When the cycle counter is activated, after a centrifugation run, while opening the lid, the remaining number 
of running cycles (centrifugation runs) is briefly displayed. 


Example: 
RFemCucles= 16783 


e Press the key. Example: 
cial The lid is unlocked by the motor. ‘proe] rere ren] minis 
& : Lid unlocked. 14 4508 5:60 


The left LED in the key will go out. 


11.2. Closing the lid 


Do not reach with your fingers between the lid and housing. 
Do not slam the lid closed. 


e Put the lid on and lightly press the front Example: 


edge of the lid down. pros] pror< Trem] [mins 
The lid is locked by the motor. is 4568 5:88 
& : Lid locked. 
The left LED in the \CPE" / key is 
illuminated. 
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12 ‘Inserting and removing the rotor 


Rotor with unlocking knob 


Inserting the rotor: 


TZ Dirt particles between the motor shaft and rotor prevent the rotor from 
having a perfect seat and cause it to run unsteadily. 
If necessary, clean the motor shaft (B) and the rotor hub before inserting the 
rotor. 


e —_Lift up the rotor by the unlocking knob (A) and place horizontally on the motor 
shaft (B). The rotor will automatically engage on the motor shaft. 

e —_ Hold the rotor firmly at the left and right and pull up lightly to check whether it 
has properly engaged on the motor shaft. 


Removing the rotor: 


e ~~ Pull up the unlocking knob (A) on the rotor, hold onto it and lift the rotor from the 
motor shaft. 


Rotor without unlocking knob 


Inserting the rotor: 


cS Dirt particles between the motor shaft and rotor prevent the rotor from 
having a perfect seat and cause it to run unsteadily. 
If necessary, clean the motor shaft (B) and the rotor hub before inserting the 
rotor. 


e —_Lift up the rotor by the handle (C), place it horizontally on the motor shaft (B) and 
press down as far as it can go. 


Removing the rotor: 
e —_ Hold the rotor firmly by the handle (C) and lift it off of the motor shaft. 
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13 Loading the rotor 
/\ Standard centrifuge containers of glass will not stand RCF values exceeding 4000 (DIN 58970, pg. 2). 


e —_ Hold the rotor firmly at the left and right and pull up lightly to check whether it has properly engaged on the motor 
shaft. 
With swing-out rotors all rotor positions must be lined with identical hangers. 
The rotors and hangers may only be loaded symmetrically. The centrifuge containers have to be distributed 
evenly on all rotor positions. For authorised combinations see Chapter "Anhang/Appendix, Rotoren und 
Zubeh6r/Rotors and accessories". 
In the case of angle rotors all possible rotor positions must be loaded, see chapter "Anhang/Appendix, Rotoren 
und Zubehd6r/Rotors and accessories". 


Rotor is evenly loaded Not permitted! 
Rotor is not evenly loaded 


e —_ In containers with rubber inserts, the same number of rubber inserts must always be among the centrifuge 
containers. 
The centrifuge containers may only be filled outside of the centrifuge. 
The maximum filling quantity for the centrifuge containers specified by the manufacturer must not be exceeded. 


In the case of angle rotors, the centrifuging 4 Fluid 
vessels may only be filled so far that no fluid \ 
can be expelled from them while the centrifuge 
is running. 


——_——__» 
Centrifugal force 


When loading the angle rotors, no liquid may get into the angle rotors or centrifuging chamber. 
When loading the hangers and swing-out rotors and when swivelling out the hangers while the centrifuge is 
running, no liquid may enter the hangers or the centrifuging chamber. 

e In order to maintain the weight differences within the centrifuge container as marginal as possible, a consistent 
fill level in the containers is to be heeded. 

e The weight of the permissible filling quantity is specified on each rotor. This weight may not be exceeded. 
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14 Operating and display elements 


PROG | [>RCF< RPM | | timin:s 


14.1 Displayed symbols 


= 
EA sLid unlocked. 


El seid locked. 


Fj Rotation display. The rotation display lights up, rotating counter clockwise, as long as the rotor is turning. 


14.2. Control panel keys 


Calling up programs 
Save program. 


2 e Switching between the RPM display (RPM) and RCF display (+RCF¢). 


RCF RCF values are displayed in parentheses > &. 
The LED above the key will light up if the RCF display is activated. 
RPM Speed 


RCF : Relative centrifugal acceleration 


e Selection key for activating the individual parameters. 
Every time the key is pressed, the next parameter is activated. 
Call up the "MACHINE MENU" (keep the key pressed for 8 seconds). 
In the "Machine Menu", select the menus "—* Info", "-* Settings" and "-* Time & Cycles". 
Scroll forward in the menus. 


(a) ly) e Change the value of a previously selected parameter. 
If the key is kept pressed, the value changes with increasing speed. 


stant | e@ Start the centrifugation run. 
BUESE The LED in the key will be illuminated during the centrifugation run as long as the rotor is turning. 
e Short-term centrifugation. 
Centrifugation is run as long as the key is kept pressed. The LED in the key will be illuminated during 
the centrifugation run as long as the rotor is turning. 
Save inputs and changes. 
Call up the menus "—? Info", "-* Settings" and "—* Time & Cycles". 


oSt2?| ¢ Finish the centrifugation run. 
CEN The rotor runs down with a pre-selected brake stage. The right LED in the button is illuminated until 
the rotor is still. After the rotor stops, the left LED in the key will light up. 
Pressing the key twice triggers the Emergency Stop. 
e Unlock the lid. 
The left LED in the key will go out. 
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14.3 Setting options 


PROG RCL 


timin 


tlsec 


Begins at 
START 


Begins at 
SPEED 


RPM 


RAD/mm 


RCF 


PROG STO 


Program location of the program to be called 
The program locations 1 to 9 and # can be called. 


Runtime. Adjustable from 1 - 99 min, in steps of 1 minute. 
Runtime. Adjustable from 1 - 59 s, in steps of 1 second. 
Continuous run "--:--". Set the parameters t/min and t/sec to zero. 


Counting the runtime. 
The runtime begins counting immediately after the centrifugation run begins. 


The runtime only begins counting after reaching the set speed. 


in This setting is only possible when the "Dual time" function is activated. See the 
"Activating/deactivating the 'Dual time’ function" chapter. This function is activated ex works. 


Speed 

A number value from 200 rpm to the maximum speed of the rotor can be set. 
Settable in increments of 10. 

For the maximum rotor speed, see the chapter "Appendix, Rotors and accessories". 


Centrifuging radius 
Adjustable from 10 mm to 330 mm, in steps of 1 mm. 
For the centrifuging radius, see the chapter "Appendix, Rotors and accessories". 


eS It is only possible to input the centrifuging radius if the RCF display (*RCF¢) is activated. 


Relative centrifugal acceleration 
A number value can be set which results in a speed between 200 rpm and the maximum rotor speed. 
Settable in increments of 1. 


ie It is only possible to input the relative centrifugal acceleration (RCF) if the RCF display (*RCF¢) is 
activated. 
The relative centrifugal acceleration (RCF) depends on the centrifuging radius (RAD). The relative 
centrifugal acceleration RCF) and the set centrifuging radius (RAD) are displayed. 


Starting steps 1 - 9. Step 9 = shortest starting time, Step 1 = longest starting time. 


Brake steps 0 - 9. Step 9 = shortest run-down time, Step 1 = long run-down time, 
Step 0 = longest run-down time (brakeless run-down). 


Program location where the program is stored. 
9 different programs can be stored (program locations 1 to 9). 


ia No programs should be saved at program location #. 
The program location # serves as intermediate memory for changed centrifugation parameters. 
The centrifugation parameters at program location # are overwritten every time a centrifugation 


run is carried out with changed centrifugation parameters which were not saved to a program 
location. 
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15 Programming 


15.1 1 


iS 


SELECT; 


(a) (v) e With the keys, set the program location ‘eros] Pree row] [amin 


J 


START 
— 
PULSE 


J 


No programs should be saved at program location #. 
The program location # serves as intermediate memory for changed centrifugation parameters. 


If centrifugation parameters are changed, but are not saved to a program location afterwards, the display 
shows a dash "-" instead of the program location number. After starting the centrifugation run, these 
centrifugation parameters are then automatically saved at program location #. 

The centrifugation parameters at program location # are overwritten every time a centrifugation run is carried 
out with changed centrifugation parameters which were not saved to a program location. 


nputting or changing programs 


In order to sel the continuous run, the parameters timin and tisec must be set to zero. In the time display 
(t/min:s), "--:--" appears. 


Example: 


The relative centrifugal force (RCF) depends on the centrifuging radius (RAD). A correct calculation is only 
possible if the right centrifuging radius is set. During the input of the RCF, the set centrifuging radius is 
displayed. 
Example: 


Rii26 RCF= 2653 


It is only possible to display and input the relative centrifugal force (RCF) and the centrifuging radius (RAD) if 
the RCF display (*RCF¢) is activated. 


If no key is pressed for 8 seconds after selection or during parameter input, the previous values are shown on 
the display. The parameters must then be input again. 


STOP 
O————=O, 
Entering parameters can be cancelled at any time by pressing the key. In this case, the settings are not 
stored. 


Example: Example: 
RPM display (RPM) RCF display (}RCF¢) 
e Press the key. proc] Prer< eT Coo T= [a 


PROG RCL : Program location of the PROG RCL = >! IPROG RCL = 2 


displayed centrifugation parameters. 


PROG Prcr< RPM ] timin:s 


whose centrifugation parameters aretobe |PROG RCL = 1 


PROG RCL = 1 


displayed. 

e Press the key. ‘pros] prcr= Trew] [7 umins (M Proc] rer i 
The centrifugation parameters are 23F OK EE 23% OK doer 
displayed. 


PROG Prere RPM ] timin:s 


1s 4568 3:66 


Continued on next page 
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Example: Example: 
RPM display (RPM) RCF display (>RCF<) 
Press the key to activate the RPM display Pror< RPM umins pRore RPM] [ dmins 


(RPM) or the RCF display (*RCF<) as a 4588 a: Ae 
needed. The LED above the key is 
illuminated if the RCF display (+RCF¢) is 
activated. 


Keep pressing the key until the desired 
centrifugation parameter is displayed. 
Example: t/min : Runtime, minutes. 


Set the desired value with the keys. 


Input all the desired centrifugation 
parameters in succession. 


e Press the key until the following is pror< ins proc] frcr< i 


displayed: PROG STO = 1 


PROG STO: Program location where the 
centrifugation parameters are stored. 


Set the desired program location with the |GSaiws== “Few Unis 


keys. PROG STO = 3 
Press the key. “pros | >RCF< RPM [ tmins Pros] DRCF< RPM [ tmins 
The centrifugation parameters are stored 2 OK Ex XX OK REX 


at the program location. 


35 4568 4:36 
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15.2 Calling up programs 


roe e Press the key. 
PROG RCL : Program location of the 


displayed centrifugation parameters. 


(a) (vy) e With the keys, set the program location 
whose centrifugation parameters are to be 


displayed. 
L 


START e Press the key. 


Pee The centrifugation parameters are 


displayed. 


15.3 Saving programs 


pre e Press the key twice. 
PROG STO: Program location where the 


centrifugation parameters are stored. 


© 
= 


to be stored. 


a 
3 
E) 
4 

e 


Press the key. 


PULSE The centrifugation parameters are stored 
at the program location. 
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With the keys, set the program location 
where the centrifugation parameters are 


Example: 
RPM display (RPM) 


PROG RCL = 2 


PROG RCL = 1 


AK OK AGE 


timin:s 


5) 


Example: 
RPM display (RPM) 


PROG STO = a 


Example: 
RCF display (>RCF¢) 


PROG RCL = 1 


Example: 
RCF display (>RCF¢) 


PROG PRCF< RPM ] timin:s 


PROG STO = 3 


PROG P>RCF< RPM ] timin:s 


PROG STO = 1 


PROG PRCF< RPM thmin:s 


RR OK REE 


las 4566 5788 
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16 Centrifugation 


In accordance with EN / IEC 61010-2-020, no persons, hazardous substances or objects may be within a 
safety range 300 mm around the centrifuge during a centrifugation run. 


in After each centrifugation run, while the lid is unlocking, the remaining number of running cycles (centrifugation 
runs) will be briefly displayed. 


Example: 
RFemCyucles= 146783 


If the permissible weight difference within the rotor load is exceeded, the centrifugation run is aborted during 
the start-up and the following display appears: 


timin:s 


IMBALANCE 


STOP 
‘O; 


0: 
A centrifugation run can be aborted at any time by pressing the \CPEN/ key. 


During a centrifugation run, centrifugation parameters can be selected and changed. The changed values are 


stored at program location #. 
e} 


RCF 
With the key, you can toggle between the RPM display (RPM) and RCF display (+RCFé) at any time. If 
the RCF display (*RCFé) is worked with, the centrifuging radius must be input. 


The following is displayed: 


Oren the lid 
Further operation of the centrifuge is then only possible after opening the lid. 
Operation errors and malfunctions will be shown (see the chapter on "Malfunctions"). 


e Plug in the mains switch. Switch position I. 
e Load the rotor and close the centrifuge lid. 


16.1 Centrifugation with preset time 


Example: Example: 
RPM display (RPM) RCF display (>RCF¢) 
2 e Press the key to activate the RPM display pror< rem] [~ wmin:s fi Proc] — fpror< Trem] [mins 


RCF (RPM) or the RCF display (*RCF¢) as s 4500 5:88 1s} 2E55< 5:66 
needed. The LED above the key is 


illuminated if the RCF display (#*RCF¢) is 


activated. 
e Input the desired centrifugation parameters (see the ror RPM ans 
"Programming" chapter). a 4668 4:36 
perART e Press the key. PRcF< rem] [ tmins proc] — prer< rem] [tminss 


Miia The centrifugation run is started. qg 4060 S215) |1 ao} Bede 3215 


During the centrifugation run, the rotor 
speed or the resulting RCF value and 
remaining time are displayed. 


J 


Continued on next page 
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e After the time elapses or if the centrifugation run is 
STOP 


Om O) 
aborted by pressing the \OPEN/ key, the run-out 
occurs with the set brake stage. 
The brake stage is displayed. Example ~_7 


16.2 Continuous run 


° 


J 


e Input the desired centrifugation parameters. Set the 
parameters t/min and t/sec to zero (see the 
"Programming" chapter). 


(RPM) or the RCF display (*RCF¢) as 
needed. The LED above the key is 
illuminated if the RCF display (>RCF¢) is 
activated. 


e Press the key. 
The centrifugation run is started. 


During the centrifugation run, the rotor 
speed or the resulting RCF value and 
elapsed time are displayed. 


Press the key. 
The centrifugation run is ended. 


The run-out occurs with the set brake 
stage. The brake stage is displayed. 
Example ™—7 
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e Press the key to activate the RPM display 


Example: 
RPM display (RPM) 


15 3986 aot 


Example: 
RPM display (RPM) 


bg 5) 


a 4566 


Example: 
RCF display (>RCF¢) 


1oa3 27314 “=_7 


Example: 
RCF display (>RCF<) 


1a? 26534 3:68 


PROG Prcr< RPM ] thmin:s 


1a? 2254 


15 46866 2145 


1s 3958 “‘“_? 
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16.3 Short-term centrifugation 


2 e Press the key to activate the RPM display 
(RPM) or the RCF display (»RCF¢) as 


needed. The LED above the key is 
illuminated if the RCF display (*+RCF¢) is 
activated. 


J 


e Input the desired centrifugation parameters (see the 
"Programming" chapter). 


1 


Press the key and keep it pressed. 
a During the centrifugation run, the rotor 
speed or the resulting RCF value and 
elapsed time are displayed. 


1 


rant e Release the key again. 
fees The centrifugation run is ended. 


The run-out occurs with the set brake 
stage. The brake stage is displayed. 
Example “—7. 


17 Emergency Stop 


oSlo?,| © Press the key twice. 
= During the Emergency Stop, the run-out 
occurs at brake stage 9 (shortest run-out 
time). Brake stage ~_9 is displayed. 
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EN 


Example: 


RPM display (RPM) RCF display (>RCF¢) 


PROG >RCF< RPM ] timin:s 


1 a> 20534 5'88 


timin:s 


a: Be 


‘proc| — rere RPM 
1s 4668 


Bisd) jl a> 2254¢) Bee 


PROG >RCF< RPM ] timin:s 


1oa> 22314 “7? 


Example: 


Example: 


RPM display (RPM) RCF display (>RCF¢) 


Rev. 06 / 12.2022 


13> 25684 “~_9 


69/172 


CEN 


18 Rotor detection 
The centrifuge is equipped with automatic rotor detection. 
Rotor detection is carried out after starting each centrifugation run. 
If the rotor code of a rotor is read in for the first time by the rotor detection, the centrifugation run then stops 
automatically after rotor detection. The rotor code (R) and the maximum speed (maxRPM) of the rotor permitted for 
this centrifuge are displayed. 
Example: 
R 3 maxRPM See 


STOP 


0: 0; 
After the rotor comes to a standstill (the left LED in the \°PE“/ key is illuminated), press any key. Afterwards, the 
maximum permissible number of run cycles is displayed. 
Example: 


PROG >RCF< RPM timin:s 


Cuc lim=< SbeGH> 


Now, the maximum permissible number of run cycles of the rotor/hangers must be set (see the "Cycle counter" 
chapter). 


When using a rotor whose rotor code has already been read in by the rotor detection, after starting the centrifugation 
run, the maximum speed (ROTOR MAX) of the rotor permissible for this centrifuge is briefly displayed. 
Example: 


PROG >RCF< RPM timin:s 


ROTOR MAX= See 


cS If the set speed is greater than the maximum speed of the rotor permissible for this centrifuge, the 
centrifugation run is aborted after rotor detection and the following displays alternately appear: 


RPM > ROTOR MAK) |ROTOR MAK= Sea 


In this case, the speed on the display must be checked and adapted to the maximum rotor speed. 
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19 Cycle counter 


TZ The period of use of certain rotors and hangers is limited to a maximum number of run cycles (centrifugation 
runs). The rotors and hangers in question are labeled with the maximum permissible number of run cycles. 


The centrifuge is equipped with a cycle counter, which counts the running cycles (centrifugation runs) of the various 
rotor codes (see also the "Rotor detection" chapter). 
After each centrifugation run, while the lid is unlocking, the remaining number of running cycles (centrifugation runs) 
will be briefly displayed. 

Example: 

RemCycles= 16763 

If the maximum permissible number of running cycles has been exceeded, the following is displayed every time the 


centrifugation run is started, and the centrifugation run must be restarted. 


Cucles rassed 


) If this display appears: 


Cycles passed 


the rotor or hanger in question must be immediately exchanged for a new rotor/hanger for safety reasons. 


After the rotor/hanger has been exchanged, the cycle counter of the respective rotor code must be reset to zero 
again (see "Resetting the cycle counter to zero" chapter). 


If the rotor code of a rotor is read in for the first time by the rotor detection, the centrifugation run then stops 
automatically after rotor detection. The rotor code (R) and the maximum speed (maxRPM) of the rotor permitted for 
this centrifuge are displayed. 

Afterwards, the maximum permissible number of run cycles of the rotor/nanger must be set. 


In the case of swing-out rotors, the maximum permissible number of run cycles of the hangers must always be 
/ ! \ set. 


The maximum permissible number of run cycles of the rotor/nanger must be set as follows. 


Example: 
Display after rotor detection. proc| _ Prcr< i 
R : Rotor code of the rotor. EF 3 maxRPh Seae 


maxRPM : The maximum speed of the 
rotor permitted for this centrifuge. 


Press any [| = = a 
key. e Wait until the left LED in the \OPEY’ key Cuc lim=< Shean > 
is illuminated. 
e Press any key. 
The maximum permissible number of run 
cycles will be displayed. 


J 


Continued on next page 
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Example: 


e Check whether the displayed maximum number of run [R=asce Rew | minis 


cycles matches the specifications on the 

rotor/hangers. 

If not, the maximum permissible number of run cycles 

specified on the rotor/hangers must be set. 

<> Forrotors and hangers whose period of use is 
not limited to a maximum number of run cycles 
(centrifugation runs), zero must be set. 


Cuc lim=< SbeGH> 


RPM timin:s 


Cyc lim=< SBG88> 


(a) \v) e Set the correct value with the keys. proc] fror< 


ostant} —@ Press the key. ipa) Divs 
PULSE 


The maximum permissible number of run |j 5 4584 


cycles is saved. 


20 Settings and queries 


* MACHINE MEHU * 


PROG P>RCF< RPM timin:s 


—> Settings 


Query: Setting: 


e System information e Acoustical signal 
(section 20.1) (section 20.2) 


e Automatic unlocking of 
the lid after the 
centrifugation run 
(section 20.4) 


e Automatic switch-off of 
the background lighting 
(section 20.5) 


e Optical signal after 
ending the 
centrifugation run 
(section 20.3) 


e Displayed 
centrifugation 
parameters after 
switching on the device 
(section 20.6) 


e Activating/deactivating 
the "Dual time" function 
(section 20.7) 
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PROG Prcr< RPM ] tmin:s 


—> Time ® Cycles 


Query: 
e Hours of operation 
(section 20.8) 


e Number of carried-out 
centrifugation runs 
(section 20.8) 


Setting: 


e Cycle counter 
(section 20.9) 
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20.1 Querying system information 


The following system information can be queried: 
Centrifuge model 

The maximum speeds of the various rotor codes, 
Centrifuge program version 

Frequency converter type 

Frequency converter program version 


With the rotor at a standstill, the query can proceed as follows: 


EN 


STOP 
Oo 0) 
Ts The procedure can be aborted at any time by pressing the key. 


SELECT; 


e Press and hold the button for eight 


seconds. 


Press the key. 


Press the key. 
Centrifuge model. 


e Press the key. 


R : Rotor code of the rotor. 

 : The rotor code of the currently used 
rotor is marked with an asterisk. 
RPMmax : The maximum speed of the 
rotor permitted for this centrifuge. 


The maximum speeds of the various rotor 


codes can be displayed with the keys. 


e Press the key. 


Centrifuge program version. 


Press the key. 
Frequency converter type. 


Press the key. 
Frequency converter program version. 


Press the key twice to exit the "—* Info" 
menu or press three times to exit the "K 
MACHINE MENU #". 
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% MACHINE MENU # 


Tasliaee Trem] timins 
R  3kRPMmax 500 


“pros | Prer< RPM timin:s 
RF 18 RFMmax 6860 


Example: 
PROG Prere | timin:s 


CP FW= Ue1.68 


PROG PRCF< RPM ] timin:s 


* MACHIMHE MEM 


Rev. 06 / 12.2022 


PROG Prer< RPM | thmin:s 


EBA 2385 


Example: 
1s 4566 2' BB 
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20.2 Acoustic signal 


The acoustic signal sounds: 
e after a malfunction occurs in a 2-second interval. 
e after ending the centrifugation run and the rotor is at a standstill in a 30-second interval. 


The acoustic signal is ended by pressing any key. 
If the rotor is at a standstill, the acoustic signal can be set as follows: 


STOP 
|\C 
TS The procedure can be aborted at any time by pressing the \°PE" / key. In this case, the settings are not stored. 


J 


Press and hold the button for eight 
seconds. 


Press the key until the following is 
displayed: 


Press the key. 

End beep : Acoustic signal after ending 
the centrifugation run. 

off : Signal deactivated. 

on: Signal activated. 


With the keys, set off or on. 


Press the key. 

Error beep : Acoustic signal after a 
malfunction occurs. 

off : Signal deactivated. 

on: Signal activated. 


With the keys, set off or on. 


Press the key. 

Beep volume : Volume of the acoustic 
signal. 

min : soft 

mid : medium 

max : loud 


With the keys, set min, mid, or max. 


Continued on next page 
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* MACHINE MEMU # 


—-> Settings 


thmin:s 


End beer =otT 
End beer =otT 
Error beer =oTT 


Error beee =ott 


eer volume =min 


: 


Beer volume =mid 


Beer volume =mMirn 


Beer volume =mid 


Rev. 06 / 12.2022 


frase lial Ene hl ae 
End beer =or 
rence Ml Enc rel eevee 
End beer =or 
Error beer =on 
a) = hl aoe 
Error beéeF =on 


Beer volume =max 


PROG Prcr< RPM ] timin:s 


Beer volume =nax 
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Press the key to save the setting. 
PULSE 


a 
e Press the key once to exit the "-> 
oren Settings" 
menu or press twice to exit the "¥ 
MACHINE MENU =", 


PROG PRCF< RPM ] timin:s 


Store setting... 


PROG P>RCF< RPM ] timin:s 


—-> Settings 


‘pros] _ fRcr< Trem] [imines 
% MACHINE MENU # 


20.3 Optical signal after ending the centrifugation run 
The backlighting of the display flashes after the centrifugation run to visually signalize that the centrifugation run has 


finished. 


The optical signal can be switched on or off when the rotor is at a standstill: 


EN 


Example: 
a: BG 


1s 45668 


STOP 


0: ‘O} 
Ts The procedure can be aborted at any time by pressing the \OPEN/ key. 


e Press and hold the button for eight 
seconds. 


SELECT; 


Press the key until the following is 
displayed: 


e Press the key. 


Press the key until one of the following is 
displayed: 

End blinking : Backlighting of display 
flashes after the centrifugation run. 

off : Backlighting does not flash. 

on : Backlighting flashes. 


With the keys, set off or on. 


Press the key to save the setting. 


Press the key once to exit the "—* 
Settings" 

menu or press twice to exit the "¥ 
MACHINE MENU #", 
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‘pros] _ frcr< Trem] [imines 
* MACHINE MENU # 


PROG 


= =a ce 


—-> Settings 


PROG Prere 


PROG 


En ay ‘blinkins=off 


cL 


PROG P>RCF< RPM ] timin:s 


End blinkins=off 


cr fol 


PROG PRCF< RPM ] thmi 


—-> Settings 


# MACHINE. MEMU x 
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proc] _frer< cd i 
End beer =orn 


PROG 


>RCF< RPM ] timin:s 


End blinkins=on 


PROG >RCF< RPM ] timin:s 


End blinkins=on 


Example: 


4568 


os aa 
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20.4 Automatic unlocking of the lid after the centrifugation run 
It can be set whether the lid should automatically unlock or not after the centrifugation run. 
With the rotor at a standstill, this can be set as follows: 


STOP 
Ome} 
TS The procedure can be aborted at any time by pressing the key. In this case, the settings are not stored. 


¢ Press and hold the button for eight ‘proc]  fprer< Trem] [unin 
seconds. * MACHINE MEHU 

e Press the key until the following is ‘eroc] Pree rem] [amin 
displayed: -> Settings 


START e Press the key. 


e Press the key until one of the following is {Geaii ss “rem | : proc] rere peu] [mins 


displayed: Lid AutoOrFen=off| |Lid AutoOrFen=on 


Lid AutoOpen : Automatic unlocking of 
the lid after the centrifugation run. 

off : Lid does not unlock automatically. 
on : Lid unlocks automatically. 


(a\(y) With the keys, set off or on. = aia) sss 7 [il as 


Lid AutoOFen=off| [Lid AuUtoOFen=on 


START e Press the key to save the setting. proc] Prcr= Trew] [ umins 


PULSE Store setting... 


PROG Prcre RPM ] timin:s 


-> Settings 


ostoP.,] © Press the key once to exit the "-> Example: 
orn Settings" proc] ror Trew] [umins MM proc] ror Few] [ums 
menu or press twice to exit the "* * MACHINE MEHU #/] |1 4 4560 5:08 


MACHINE MENU #". 
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20.5 Backlighting of the display 


To save energy, it can be set that, after a centrifugation run, the backlighting of the display switches off after 2 
minutes. 


With the rotor at a standstill, this can be set as follows: 


STOP 
0 0) 
TS The procedure can be aborted at any time by pressing the \°PEN/ key. In this case, the settings are not stored. 


e Press and hold the button for eight proc] — bror< Trem] [mins 
seconds. * MACHINE MEM # 


SELECT; . . 
displayed: -? Settings 


e Press the key until the following is ‘proc| — fpror< Trew] [mins 
START 


e Press the key. proc] rere ee Co “rem| [umn 
a End beer =off| |End beer =on 


A 
° Press the key until one of the following is [a cceCTy I icnnewe (Giro NN nceic Il erro 
displayed: Power save =oft 
Power save : Automatic shutdown of the 
backlighting. 
off : Automatic shutdown deactivated. 
on : Automatic shutdown activated. 


(a\(y) ° With the keys, set off or on. ‘eroc] Prore eu] [amines Proc] ore row] [amines 
Power save =off| [Power save =on 


START e Press the key to save the setting. proc] rere Trem] To timins 


PULSE Store setting... 


PROG PRCF< RPM ] timin:s 


-> Settings 


ostoP,,| © Press the key once to exit the "> Example: 
didi Settings" proc] rere Trem] [umivs MM proc] ror< | | uma 


menu or press twice to exit the "K * MACHINE MEHL * ig 4568 5: 6G 
MACHINE MENU #". 
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20.6 Displayed centrifugation parameters after switching on the device 


It can be set whether the centrifugation parameters of the last used program or of program 1 should be displayed 
after switching on the device. 


With the rotor at a standstill, this can be set as follows: 


STOP 
\O: ‘O} 
TTS The procedure can be aborted at any time by pressing the \CPEN / key. In this case, the settings are not stored. 


¢ Press and hold the button for eight ‘proc] _Pprere Trem] [cnn 
seconds. * MACHINE MEHU # 

e Press the key until the following is ‘eroc] Pree rem] [umn 
displayed: -> Settings 


End beer =or 


START e Press the key. 


L 
e Press the key until one of the following is 
displayed: 
Start Pr : Displayed program after 
switching on. 
First : Program 1. 
Last : Last used program. 


(a) \v) ¢ Set First or Last with the keys. 


START e Press the key to save the setting. proc] Prer< ee 


PULSE Store setting... 


PROG >RCF< RPM | timin:s 


-> Settings 


sToP e Press the key once to exit the "-> 


ikon Settings" “proc] rere Trem] [unin Prore rem] [tn 
menu or press twice to exit the "* * MACHINE MEHMU #) |1 4 45e8 5: aa 


MACHINE MENU #". 
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20.7 Activating/deactivating the "Dual time" function 


EN 


In order to be able to set the runtime counter (parameter Begins at START and parameter Begins at SPEED), the 


"Dual time" function must be activated. This function is acti 


With the rotor at a standstill, this can be set as follows: 


vated ex works. 


STOP 


O 0) 
Res The procedure can be aborted at any time by pressing the \©PEN/ key. In this case, the settings are not stored. 


e Press and hold the button for eight 
seconds. 


SELECT; 


Press the key until the following is 
displayed: 


e Press the key. 


Press the key until one of the following is 
displayed: 

Dual time : Counting the runtime. 

on : Function activated. 

off : Function deactivated. 


Set with the off or on keys. 


Press the key to save the setting. 


Press the key once to exit the "-* 
Settings" 

menu or press twice to exit the "¥ 
MACHINE MENU #". 
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% MACHINE MENU # 


PROG PRCF< RPM ] timin:s 


—-> Settings 


End beer =oTt 


PROG 


P>RCF< RPM ] timin:s 


Dual time = off 


PROG PRCF< RPM | timin:s 


Dual time = off 


PROG Prere RPM ] thmin:s 


Store setting... 


PROG Prer< RPM ] thmin:s 


—-> Settings 


% MACHINE MENU # 
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End beer =on 


Dual time = on 


Dual time = on 


Example: 
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20.8 Querying the hours of operation and the number of centrifugation runs 


The hours of operation are divided into internal and external hours of operation. 
Internal hours of operation: Total time the device was switched on. 
External hours of operation: Total time of the previous centrifugation runs. 


With the rotor at a standstill, the query can proceed as follows: 


STOP 
O———=O} 
TT The procedure can be aborted at any time by pressing the key. 


e Press and hold the button for eight ‘proc] rors eeu] [amin 
seconds. * MACHINE MEM xX 


displayed: —-> Time & Cycles 


e Press the key until the following is proc] Brere Fem] [amine 


osm@rtT} —@ Press the key. Example: 
EUISE TimeExt : External hours of operation. proc] frcre rem] [tins 


TimeExt= 15343 h 


ese e Press the key. Example: 
Timeltnt : Internal hours of operation. proc] Ppror< Trem] [mins 
TimeInt= 17668 h 


e Press the key. Example: 
Starts : Number of all centrifugation runs. [Eeailscm “rem | [amine 


Starts = B325 
ostoP.,]  @ Press the key twice to exit the "-* Time & 
OREN Cycles" menu or press three times to exit [EeSiiiss= “rem | timin:s 
the "* MACHINE MENU #". * MACHINE MENU * 
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Example: 
PROG Prcr< | timin:s 


1s 4568 3:66 
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20.9 Resetting the cycle counter to zero 


EN 


After the rotor/nhanger has been exchanged, the cycle counter of the respective rotor code must be reset to zero 


again. 


ZN 


first. 


With the rotor at a standstill, the cycle counter can be reset as follows: 


The cycle counter may only be reset to zero if the rotor/hanger has been exchanged for a new rotor/hanger 


STOP 
O———=O, 
Ts The procedure can be aborted at any time by pressing the key. In this case, the settings are not stored. 


SELECT; 


J 


e Press and hold the button for eight 


seconds. 


e Press the key until the following is 
displayed: 


e Press the key. 


e Press the key until the following is 
displayed: 
Cyc sum : Number of completed run 
cycles. 


e Press the key. 


e Press the key. 
The number of completed run cycles is 
reset to zero. 


Press the key to save the setting. 


% MACHINE MENU # 


PROG P>RCF< RPM ] timin:s 


—> Time & Cycles 


Example: 
PROG Prer< “Rem | tUmin:s 


Cyc sum= SeHH1 


PROG PRCF< RPM ] timin:s 


Cyc sum=< SHH 1 > 


PROG P>RCF< RPM ] timin:s 


PROG P>RCF< RPM ] thmin:s 


Example: 


4 
[o} 
uv 
e 


Press the key twice to exit the "-> Time & 
Cycles" menu or press three times to exit 
the "* MACHINE MENU 3". 


PROG PRCF< RPM timin:s 


% MACHINE MENU # 
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21 Relative centrifugal force (RCF) 

The relative centrifugal force (RCF) is given as a multiple of the acceleration of gravity (g). It is a unit-free value and 
serves to compare the separation and sedimentation performance. 

These values are calculated using the formula below: 


2 
RPM RCF 
RCF =| —— | xrx1,118 > RPM = ,|————— x 1000 
1000 rx1,118 


RCF = relative centrifugal force 
RPM = rotational speed (revolutions per minute) 
r =centrifugal radius in mm = distance from the centre of the turning axis to the bottom of the centrifuge 
container. For more on the centrifugal radius see the chapter 
“Anhang/Appendix,Rotoren und Zubehdér/Rotors and accessories’. 


TS The relative centrifugal force (RCF) stands in relation to the revolutions per minute and the centrifugal 
radius. 


22 Centrifugation of materials or mixtures of materials with a density higher than 1.2 kgidm? 


When centrifuging with maxim revolutions per minute the density of the materials or the material mixtures may not 
exceed 1.2 kg/dm’. 
The speed must be reduced for materials or mixtures of materials with a higher density. 


The permissible speed can be calculated using the following formula: 


Reduced speed (nred) = iZ x maximum speed [RPM] 
Greater density [kg/dm?] 


e.g.: maximum speed RPM 4000, density 1.6 kg/dm® 


2 
nrea=_ [12 ko/dm™ 4000 RPM=3464 RPM 
1.6 kg/dm? 


If in doubt you should obtain clarification from the manufacturer. 


23 Emergency unlocking 
In the event of a power failure, the lid cannot be unlocked with the motor. Emergency unlocking must be done by 
hand. 


To unlock in an emergency, disconnect the centrifuge from the mains. 
Open the lid only when the rotor is at a standstill. 


direction (to the right). 
The Allen key may only be turned counter clockwise (to the left); see figure. 


i CAUTION! Damage to the lock during emergency unlocking by turning the hexagon Allen key in clockwise 


Switch off the mains switch (switch setting "0"). 
Look through the window in the lid to make sure that the rotor is at a 
standstill. 

e Insert the Allen key horizontally in the bore (A) and turn carefully counter 
clockwise (to the left) until the lid opens. 

e Pull the Allen key back out of the bore. 
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24 Maintenance and servicing 


A The device can be contaminated. 


Pull the mains plug before cleaning. 
Before any other cleaning or decontamination process other than that recommended by the manufacturer is 
applied, the user has to check with the manufacturer that the planned process does not damage the device. 


Centrifuges, rotors and accessories must not be cleaned in rinsing machines. 

They may only be cleaned by hand and disinfected with liquids. 

The water temperature must be between 20 — 25°C. 

Only detergents/disinfectants may be used which: 

— have a pH between 5 - 8 

— do not contain caustic alkalis, peroxides, chlorine compounds, acids and alkaline solutions 

In order to prevent appearances of corrosion through cleaning agents or disinfectants, the application guide from 
the manufacturer of the cleaning agent or disinfectant are absolutely to be heeded. 


24.1 Centrifuge (housing, lid and centrifuging chamber) 


24.1.1 Surface cleaning and care 


Clean the centrifuge housing and the centrifuging chamber regularly, using soap or a mild detergent and a damp 
cloth if required. For one thing, this services purposes of hygiene, and it also prevents corrosion through 
adhering impurities. 

Ingredients of suitable detergents: 

soap, anionic tensides, non-ionic tensides. 

After using detergents, remove the detergent residue by wiping with a damp cloth. 

The surfaces must be dried immediately after cleaning. 

In the event of condensation water formation, dry the centrifugal chamber by wiping out with an absorbent cloth. 
Lightly rub the rubber seal of the centrifuge chamber with a rubber care product after each cleaning. 

The centrifuging chamber is to be checked for damage once a year. 


If damage is found which is relevant to safety, the centrifuge may no longer be put into operation. In this 


case, notify Customer Service. 


24.1.2 Surface disinfection 


If infectious materials penetrates into the centrifugal chamber this is to be disinfected immediately. 
Ingredients of suitable disinfectants: 

ethanol, n-propanol, ethyl hexanol, anionic tensides, corrosion inhibitors. 

After using disinfectants, remove the disinfectant residue by wiping with a damp cloth. 

The surfaces must be dried immediately after disinfecting. 


24.1.3. Removal of radioactive contaminants 


The agent must be specifically labelled as being an agent for removing radioactive contaminants. 
Ingredients of suitable agents for removing radioactive contaminants: 

anionic tensides, non-ionic tensides, polyhydrated ethanol. 

After removing the radioactive contaminants, remove the agent residue by wiping with a damp cloth. 
The surfaces must be dried directly after removing the radioactive contaminants. 
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24.2 Rotors and Attachments 


24.2.1 Cleaning and care 


e In order to avoid corrosion and changes in materials, the rotors and accessories have to be cleaned regularly 
with soap or with a mild cleaning agent and a moist cloth. Cleaning is recommended at least once a week. 
Contaminants must be removed immediately. 

e Ingredients of suitable detergents: 
soap, anionic tensides, non-ionic tensides. 

e After using detergents, remove detergent residue by rinsing with water (only outside of the centrifuge) or wipe off 
with a damp cloth. 

e The rotors and accessories must be dried directly after cleaning. 

Angle rotors, container and hanger made of aluminium are to be lightly greased after drying using acid-free 
grease, e.g. vaseline. 

e The rotors and accessories have to be checked weekly for wear and corrosion. 


/\ Rotors and attachments may no longer be utilised upon indication of wear and tear or corrosion. 


24.2.2 Disinfection 


If infectious material should get on the rotors or accessories, they must be appropriately disinfected. 
Ingredients of suitable disinfectants: 
ethanol, n-propanol, ethyl hexanol, anionic tensides, corrosion inhibitors. 
e = After using disinfectants, remove disinfectant residue by rinsing with water (only outside of the centrifuge) or wipe 
off with a damp cloth. 
e The rotors and accessories must be dried directly after disinfection. 


24.2.3. Removal of radioactive contaminants 


The agent must be specifically labelled as being an agent for the removal of radioactive contaminants. 
Ingredients of suitable agents for removing radioactive contaminants: 
anionic tensides, non-ionic tensides, polyhydrated ethanol. 

e After removing the radioactive contaminants, remove agent residue by rinsing with water (only outside of the 
centrifuge) or wipe off with a damp cloth. 

e The rotors and accessories must be dried directly after removing the radioactive contaminants. 


24.2.4 Rotors and accessories with limited service lives 


The use of certain rotors, hangers and accessory parts is limited by time. 

These are marked with the maximum permitted number of operating cycles or with an expiration date and the 
maximum permitted number of operating cycles or just with the expiration date; e.g.: 

- usable until end of month/year: 10/2024 ("usable until end of month/year: 10/2024") 

- "max. cycles: 40000" (max. run cycles: 40000) 


For safety reasons, rotors, hangers and accessory parts may no longer be used if either the indicated 


maximum number of operating cycles or the indicated expiration date has been reached. 


The centrifuge is equipped with a cycle counter, which counts the running cycles (centrifugation runs) of the various 
rotor codes. For a description, see the "Cycle counter" chapter. 
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24.3. Autoclaving 

The following accessory can be autoclaved at 121°C / 250°F (20 min): 
e = Swing-out rotors without hangers 

e Reductions 


No statement can be made about the degree of sterility. 


/\ Autoclaving accelerates the ageing process of plastics. In addition, autoclaving may discolour plastics. 


24.4 Centrifuge containers 


e With leakiness or after the breakage of centrifuging containers broken container parts, glass splinters and leaked 
centrifugation material are to be completely removed. 
e The rubber inserts as well as the plastic sleeves of the rotors are to be replaced after a glass breakage. 


/\ Remaining glass splinters cause further glass breakage! 


e If this concerns infectious material, a disinfection process is to be executed immediately. 
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25 Faults 


If the fault cannot be eliminated with the help of the fault table, please inform Customer Service. 
Please specify the type of centrifuge and the serial number. Both numbers can be found on the name plate of the 


centrifuge. 


Perform a MAINS RESET: 
— Switch off the mains switch (switch position "0"). 
— Wait at least 10 seconds and then switch on the mains switch again (switch position "I"). 


No display 
IMBALANCE 


RPM > ROTOR MAX 


MAINS INTERRUPT 


Rxxx WRONG ROTOR 


(xxx = Anzeige des 
Rotorcodes) 


KEYBOARD ERROR 


TACHO ERROR 1, 2, 96.1 


LID ERROR 4.1-4.127 
OVER SPEED 5 
ROTOR ERROR 10.1 - 10.6 


VERSION ERROR 12 


UNDER SPEED 
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No voltage 
Mains input fuses defective. 


Check distribution voltage. 

Check mains power input fuse, refer 
to Chapter "Change mains input 
fuse". 

Mains switch ON. 


The rotor is unevenly loaded. Open the lid after the rotor is at a 
standstill. 

Check the loading of the rotor, see 
chapter "Loading the rotor". 


Repeat the centrifugation run. 
Speed in the selected program 


greater than the maximum speed 
of the rotor. 


— Check the set speed. 
Reduce the set speed 


Power failure during the - 
centrifugation run. (The 
centrifugation run was not 
finished.) 


Open the lid after the rotor is ata 
standstill. 


— Push \PUYSE/ button. 


— Repeat the centrifugation run if 
necessary. 


Use a rotor which is approved for 


The used rotor is not approved 7 
this device. 


for this device. 


Error / defect electronics — Perform a MAINS RESET when the 


rotor has been stationary. 


Failure of speed impulses during 
operation. 

No rotor inserted. 

Error / defect electronics 


After the displayed waiting time 
expires (150 seconds), carry out a 
MAINS RESET. 


Check whether the rotor is inserted. 


Perform a MAINS RESET when the 
rotor has been stationary. 


Error in lid locking or lid closure. 
Rotation too fast 
Incorrect rotor coding 


Incorrect centrifuge model 
recognized. 
Error / defect electronics 


Rotation too slow 
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END 


[wessagerreut 7 eC 
Error / defect electronics — Perform a MAINS RESET when the 
rotor has been stationary. 

1-36 


COM ERROR 3 


FC ERROR 60, 
61.1 — 61.21, 
61.64 — 61.142 


TACHO ERR Speed measurement error The device must not be switched off 
as long as the "wait" message is 

FC ERROR being displayed. After the message 

"wait ...!" is no longer displayed, 

carry out a MAINS RESET. 


FC ERROR Error / defect electronics Perform a MAINS RESET. 
Check the loading of the rotor, see 
chapter "Loading the rotor". 


— Repeat the centrifugation run. 


VERS. ERR 61.154 Invalid machine version — Perform a MAINS RESET. 
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26 Change mains input fuses 


/ Switch off the mains switch and separate the device from the mains! 


The fuse holder (A) with the mains input fuses is located next to the mains switch. 


EI 


e Remove the connecting cable from the machine plug socket. 
e Press the snap-fit (B) against the fuse holder (A) and remove. 
e Exchange defective mains input fuses. 


Only use fuses with the rating defined for the type. See the following 
/ \ table. 


e __Reinsert the fuse holder until the snap-fit clicks shut. 
e Reconnect the device to the mains supply. 


Model Type Fuse Order no. 


EBA 280 1101 T 3,15 AH/250V E997 


EBA 280 S 1102 T 3,15 AH/250V E997 
EBA 280 1101-01 T 6,3 AH/250V 2266 


EBA 280 S 1102-01 T 6,3 AH/250V 2266 


27 ~Returning Devices 


/\ Before returning the device, a transport securing device has to be installed. 


If the device or its accessories are returned to Andreas Hettich GmbH & Co. KG, in order to provide protection for 
people, the environment and materials, it has to be decontaminated and cleaned before being shipped. 


We reserve the right to refuse contaminated devices or accessories. 
Costs incurred for cleaning and disinfection are to be charged to the customer. 
We ask for your understanding in this matter. 
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28 Disposal 


The device can be disposed of via the manufacturer. 
A Return Material Authorisation (RMA) form must always be requested for a return. 
If necessary, contact the Technical Service Department of the manufacturer: 
Andreas Hettich GmbH & Co. KG 
Fohrenstrasse 12 
78532 Tuttlingen, Germany 
Phone: +49 7461 705 1400 
Email: service@hettichlab.com 
Disposal costs may be incurred. 


WARNING 
Risk of pollution and contamination for people and the environment. 


When disposing of the centrifuge, people and the environment may be polluted or contaminated by 
incorrect or improper disposal. 


e Removal and disposal may be carried out only by a trained and authorized service personnel. 


The device is intended for the commercial sector ("Business to Business" - B2B). 

According to Directive 2012/19/EU, the devices may no longer be disposed of with household waste. 

The appliances are assigned to the following groups according to the Stiftung Elektro-Altgerate Register (EAR 
(German foundation under civil law)): 


e Group 5 (small appliances) 


Regulations governing disposal of such devices may differ in individual countries. If necessary, contact 


ye The crossed-out bin symbol indicates that the device must not be disposed of with household waste. 
the supplier. 
3) 
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1 Utilisation de ce mode d'emploi 


Lisez et respectez impérativement les consignes et indications contenues dans le mode d'emploi avant d'utiliser 


la centrifugeuse. 


Le mode d'emploi fait partie intégrante de l'appareil. Vous devez le conserver de maniére a toujours étre a 


portée de main. 


Dé ¢ (aR POP? 


— 
— 


« 
‘ 
4,446 
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Si vous changez l'appareil de place, le mode d'emploi doit suivre l'appareil. 


Signification des symboles 


Symbole sur l'appareil : 
Attention, zone de danger général. 


Symbole sur l'appareil : 


respecter le mode d'emploi. 
Ce symbole indique que l'utilisateur doit respecter le mode d'emploi mis a disposition. 


Symbole dans ce document: 

Attention, zone de danger général. 

Ce symbole indique des consignes de sécurité et signale des situations pouvant étre sources de danger. 
Le non-respect de ces instructions peut entrainer des dégats matériels et personnels. 


Symbole sur l'appareil et dans ce document: 
Avertissement de menace biologique pour l'environnement. 


Symbole dans ce document: 
Ce symbole signale des informations importantes. 


Symbole sur l'appareil : 
Le symbole se trouve sur le boitier, a proximité de la charniére. 


Sens de rotation du rotor. 


Symbole sur l'appareil : 
Le symbole se trouve sur le devant du boitier, sous I'ouverture. 


Sens de rotation de la clé hexagonale pour le déverrouillage d'urgence du couvercle. 


Symbole sur l'appareil et dans ce document: 


Symbole pour la collecte séparée des appareils électriques et électroniques, conformément a la directive 
2012/19/EU. 


Utilisation dans les pays de |’Union Européenne ainsi qu’en Norvége et en Suisse. 


Symbole sur I'emballage : 
Ce cété vers le haut. 


Symbole sur I'emballage : 
Stocker, transporter et manipuler I'emballage pour le transport a l'intérieur de la plage d'humidité affichée 
(10% - 80%). 


Symbole sur I'emballage : 


Stocker, transporter et manipuler I'emballage d'expédition a l'intérieur de la plage de température 
affichée (-20°C - +60°C). 


Symbole sur I'emballage : 
Tenir l'emballage pour le transport éloigné de la pluie et le stocker dans un endroit sec. 


Symbole sur I'emballage : 
Fragile, manipuler avec précaution. 
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jx Symbole sur l'emballage: 


Limite d'empilage. Nombre maximum de packs identiques pouvant étre empilés sur le pack le plus bas, 
[n] sachant que ,,n" correspond au nombre de packs autorisés. Le pack le plus bas n'est pas compris dans 


s 


3 Utilisation conforme 


La centrifugeuse EBA 280 / EBA 280 S est un dispositif de diagnostic in vitro conformément au réglement relatif aux 
dispositifs de diagnostic in vitro (UE) 2017/746. 

Le dispositif sert a centrifuger ainsi qu'a enrichir des échantillons d'origine humaine pour un traitement ultérieur a des 
fins de diagnostic. L'utilisateur peut régler les paramétres physiques modifiables concernés dans les limites définies 
par le dispositif. 


La centrifugeuse peut étre utilisée uniquement par un personnel qualifié dans des laboratoires fermés. La 
centrifugeuse est destinée uniquement a la fonction citée ci-dessus. L'utilisation conforme aux dispositions comprend 
le respect de toutes les indications énoncées dans le mode d'emploi et le respect des consignes d'inspection et de 
maintenance. 

Toute utilisation différente ou dépassant ce cadre est considérée comme non conforme. La société Andreas Hettich 
GmbH & Co. n'est pas responsable des dommages qui en résultent. 


4  Risques résiduels 
L'appareil est construit conformément au niveau actuel de la technologie et des régles de sécurité éprouvées. 
L'utilisation et la manipulation non conforme de cet appareil risquent de menacer la santé et I'intégrité corporelle de 
l'utilisateur ou de tierces personnes, ou de détériorer l'appareil ou autres biens matériels. Utilisez exclusivement 
l'appareil conformément a l'usage pour lequel il a été concu et uniquement s'il est dans un état de fonctionnement 
technique irréprochable. 


Remédier sans attendre a tout dérangement susceptible de porter atteinte a la sécurité. 
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5 _ Données techniques 


D-78532 Tuttlingen 
2700 Nm 
Obligation de contrdéle non 
(Oo Regertoosso) | 
Conditions ambiantes 
(EN / IEC 61010-1) 
Emplacement uniquement dans les intérieurs 


Hauteur Jusqu’a 2000 m au dessus du niveau de la mer 


Température ambiante 2°C a 40°C 


Humidité de lair humidité de l’air max. relative 80% pour températures jusqu’a 31°C, 
décroissant en linéaire jusqu’a 50% de Il’humidité relative pour 40°C. 


Catégorie de surtension 
(IEC 60364-4-443) II 


Degré d’encrassement 2 
Catégorie de protection de l’appareil I 


Non approprié pour usage dans un environnement exposé aux 
explosions. 


EMV 


— Emission de parasites, Résistance EN /lIEC FCC Class B EN / IEC FCC Class B 
aux interférences 61326-1, 61326-1, 
catégorie B catégorie B 


Niveau du bruit (en fonction du rotor) < 51 dB(A) < 56 dB(A) 


Dimensions 


— Largeur 
— Profondeur 
— Hauteur 


env. 11 kg 
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6 Consignes de sécurité 


ic Aucune demande garantie ne pourra étre revendiquée auprés du fabricant si les indications données 
dans ce mode d'emploi ne sont pas toutes respectées. 


Notifications d'incidents graves avec l'appareil 


En cas d'incident grave avec l'appareil, le signaler au fabricant et, le cas échéant, aux autorités compétentes. 


Veiller a la stabilité de la centrifugeuse. 


Avant d'utiliser la centrifugeuse, impérativement vérifier si le rotor est enclenché sur I'arbre 
moteur. 


Durant un processus de centrifugation, aucune personne, matiére dangereuse et aucun objet ne 
doivent se trouver dans une zone de sécurité de 300 mm autour de la centrifugeuse selon 
EN / IEC 61010-2-020. 


Les rotors, balanciers et accessoires qui présentent d'importantes traces de corrosion ou des 
défauts mécaniques ou dont la durée d'utilisation a expiré ne doivent plus étre utilisés. 


Suspendre immédiatement I'utilisation de la centrifuge si la cuve de centrifugeuse présente des 
dommages susceptibles de porter atteinte a la sécurité. 


Concernant les centrifugeuses sans réglage de température, il peut y avoir un réchauffement dans 
la cuve de centrifugeuse en cas de température ambiante élevée et/ou d'utilisation fréquente de 
l'appareil. Il n'est donc pas possible d'exclure une modification de I'échantillon due a la 
température. 


e limporte de lire et de respecter le mode d’emploi avant la mise en service de la centrifugeuse. Seules les 
personnes ayant lu et compris le mode d’emploi sont autorisées a manipuler l’appareil. 


e Outre le mode d’emploi et les reglementations contraignantes relatives a la prévention des accidents, il importe 
également de respecter les régles spécifiques et communément admises en matiére de sécurité et de travail. 
Le mode d’emploi doit étre complété des dispositions nationales applicables a la prévention des accidents et a la 
protection de l’environnement. 


e Lacentrifugeuse a été construite conformément a |’état actuel de la technique et son fonctionnement est sdr. Elle 
peut cependant présenter des dangers pour l'utilisateur ou des tiers si son utilisation n’est pas confiée a un 
personnel diment formé, est inadéquate ou non conforme a sa destination. 


e Pendant le fonctionnement, la centrifugeuse ne devra pas étre déplacée ou étre heurtée. 


e Encas de défaillance ou en cas de déverrouillage d’urgence, ne jamais intervenir dans l'appareil lorsque le rotor 
tourne. 


e Afin d'éviter les dommages causés par la condensation en passant d'un local froid a un local chaud, il faut soit 
réchauffer la centrifugeuse en la laissant pendant au moins 3 heures dans le local chaud avant de la raccorder au 
secteur, soit la faire fonctionner pendant 30 minutes dans le local froid pour la chauffer. 


e Pour cet appareil, vous ne devez utiliser que des rotors et des accessoires homologués par le fabricant (voir 
chapitre "Anhang/Appendix, Rotoren und Zubeh6ér/Rotors and accessories"). Avant d'utiliser des récipients de 
centrifugation qui ne sont pas présentés dans le chapitre "Annexe/Appendix, rotors et accessoire/Rotors and 
accessories", l'utilisateur doit s'assurer auprés du fabricant qu'il peut les utiliser. 


e Le rotor de la centrifugeuse doit uniquement étre chargé conformément au chapitre "Chargement du rotor". 


e Dans le cas de la centrifugation a la vitesse maximale, la densité des substances et des mélanges de substances 
ne doit pas excéder 1,2 kg/dm?. 


e ll est interdit de procéder a des centrifugations en présence de défauts d’équilibrage. 
e Lacentrifugeuse ne doit pas étre exploitée dans un environnement explosif. 


e [lest interdit de procéder a des centrifugations : 
— avec des matiéres inflammables ou explosives, 
— avec des matiéres susceptibles de réagir chimiquement ou de dégager d’importantes quantités d’énergie. 
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En cas de centrifugation de substances dangereuses ou de substances mixtes toxiques, radioactives ou 
contaminées par des micro-organismes pathogénes, il incombe a l'utilisateur de prendre les mesures ad hoc. 

ll faut systématiquement utiliser des récipients de centrifugation avec des bouchons spéciaux a vis destinés aux 
substances dangereuses. Dans le cas des substances des groupes de risques 3 et 4, il faut utiliser un systeme 
de sécurité biologique en plus des récipients de centrifugation pouvant étre obturés (voir le manuel "Laboratory 
Biosafety Manual" publié par l’Organisation Mondiale de la Santé). 

En l'absence d'un systéme de sécurité biologique, une centrifugeuse n'est pas étanche du point de vue 
microbiologique au sens de la norme EN / IEC 61010-2-020. 

Cette centrifugeuse ne dispose pas de systéme de sécurité biologique. 


ll est interdit de centrifuger des matiéres fortement corrosives pouvant réduire la résistance mécanique des 
rotors, des supports et des accessoires. 


Les réparations ne peuvent étre effectuées que par une personne autorisée a cet effet par le fabricant. 


Utiliser uniquement les piéces de rechange originales et les accessoires d'origine homologués par les 
Etablissements Andreas Hettich GmbH & Co. KG. 


Les dispositions de sécurité suivantes font foi : 
EN / IEC 61010-1 et EN / IEC 61010-2-020 ainsi que les dérogations nationales. 


La sécurité et la fiabilité de la centrifugeuse seront uniquement garanties si : 
— lacentrifugeuse est utilisée conformément aux instructions du mode d’emploi, 
— installation électrique du site de la centrifugeuse est conforme aux prescriptions EN / IEC. 


Le fait de respecter les prescriptions nationales relatives a la sécurité au travail concernant l'utilisation de 
centrifugeuses de laboratoire sur le lieu de travail prévu a cet effet par l'exploitant releve de la responsabilité du 
dit exploitant. 


Transport et stockage 


Transport 


/\ Installer le dispositif de sécurité pour le transport avant de transporter l'appareil. 


Respecter les conditions ambiantes suivantes pour transporter l'appareil et ses accessoires : 


7.2 


Température ambiante : -20°C a +60°C 
Humidité relative de I'air : 10% a 80%, non condensante 


Stockage 


/\ Ne stocker l'appareil et ses accessoires que dans une piéce fermée au sec. 


Respecter les conditions ambiantes suivantes pour stocker l'appareil et ses accessoires : 


8 


Température ambiante : -20°C a +60°C 
Humidité relative de I'air : 10% a 80%, non condensante 


Etendue de Ia livraison 


Les accessoires suivants sont fournis avec la centrifugeuse: 


= = = = A) = 


cable de raccordement 

fusibles 

clé male six-pans 

mode d'emploi 

fiche de notes concernant la sécurité du transport 
fiche de notes concernant le déverrouillage de secours 


Le(s) rotor(s) et accessoires correspondant sont livrés selon les spécifications de la commande. 
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9 Retirer les dispositifs de sécurité pour le transport 


Retirez impérativement les dispositifs de sécurité pour le transport. 
Conservez ces dispositifs de sécurité afin de les réutiliser lors du transport ultérieur de l'appareil (leur 


montage est obligatoire). 
Le transport de l'appareil est exclusivement autorisé avec les dispositifs de sécurité correspondants. 


Pour protéger l'appareil pendant le transport, on fixe le moteur. 
Retirez impérativement ces dispositifs de sécurité pour le transport avant la mise en service de l'appareil. 


e __Enlevez les deux vis (a) et douilles d'écartement (b). 


iS Pour remonter les dispositifs de sécurité pour le transport, procédez dans I'enchainement inverse. 


10 Mise en service 


e _Retirez les dispositifs de sécurité pour le transport au fond du boitier, voir chapitre "Retirer les dispositifs de 
sécurité pour le transport". 

e Placer la centrifugeuse sur un emplacement approprié de maniére a ce qu'elle soit stable et mettre de 
niveau. Lors de la mise en place, il faut respecter la zone de sécurité exigée de 300mm autour de la 
centrifugeuse selon EN / IEC 61010-2-020. 


) Durant un processus de centrifugation, aucune personne, matiére dangereuse et aucun objet 


ne doivent se trouver dans une zone de sécurité de 300 mm autour de la centrifugeuse selon 
EN / IEC 61010-2-020. 


e Ne pas recouvrir les fentes d'aération. 
Veuillez respecter un écart de 300 mm jusqu'aux fentes et ouvertures d'aération de la centrifugeuse. 
Vérifier que la tension de secteur est identique a la mention de la plaque signalétique. 
Brancher la centrifugeuse avec son cordon de raccordement sur une prise secteur aux normes. Puissance 
connectée voir chapitre "Données techniques". 
e = Allumer l'interrupteur de réseau (position du commutateur "I"). Les LEDs s'allument briévement. 
Vous voyez s'afficher successivement : 
1. le modéle de centrifuge 
2. le numéro type et la version du programme 
3. le code du rotor (R) et la vitesse maximale de rotation du rotor (maxRPM) qui a été reconnu en dernier par la 
reconnaissance du rotor 
4. les paramétres de centrifugation du dernier programme utilisé ou du programme 1 


ZT Quand le couvercle est fermé, le message "Open the lid" s'affiche. 


Dans ce cas, ouvrir le couvercle pour afficher les paramétres de centrifugation. 
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11 Ouvrir et fermer le couvercle 


11.1 Ouvrir le couvercle 


iTS Vous ne pouvez ouvrir le couvercle que si la centrifugeuse est en marche et le rotor a I'arrét. 
Si cela n'est pas possible, consulter le chapitre "Déverrouillage d'urgence". 


cS Si le compteur de cycles est activé, le nombre de cycles de centrifugation restants s'affiche brievement, 
aprés un cycle de centrifugation, pendant l'ouverture du couvercle. 


Exemple : 


RemCyucles= 167683 


e Appuyer sur la touche. Exemple : 
OPEN Le couvercle se déverrouille de maniére proc] _fpror< Trew] LT tminss 
motorisée. 14 4566 bare a | | 


a : couvercle déverrouillé. 
La DEL gauche de la touche s'éteint. 


11.2 Fermer le couvercle 


t Ne pas mettre les doigts entre le couvercle et le boitier. 


Ne pas fermer le couvercle violemment. 


e Poser le couvercle et appuyer légérement Exemple : 


sur le bord avant du couvercle. proc] Pprcr< Trem] [minis 
Le couvercle se verrouille de maniére 1s 4508 5:68 
motorisée. 


& : couvercle verrouillé. 


STOP 
La DEL gauche de la touche brille. 
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12 _‘Insérer et retirer le rotor 


Rotor avec bouton de déverrouillage 


Insérer le rotor : 


iTS La présence d'impuretés entre l'arbre moteur et le rotor empéche au rotor 
d'avoir une position parfaite, et provoque un fonctionnement irrégulier du 
rotor. 
Si besoin est, nettoyer l'arbre moteur (B) et le moyeu du rotor avant 
d'insérer le rotor. 


e Soulever le rotor au bouton de déverrouillage (A) et le poser a I'horizontale sur 
l'arbre moteur (B). Le rotor s'enclenche automatiquement sur l'arbre moteur. 

e Tenir le rotor a gauche et a droite, et tirer legérement vers le haut pour vérifier 
s'il est bien enclenché sur l'arbre moteur. 


Retirer le rotor : 


e _Tirer le bouton de déverrouillage (A) du rotor vers le haut, bien tenir et dter le 
rotor de l'arbre moteur. 


Rotor sans bouton de déverrouillage 


Insérer le rotor : 


ZS La présence d'impuretés entre l'arbre moteur et le rotor empéche au rotor 
d'avoir une position parfaite, et provoque un fonctionnement irrégulier du 
rotor. 

Si besoin est, nettoyer l'arbre moteur (B) et le moyeu du rotor avant 
d'insérer le rotor. 


e Soulever le rotor sur la poignée (C), le poser a l'horizontale sur l'arbre moteur (B) 
et appuyer dessus jusqu'a la butée. 


Retirer le rotor : 


e Bien tenir le rotor a la poignée (C) et I'6ter de l'arbre moteur. 
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13  Chargement du rotor 


Des récipients standard de centrifugation en verre sont résistants jusqu' a un ACR de 4000 (DIN 58970, 


partie 2). 


e —_- Tenir le rotor a gauche et a droite, et tirer legérement vers le haut pour vérifier s'il est bien enclenché sur l'arbre 
moteur. 

e Dans le cas des rotors a balanciers, toutes les positions des rotors doivent étre équipées avec les mémes 
balanciers. 

e Lechargement des rotors et des balanciers doit étre nécessairement symétrique. Les conteneurs de 
centrifugation doivent étre uniformément répartis sur toutes les positions du rotor. Pour les combinaisons 
possibles, voir le Chapitre "Anhang/Appendix, Rotoren und Zubeh6r/Rotors and accessories". 

Dans le cas des rotors a angle fixe, il faut charger tous les logements possibles du rotor, voir au chapitre 
"Annexe/Appendix, Rotors et accessoires/Rotors and accessories". 


Rotor uniformément chargé Non autorisé ! 
Rotor irréguliérement chargé 


e Dans le cas des récipients a garniture de caoutchouc, les récipients de centrifugation doivent avoir le méme 
nombre de garnitures dans la partie inférieure. 
Remplissez les réservoirs de centrifugation uniquement en dehors de la centrifugeuse. 

e La quantité maximale de remplissage indiquée par le fabricant pour les récipients de centrifugation ne doit pas 
étre dépassée. 


Pour les rotors angulaires, remplir les 4 Liquide 
réservoirs de centrifugation de sorte que du \ 

liquide ne puisse pas étre projeté a l'extérieur 
pendant le cycle de centrifugation ——_—_—_»> 
Force centrifuge 


e Aucun fluide ne doit pénétrer dans les rotors angulaires et dans la cuve de centrifugeuse lors du chargement des 
rotors angulaires. 

e Pendant le chargement de la suspension des balanciers, et pendant le balancement de la suspension dans le 
cycle de centrifugation, aucun fluide ne doit pénétrer dans la cuve de centrifugeuse.. 

e La hauteur de remplissage des récipients sera autant que possible égale pour maintenir les différences de poids 
entre les récipients de centrifugation aussi réduites que possible. 

e Le poids du volume de remplissage autorisé est indiqué sur chaque rotor. Il est interdit de dépasser cette tare. 
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14 Eléments de commande et d'affichage 


PROG [>RcF< RPM | thmin:s 


14.1 Pictogrammes 


a 


El = Couvercle déverrouillé. 


mz 
Els Couvercle verrouillé. 


Affichage de la rotation. L'affichage de rotation brille en tournant dans le sens inverse des aiguilles d'une 
montre tant que le rotor tourne. 
14.2 Touches du champ de commande 


Appeler des programmes 
Enregistrer les programmes. 


S e Passer de Il'affichage RPM (RPM) a l'affichage RCF (*RCF<) et inversement. 

RCF Les valeurs RCF s'affichent entre parenthéses > <. 
La LED située au-dessus de la touche brille quand I'affichage RCF est sélectionné. 
RPM: Vitesse de rotation 
RCF : Accélération centrifuge relative 


Touche de sélection de chaque paramétre. 

Chaque pression supplémentaire de la touche permet de sélectionner le paramétre suivant. 
Appeler "MACHINE MENU" (appuyer sur la touche pendant 8 secondes). 

Dans "Machine Menu", sélectionner les menus "—? Info", "-> Settings" et "-> Time & Cycles". 
Faire défiler les menus vers I'avant. 


(a) (vy) e Modifier la valeur d'un paramétre sélectionné auparavant. 
Pour faire défiler plus rapidement les valeurs, maintenez la touche enfoncée. 


oun e Lancer le cycle de centrifugation. 
ea La LED dans la touche brille au cours d'un cycle de centrifugation tant que le rotor tourne. 
e Cycle de centrifugation court. 
Le cycle de centrifugation tourne tant que vous appuyez la touche. La LED dans la touche brille au 
cours d'un cycle de centrifugation tant que le rotor tourne. 
Enregistrer les données et les modifications. 
e Appeler les menus "+ Info", "=> Settings" et "-*> Time & Cycles". 


oStP,} © Terminer le cycle de centrifugation. 


ory Le rotor s’arréte avec le niveau de freinage présélectionné. La LED a droite dans la touche brille 
jusqu'a ce que le rotor soit arrété. La LED a gauche dans la touche brille une fois que le rotor est 
arrété. 


Appuyer deux fois sur la touche pour déclencher l'arrét d'urgence. 
e Déverrouiller le couvercle. 
La DEL gauche de la touche s'éteint. 
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14.3. Réglages possibles 


PROG RCL 


timin 


tlsec 


Begins at 
START 


Begins at 
SPEED 


RPM 


RAD/mm 


RCF 


PROG STO 


102/172 


Emplacement de programme devant étre appelé. 
Vous pouvez appeler les emplacements de programme 1 a 9 et #. 


Durée de fonctionnement. Réglable de 1 a 99 min, en étapes de 1 minute. 
Durée de fonctionnement. Réglable de 1 a 59 s, en étapes de 1 seconde. 
Fonctionnement continu "--:--". Mettre les paramétres t/min et ti/sec sur zéro. 


Compter la durée du cycle. 
La durée du cycle commence a compter immédiatement aprés le démarrage du cycle de centrifugation. 


La durée du cycle commence a compter seulement une fois la vitesse de rotation programmée atteinte. 


cS Vous ne pouvez régler ce paramétre que si la fonction "Dual time" est activée, voir chapitre 
"Activer/désactiver la fonction Dual time". La fonction a été activée en usine. 


Vitesse de rotation 

Vous pouvez saisir une valeur numérique pour paramétrer un régime de 200 RPM jusqu'a vitesse 
maximum du rotor. 

Réglable par pas de 10. 

Vitesse maximum du rotor, voir chapitre "Annexe/Appendix, rotors et accessoires/Rotors and 
accessories". 


Rayon de centrifugation 
Réglable de 10 mm a 330 mm, en étapes de 1 millimétre. 
Rayon de centrifugation, voir chapitre "Annexe/Appendix, rotors et accessoires/Rotors and accessories". 


ZS La saisie du rayon de centrifugation n'est possible que si l'affichage RCF (*RCF¢) est 
sélectionné. 


Accélération centrifuge relative 

Vous pouvez saisir une valeur numérique pour paramétrer un régime de 200 RPM jusqu'a vitesse 
maximum du rotor. 

Réglable par pas de 1. 


in La saisie des données pour I'accélération centrifuge relative (RCF) n'est possible que si 
l'affichage RCF (*RCF<) est sélectionné. 
L'accélération centrifuge relative (RCF) dépend du rayon de centrifugation (RAD). 


L'accélération relative de la centrifugeuse (RCF) et le rayon de centrifugation programmé 
(RAD) s'affichent. 


Etages de montée en puissance de 1 a 9. Etage 9 = temps de montée en puissance le plus court, étage 
1 = temps de montée en puissance le plus long. 


Etages de décélération de 0 a 9. Etage 9 = temps de décélération le plus court, étage 1 = étage de 
décélération long, 
étage 0 = étage de décélération le plus long (décélération par inertie, sans freinage). 


Emplacement sur lequel enregistrer le programme. 
ll est possible d'enregistrer 9 programmes (emplacements de programme 1 a 9). 


Ne pas enregistrer de programmes sur l’emplacement #. 

L'emplacement de programme # sert a enregistrer provisoirement les paramétres de 
centrifugation modifiés. 

Les paramétres de centrifugation sur l'emplacement de programme # sont écrasés chaque fois 
qu'un cycle de centrifugation est exécuté avec des paramétres modifiés qui n'ont pas été 
enregistrés. 
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15 Programmation 


Ne pas enregistrer de programmes sur l’emplacement #. 

L'emplacement de programme # sert a enregistrer provisoirement les paramétres de centrifugation modifiés. 
Si vous ne confirmez pas l'enregistrement des paramétres de centrifugation modifiés sur un emplacement du 
programme, I'écran affichera alors un tiret "-" au lieu du numéro de l'emplacement de programme. Aprés 
démarrage du cycle de centrifugation, ces paramétres de centrifugation sont automatiquement enregistrés sur 
l'emplacement de programme #. 

Les paramétres de centrifugation sur l'emplacement de programme # sont écrasés chaque fois qu'un cycle de 
centrifugation est exécuté avec des paramétres modifiés qui n'ont pas été enregistrés. 


15.1 Entrer ou modifier des programmes 


ZT Pour tourner en fonctionnement continu il faut mettre les paramétres timin et t/sec sur zéro. L'affichage temps 
(t/min:s) indique "--:--". 
Exemple: 
Trea] Ror 


L'accélération centrifuge relative (RCF) dépend du rayon de centrifugation (RAD). Le calcul n'est correct que 
si le rayon de centrifugation est correctement configuré. Pendant la saisie des données de l'accélération RCF, 
le rayon de centrifugation configuré s'affiche. 

Exemple: 

Rii26 RCF= 28535 


Affichage et saisie de l'accélération centrifuge relative (RCF) et du rayon de centrifugation (RAD) ne sont 
possibles que si vous avez sélectionné l'affichage correspondant (*RCF¢). 


Si, aprés ou pendant la saisie de paramétres, vous n'appuyez pas de touche pendant 8 secondes, les 
paramétres précédents réapparaissent. Vous devez alors recommencer la saisie des paramétres. 

Palka 
Vous pouvez a tout moment interrompre la saisie des paramétres en appuyant la touche \°PEN’. Auquel cas, 
les réglages ne seront pas enregistrés. 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (+>RCF¢) 
e Appuyer la touche. ‘proe] _ prcre re] mins ‘pros] _ fror< Trew] | tmins 
PROG RCL: emplacement de programme |PROG RCL = 2! |PROG RCL 
pour les paramétres de centrifugation 
affichés. 
fa\(y) e Avec ces touches, configurer i GE Ta oS = ee 
emplacement de programme cont ilfaut |PROG RCL = i) |PROG FECL 


afficher les paramétres de centrifugation. 


J 


e Appuyer la touche. proc] rere rem] [umins  M Proc] acre [| | ama 
PULSE 


Les paramétres de centrifugation 23% OK EEE $3 OK SEE 
s'affichent. 


la 4566 S66) |1 a> 26534 3:66 


1 


Suite page suivante 
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e Au besoin, appuyez la touche pour 
sélectionner I'affichage RPM (RPM) ou 
l'affichage RCF (*+RCF4). La LED située 
au-dessus de la touche brille quand 
l'affichage (>RCF¢) est sélectionné. 


e Appuyer sur la touche jusqu'a affichage 


Appuyer sur la touche jusqu'a ce que le 
paramétre de centrifugation souhaité 


s'affiche. 
Exemple: t/min : durée de 
fonctionnement, minutes. 


Réglez la valeur souhaitée avec les 


touches. 


Saisir successivement tous les 
paramétres de centrifugation souhaités. 


de I'écran suivant. 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (>RCF<) 


PROG Prcre RPM ] timin:s PROG Prcre RPM ] timin: 


1s 45608 3:66) {1 a> 28334 5:68 


PROG STO: emplacement du programme 


ou sauvegarder les paramétres de 


centrifugation. 


Avec ces touches, configurer 


l'emplacement de programme souhaité. 


Appuyer la touche. 


Les paramétres de centrifugation sont 
ensuite enregistrés sur l'emplacement du 


programme. 


“sec =h4: 38 

PROG STO = 1) |PROG STO = 1 
‘proc | RCF: RPM tmi “Proc | RCF: RPM [7 tmins 
PROG STO = 3) |PROG STO = 3 


PROG Prer< RPM ] timin:s PROG Prer< RPM ] thmin:s 


AK OK GE AK OK AGE 


PROG Pacr< RPM ] thmin:s 
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15.2 Appeler des programmes 


prog ¢ Appuyer la touche. 
PROG RCL: emplacement de programme 


pour les paramétres de centrifugation 


affichés. 


(a) \y) e Avec ces touches, configurer 
l'emplacement de programme dont il faut 


afficher les paramétres de centrifugation. 


J 


cornet e Appuyer la touche. 
Les paramétres de centrifugation 


PULSE 


s'affichent. 


15.3. Enregistrer les programmes 


e Appuyer la touche deux fois. 
PROG STO: emplacement du programme 


ou sauvegarder les paramétres de 


centrifugation. 


(a\(¥) e Avec les touches, configurer 
l'emplacement de programme sur lequel 


enregistrer les paramétres de 


centrifugation. 


gq 
> 
a 
4 
e 


programme. 
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Appuyer la touche. 
Les paramétres de centrifugation sont 
ensuite enregistrés sur l'emplacement du 


F 


\ a, 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (>RCF<) 


PROG RCL = 2) |FROG RCL = 2 


PROG RCL = 1) |PFROG RCL = 1 


PROG P>RCF< RPM ] thmin:s 


AK OK RAGE 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (>RCF¢) 


PROG P>RCF< RPM ] timin:s 


PROG STO = 3 


PROG P>RCF< RPM ] timin:s 


HAR OK AGE 


PROG PRCF< RPM ] timin:s 


ls 45668 3:68 
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16 Centrifugation 


Pendant un cycle de centrifugation, conformément a la norme européenne/ IEC 61010-2-020, veillez a ce que 
personne, ni substance dangereuse ni objet, ne se trouve dans la zone de sécurité de 300 mm autour de la 
centrifugeuse. 


Apres chaque cycle de centrifugation, pendant le déverrouillage du couvercle, le nombre de cycles de 
centrifugation restants s'affiche brieévement. 


Exemple: 
RFemCyucles= 16783 


En cas de dépassement de la différence de poids autorisée pendant le chargement du rotor, le cycle de 
centrifugation s'arréte au démarrage et le message suivant s'affiche: 


PROG >RCF< RPM tmin:s 


IMBALANCE 


STOP 
O=————=O, 
Vous pouvez a tout moment interrompre un cycle de centrifugation en appuyant la touche Cre) 


Vous pouvez sélectionner et modifier les paramétres de centrifugation pendant un cycle de centrifugation. 


Enregistrement des valeurs modifiées sur emplacement de programme #. 
° 


RCF 
Avec la touche , VOUS pouvez a tout moment commuter entre l'affichage RPM (RPM) et l'affichage RCF 


(*RCF¢). Pour travailler avec l'affichage RCF (+RCF2), il faut saisir les données du rayon de centrifugation. 
Si le message suivant s'affiche, 


Oren the lid 
cela signifie que vous ne pourrez continuer a utiliser la centrifugeuse qu'aprés ouverture du couvercle. 
Erreurs de commande et dérangements s'affichent (voir chapitre "Dérangements"). 


e = Allumer l'interrupteur de réseau. Position du commutateur I. 
e Charger le rotor et fermer le couvercle de la centrifugeuse. 


16.1 Centrifugation avec présélection temps 


ie) 


J 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (>RCF¢) 
e Au besoin, appuyez la touche pour Proc] rere “rem] [umins MM Proc] Pprcre Trem] [minis 


sélectionner I'affichage RPM (RPM) ou 1a 4566 5:66) |1 a> 2O53< 5:68 
l'affichage RCF (+RCF). La LED située 


au-dessus de la touche brille quand 
l'affichage (+RCF<¢) est sélectionné. 


e Saisir les paramétres de centrifugation souhaités (voir [Reasce “Rew | asi proc] PRer< Few] rns 
chapitre "Programmation". 1s 46006 4:36) [1 a> 2254<¢ 4:30 


J 


e Appuyer la touche. ‘pros] rere Gi Gols ew] [amine 
puss Le cycle de centrifugation démarre. 19 4568 3115) |i o> BES46 3115 


J 


Pendant le cycle de centrifugation, I'écran 
affiche la vitesse de rotation du rotor ou la 
valeur RCF en résultant, ainsi que le 
temps restant. 


Suite page suivante 


106/172 Rev. 06 / 12.2022 AB1101DEENFRIT 


e A échéance du temps paramétré ou en cas d'arrét du 


STOP 
O———=O} 
cycle de centrifugation avec la touche tam l'arrét 
se déclenche avec le niveau de freinage paramétré. 
Le niveau de freinage s'affiche. Exemple —_7 


16.2 Fonctionnement continu 


e Au besoin, appuyez la touche pour 
RCF sélectionner I'affichage RPM (RPM) ou 
l'affichage RCF (*RCF4). La LED située 
au-dessus de la touche brille quand 
l'affichage (>RCF¢) est sélectionné. 


J 


e Saisir les paramétres de centrifugation souhaités. 
Mettre les paramétres t/imin et t/sec sur zéro (voir 
chapitre "Programmation". 


START e Appuyer la touche. 
ices Le cycle de centrifugation démarre. 


Pendant le cycle de centrifugation, I'écran 
affiche la vitesse de rotation du rotor ou la 
valeur RCF en résultant, ainsi que le 
temps écoulé. 


STOP e Appuyer la touche. 

OPEN Le cycle de centrifugation s'arréte. 
L'arrét se déroule avec le niveau de 
freinage réglé. Le niveau de freinage 
s'affiche. Exemple ~+~7 


FR 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (>RCF<) 


PROG >RCF< RPM thmin:s 


1oa?> 22315 “~~? 


Exemple: Exemple: 
affichage RPM (RPM) affichage RCF (>RCF¢) 


PROG P>RCF< RPM ] timin:s PROG >RCF< RPM ] timin:s 


1s 4508 3:66) {1 a> 28534 5:68 


PROG >RCF< RPM ] timin:s 


1g? 225946 soins 


13 4666 2r45) jl a2 22544 24 


1a 35956 “S_F] jl a? 223514 “_7 


AB1101DEENFRIT Rev. 06 / 12.2022 107/172 


FR 


16.3 Cycle de centrifugation court 


Exemple: 
affichage RPM (RPM) 


2 e Au besoin, appuyez la touche pour roc] — Brer< Rew] tines 
sélectionner l'affichage RPM (RPM) ou 1s 4568 5: BG 
l'affichage RCF (*RCF¢). La LED située 
au-dessus de la touche brille quand 
l'affichage (>RCF<) est sélectionné. 
e Saisir les paramétres de centrifugation souhaités (voir [Reaisce “rem | Umines 
chapitre "Programmation"). 1s 4666 5: fe 
GorART e Appuyer la touche et maintenez la ros] — Brer< vrew | [ umins 


= enfoncée. i. 4000 oF24 
Pendant le cycle de centrifugation, l'écran 
affiche la vitesse de rotation du rotor ou la 
valeur RCF en résultant, ainsi que le 
temps écoulé. 
START e Relacher la touche. proc] _frer< Trem] [tins 


Le cycle de centrifugation s'arréte. 1 
L'arrét se déroule avec le niveau de 

freinage réglé. Le niveau de freinage 

s'affiche. Exemple ~*~7. 


q 3956 “+7? 


17 =“ Arrét d'urgence 


Exemple: 
affichage RPM (RPM) 


e Appuyer la touche deux fois. proc] Prere 


En cas d'arrét d'urgence, le systeme 
s'arréte avec le niveau de freinage 9 
(temps d'arrét le plus court). Le niveau de 
freinage —_9 s'affiche. 


thmin:s 


STOP 
O—=O, 
OPEN 


1a 42768 #“_9 
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Exemple: 
affichage RCF (>RCF<) 


PROG Prer< RPM ] timin:s 


1 a> 28534 S'88 


Exemple: 
affichage RCF (>RCF¢) 


1a? 25684 “_9 


timin:s 
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18 Reconnaissance du rotor 
La centrifugeuse est 6quipée d'une reconnaissance automatique du rotor. 
Apres démarrage de chaque cycle de centrifugation , le systeme exécute un cycle de reconnaissance du rotor. 


A la premiére lecture du code d'un rotor par le systeme de reconnaissance du rotor, le cycle de centrifugation s'arréte 
automatiquement aprés reconnaissance du rotor. Le code du rotor (R) et la vitesse maximum (maxRPM) du rotor 
autorisée pour cette centrifugeuse s'affichent. 


RF 3 maxRPM 3668 


STOP 


\O: ‘O} 
Aprés arrét du rotor (la LED gauche de la touche \°5/ brille), appuyer n'importe quelle touche. Le nombre 


maximum de cycles autorisés pour le rotor s'affiche. 


=a] = ml = 
Cuc lim=< Shee > 


Il faut maintenant configurer le nombre maximum de cycles autorisés pour le rotor respect. la suspension (voir 
chapitre "Compteur de cycles"). 


En cas d'utilisation d'un rotor dont le code a déja été mémorisé par la reconnaissance du rotor, sa vitesse maximum 
autorisée (ROTOR MAX) pour cette centrifugeuse s'affiche briévement aprés démarrage du cycle de centrifugation. 
Exemple: 

ROTOR MAX= So88 


TZ Si la vitesse réglée est supérieure a la vitesse maximum de rotor autorisée pour cette centrifugeuse, le cycle 
de centrifugation s'arréte aprés reconnaissance du rotor et les messages suivants s'affichent en alternance: 


Exemple: 
PROG Prer< | timin:s PROG Prcr< “pew | timin:s 


RPM > ROTOR MAX) |ROTOR MAX= Seo8 


Dans ce cas, il faut vérifier la vitesse de rotation affichée et l'ajuster sur la vitesse maximum du rotor. 
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19 Compteur de cycles 


in La durée d'utilisation de certains rotors et suspensions est limitée sur un nombre maximum de cycles de 
centrifugation. Les rotors et suspensions correspondants sont spécifiés par le nombre maximum de cycles 
autorisés. 


La centrifugeuse est Equipée d'un compteur qui compte les cycles de centrifugation des différents codes du rotor 
(voir également chapitre "Reconnaissance du rotor"). 
Aprés chaque cycle de centrifugation, pendant le déverrouillage du couvercle, le nombre de cycles de centrifugation 
restants s'affiche briévement. 
Exemple: 

RemCycles= 16783 


Lorsque le nombre maximum de cycles autorisés pour le rotor est atteint, I'écran affiche le message suivant a chaque 
démarrage d'un cycle de centrifugation, et vous redevez relancer le cycle. 
PROG Prer< “Rem | timin:s 


Cycles passed 


) Si le message s'affiche 


remplacer immédiatement le rotor, respect. les suspensions concernées par un rotor neuf, respect. une 
suspension neuve, pour des raisons de sécurité. 


Aprés remplacement du rotor, respect. de la suspension, il faut remettre le compteur de cycles du code-rotor 
correspondant sur zéro (voir chapitre "Remettre compteur de cycles a zéro"). 


A la premiére lecture du code d'un rotor par le systeme de reconnaissance du rotor, le cycle de centrifugation s'arréte 
automatiquement aprés reconnaissance du rotor. Le code du rotor (R) et la vitesse maximum (maxRPM) du rotor 
autorisée pour cette centrifugeuse s'affichent. 

Puis il faut ajuster le nombre maximum de cycles autorisés pour le rotor respect. la suspension. 


/\ Pour les rotors libres, il faut toujours régler le nombre maximum de cycles autorisés pour la suspension. 


Configurer le nombre maximum de cycles autorisés pour le rotor, respect. la suspension, en procédant comme suit: 


Exemple: 


Affichage aprés reconnaissance du rotor. (E=aiiisss Feu] [umn 
R: code du rotor. FE 3 maxRPh Seaa 


maxRPM: vitesse maximum de rotor 
autorisée pour cette centrifugeuse. 


Appuyer e Patienter jusqu’a ce que la LED gauche proc] fror< rem] [| umins 


n'importe _ STOP | Cyc lim=< 5e800> 
quelle de la touche \°°EN/ prille. 


touche.  Appuyer n'importe quelle touche. 
Le nombre maximum de cycles autorisés 
s'affiche. 


1 


Suite page suivante 
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Exemple: 


e Vérifier si le nombre maximum de cycles autorisés ‘PROG | 
affiché concorde avec les données du rotor, respect. 
des suspensions. 

Dans le cas contraire, configurer le nombre maximum 
de cycles autorisés en fonction des données 
spécifiées pour le rotor, respect. les suspensions. 


t= Pour les rotors et suspensions dont la durée 
d'utilisation n'est pas limitée a un nombre 
maximum de cycles de centrifugation, il faut les 
mettre sur zéro. 


in:s 


Cuc lim=< Seen > 


(a\(y) e Ajuster la valeur correcte avec les pros] rors re] [emis 
touches. Cyc lim=* Seeo8> 

{START e Appuyer la touche. proc] Prer< Trem] [tins 
pubes Enregistrement du nombre maximum de is 4568 5:68 


cycles autorisés. 


20 Réglages et demandes 


% MACHINE MENU + 


PROG ] >RCF< RPM [ timin:s 


-> Settings 


Demande: Réglage: 
e Informations systéme e Signal sonore 
(chapitre 20.1) (chapitre 20.2) 


e Déverrouillage 
automatique du 
couvercle aprés le 
cycle de centrifugation 
(chapitre 20.4) 


e Désactivation 
automatique de 
l'éclairage d'arriére-plan 
(chapitre 20.5) 


e Signal optique a la fin 
du cycle de 
centrifugation 
(chapitre 20.3) 


e Paramétres de 
centrifugation affichés 
apres enclenchement 
de l'appareil 
(chapitre 20.6) 


e Activer/désactiver la 
fonction "Dual time" 
(chapitre 20.7) 
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PROG >RCF< RPM ] timin:s 


—> Time &® Cucles 


Demande: 


e Heures de 
fonctionnement 
(chapitre 20.8) 


e Nombre de cycles de 
centrifugation exécutés 
(chapitre 20.8) 


Réglage: 


e Compteur de cycles 
(chapitre 20.9) 


FR> 
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20.1 Demander des informations sur le systeme 


Vous pouvez demander les informations-systéme suivantes: 
e modeéle de centrifugeuse, 

e vitesses maximum des différents codes-rotor, 

e version du programme de la centrifugeuse, 

e type du convertisseur de fréquence, 

e version du programme du convertisseur de fréquence 


Lorsque le rotor est a I'arrét, procédez comme suit pour vos demandes d'informations: 


STOP 
\O: ‘O} 
TS Vous pouvez a tout moment interrompre la procédure en appuyant la touche baa) 


e Appuyer la touche pendant 8 secondes. proc] Prer< "Rew | minis 
*% MACHINE MENU 


e Appuyer la touche. proc] —Prer< em nina 


J- G- @ 
a 

I 

r 

1 

a 

= 

oO 


e Appuyer la touche. Proc| Pror< Fn] Uminss PROG] rere Feu] [umn 


eee Modéle de centrifugeuse EBA 286 EBA 7885 


fo) 


C+ 


e Appuyer la touche. Exemple: 
R: code du rotor. proc] rere | Tap 


# : le code du rotor en cours d'utilisation FR ZRPMmax SARG 


est signalé par une toile. 
RPMmax: vitesse maximum de rotor 
autorisée pour cette centrifugeuse. 


(a) \v) e avec les touches, vous pouvez afficher Exemple: 


les vitesses maximum des différents pros|  Pror< T= |e 

codes-rotor. R 18 RPMmax 6868 
e Appuyer la touche. : 

Version du programme de la proc] rere Trew] [ umins 


centrifugeuse. CP FW= Veil. 68 


e Appuyer la touche. Exemple: 
Type du convertisseur de fréquence. proc] — frer< “rem tmin:s 
FC tyre LC 388A 


ese ¢ Appuyer la touche. Exemple: 
Version du programme du convertisseur proc] Pror< a timin:s 


de fréquence. FC FiJ= D1.81 
oStoP.,| © Appuyer deux fois la touche pour quitter Exemple: 
alin le menu "—* Info" ou trois fois pour quitter (EaWrs re] mines pros] rere ren] mins 


le "XMACHINE MENUS". * MACHINE MENU #) |1 6 4588 ES) ) 
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20.2 Signal sonore 
Le signal sonore retentit: 


e _enintervalles de 2 secondes en cas de dérangement. 


F 


\ a, 


e —_enintervalles de 30 secondes une fois le cycle de centrifugation terminé et le rotor arrété. 
Appuyer n'importe quelle touche pour arréter le signal sonore. 
Lorsque le rotor est a l'arrét, vous pouvez régler le signal sonore en procédant comme suit : 


STOP 
O——eO) 
Vous pouvez a tout moment interrompre la procédure en appuyant la touche \PEN/, Auquel cas, les réglages 


ne seront pas enregistrés. 


es ¢ Appuyer la touche pendant 8 secondes. 


e Appuyer sur la touche jusqu'a affichage 
de l'écran suivant. 


e Appuyer la touche. 
End beep : Signal sonore a la fin du 
cycle de centrifugation. 
off : signal désactivé. 
on: signal activé. 


(a) iv) ¢ Sélectionnez off (Arrét) ou on (Marche) 
avec les touches. 


e Appuyer la touche. 
Error beep : signal sonore dés apparition 
d'un dérangement. 
off : signal désactivé. 
on: signal activé. 


(a) iv) ¢ Sélectionnez off (Arrét) ou on (Marche) 
avec les touches. 


e Appuyer la touche. 
Beep volume : volume du signal sonore. 
min : bas 


mid : moyen 
max : fort 


e Sélectionnez min, mid, ou max avec les 
touches. 


J 


Suite page suivante 
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#% MACHINE MEM 


—-> Settings 


timin:s 


End beer =oTT 
End beer =oTT 
Error beere =ott 
Error beee =ott 


Beer volume =min 


Beer volume =mid 


eer Volume =mMin 


; 


Beer volume =mid 
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End beer =ori 
End beer =or 
Error beeF =orn 
Error beeF =on 


Beer volume =max 


PROG P>RCF< RPM ] timin:s 


Beer volume =max 
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e Appuyer la touche pour enregistrer le pros] Prcre Rew] umin:s 
PULSE réglage. Store setting... 


PROG Pacr< RPM ] thmin:s 


—-> Settings 


oStoP.,| © Appuyer cette touche une fois pour quitter Exemple: 
OFEN le menu proG| — prcr< “pew | timin:s pRoG| — fprcr< “rem | timin:s 


"= Settings" ou deux fois pour quitterle |x MACHINE MENU *] |1 4 4588 a: AG 
"& MACHINE MENU #". 


20.3 Signal optique a la fin du cycle de centrifugation 


A la fin du cycle de centrifugation, I'éclairage en arriére-plan de l'affichage clignote pour vous signaler optiquement 
que le cycle de centrifugation est terminé. 


Lorsque le rotor est a l'arrét, vous pouvez activer ou désactiver le signal optique comme suit: 


STOP 
\O: ‘O} 
TT Vous pouvez a tout moment interrompre la procédure en appuyant la touche co 


¢ Appuyer la touche pendant 8 secondes. {Gq Scala Nl ns 
* MACHINE MENU x 


1 


e Appuyer sur la touche jusqu'a affichage proc] Prer< Rew] Uminis 


de I'écran suivant. -—> Settings 


1 


e Appuyer la touche. “pros]_ pror< ren] = “pros] rere wee] [amine 
— End beer End beer =on 


1 


e Appuyer sur la touche jusqu'a affichage proc] pror< RPM min: PROG] rere rem] tmin:s 


de l'un des deux écrans. End blinkins=off| |End blinking=on 


End blinking : clignotement de 
l'éclairage d'arriére-plan aprés le cycle de 


centrifugation. 
off : I'éclairage d'arriére-plan ne clignote 
pas. 


on : I'éclairage d'arriére-plan clignote. 


PROG Prcr< RPM ] timin:s 


(a) \y) ¢ Sélectionnez off (Arrét) ou on (Marche) : 
avec les touches. End blinking=off| [End blinking=on 


PRCF< RPM ] tmin: 


START e Appuyer la touche pour enregistrer le Prcr re] tmin:s 
eons réglage. Store setting... 


PROG Pacr< RPM ] thmin:s 


-> Settings 


STOP e Appuyer cette touche une fois pour quitter Exemple: 
OFEN le menu proc] rere em] rare Peer RPM Tres 


"=> Settings" ou deux fois pour quitterle |# MACHINE MENU *¥ 5 4568 a: Ae 
"& MACHINE MENU #". 
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20.4 Déverrouillage automatique du couvercle aprés le cycle de centrifugation 
Vous pouvez paramétrer si le couvercle doit se déverrouiller automatiquement ou pas aprés le cycle de 


centrifugation. 


Lorsque le rotor est a l'arrét, vous pouvez procéder comme suit pour ce faire: 


STOP 


0 0; 
Vous pouvez a tout moment interrompre la procédure en appuyant la touche \PEN/, Auquel cas, les réglages 


ne seront pas enregistrés. 


e Appuyer la touche pendant 8 secondes. 


e Appuyer sur la touche jusqu'a affichage 
de l'écran suivant. 


1 


START e Appuyer la touche. 
PULSE 


1 


e Appuyer sur la touche jusqu'a affichage 
de l'un des deux écrans. 


Lid AutoOpen : déverrouillage 

automatique du couvercle aprés le cycle 

de centrifugation. 

off : pas de déverrouillage automatique 
du couvercle. 

on : déverrouillage automatique du 

couvercle. 


(a) (v) e Sélectionnez off ou on avec les touches. 


START e Appuyer la touche pour enregistrer le 
PUESE réglage. 


STOP e Appuyer cette touche une fois pour quitter 
SEEN le menu 
"—} Settings" ou deux fois pour quitter le 
" MACHINE MENU #". 


*% MACHINE MEM 


PROG P>RCF< RPM ] timin:s 


-> Settings 


End beer =oft| |End beer =or 


PROG >RCF< RPM ] timin:s 


Lid AutoOFen=on 


PROG P>RCF< RPM ] timin:s PROG >RCF< RPM ] timin:s 


Lid AutoOFen=ofT) |Lid AutoOren=on 


PROG P>RCF< RPM ] timin:s 


PROG PRCF< RPM ] timin:s 


-> Settings 


Exemple: 
PROG Prer< “peu | timin:s PROG Prer< “peu | timin:s 


% MACHINE MENU #) |1 6 4566 Sie 
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20.5 Eclairage d'arriére-plan de I'affichage 


Pour économiser de l'énergie, vous pouvez paramétrer si, aprés un cycle de centrifugation, I'éclairage d'arriére-plan 


de l'affichage doit s'éteindre au bout de 2 minutes. 
Lorsque le rotor est a I'arrét, vous pouvez procéder comme suit pour ce faire: 


\O: 
Vous pouvez a tout moment interrompre la procédure en appuyant la touche 


ne seront pas enregistrés. 


STOP 
oreN /, Auquel cas, les réglages 


e Appuyer la touche pendant 8 secondes. {Gg-NSoalicoy Ill mucin 
* MACHINE MEM # 


e Appuyer sur la touche jusqu'a affichage a scan es 
de I'écran suivant. -> Settings 


1 


aul e Appuyer la touche. proc] Prer< oe 
—- End beer =oTf 


1 


e Appuyer sur la touche jusqu'a affichage proc] Prer< “Rew Uminis 


de l'un des deux écrans. Power save =ofFf 
Power save : arrét automatique de 


l'éclairage d'arriére-plan. 
off : arrét automatique désactivé. 
on : arrét automatique activé. 


(a)(y) e Sélectionnez off (Arrét) ouon (Marche) {Gg Scelncy Il Rhine 
avec les touches. Power save =ott 


START e Appuyer la touche pour enregistrer le proc] _ Pror< rem] tins 


PULSE réglage. Store setting... 


—-> Settings 


STOP e Appuyer cette touche une fois pour quitter 
OPEN le menu pros| Pror< Feu] [mins 


"= Settings" ou deux fois pour quitterle | MACHINE MENU 
"& MACHINE MENU #". 
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20.6 Paramétres de centrifugation affichés aprés activation de l'appareil 


Aprés activation de l'appareil, les paramétres de centrifugation du dernier programme utilisé ou du programme 1 
s'affichent. 


Lorsque le rotor est a l'arrét, vous pouvez procéder comme suit pour ce faire: 


STOP 


0 0; 
Vous pouvez a tout moment interrompre la procédure en appuyant la touche \PEN/, Auquel cas, les réglages 
ne seront pas enregistrés. 


e Appuyer la touche pendant 8 secondes. {Gq SceNNcc Nl cis 
% MACHIME MEHU 


J 


e Appuyer sur la touche jusqu'a affichage  {Gg-Nccallllllcoy Nl lenin 


de I'écran suivant. -> Settings 


START e Appuyer la touche. pros] — pror< | tmin:s proc] rere “Rem | Uminss 
6. ppuy: 
— End beer =off| |End beer =on 


1 


e Appuyer sur la touche jusqu'a affichage 
de l'un des deux écrans. 


Start Pr: programme affiché aprés 
activation. 

First: programme 1. 

Last: dernier programme utilisé . 


(a) (vy) e Régler First ou Last avec les touches. 


START e Appuyer la touche pour enregistrer le proc] Prer< Tem] [amiss 
ses réglage. Store setting... 


PROG Prere RPM ] thmin:s 


—-> Settings 


STOP e Appuyer cette touche une fois pour quitter Exemple: 
OFEN le menu Proc]  Pror< Feu] [mins PRor< rem] [mins 


"= Settings" ou deux fois pour quitterle | MACHINE MEH & 5 4560 a: Be 
"% MACHINE MENU 3". 
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20.7 Activer/désactiver la fonction "Dual time" 


Pour régler la durée de marche (paramétre Begins at START et paramétre Begins at SPEED), la fonction "Dual 


time" doit étre activée. La fonction a été activée en usine. 


Lorsque le rotor est a I'arrét, vous pouvez procéder comme suit pour ce faire: 


Vous pouvez a tout moment interrompre la procédure en appuyant la touche 
ne seront pas enregistrés. 


STOP 
‘O) 
oreN /, Auquel cas, les réglages 


* MACHINE MENU 


e Appuyer la touche pendant 8 secondes. 


e Appuyer sur la touche jusqu'a affichage | [mins 


de I'écran suivant. 


—-> Settings 


J 


START e Appuyer la touche. proc] _prere RPM tminss 

— End beer =oTf 

¢ Appuyer sur la touche jusqu’a affichage {Gq nce Els 
de l'un des deux écrans. Dual time = off 


Dual time: Compter la durée du cycle. 
on : Fonction activée. 
off : Fonction désactivée. 


Paramétrer avec les touches off (Arrét) 
ou on (Marche). 


lid e Appuyer la touche pour enregistrer le pros] Prer< Trew] [ uinss 
— réglage. Store setting... 


PROG 


—- > Settings 


>RCF< RPM I thmin:s 


Appuyer cette touche une fois pour quitter 
le menu 

"— Settings" ou deux fois pour quitter le 
"# MACHINE MENU 5". 


* MACHINE MENU 
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End beer =on 
Dual time = on 


PROG 


Dual time = on 


Exemple: 
RPM 


reg) 


s 4566 
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20.8 Demander les heures de fonctionnement et le nombre de cycles de centrifugation 


Les heures de fonctionnement sont répartie en heures de service internes et externes. 


Heures de service internes: durée totale pendant laquelle l'appareil était enclenché. 
Heures de service externes: durée totale des cycles de centrifugation effectués jusque maintenant. 


Lorsque le rotor est a l'arrét, procédez comme suit pour vos demandes d'informations: 


STOP 
O——0O; 
Re Vous pouvez a tout moment interrompre la procédure en appuyant la touche Cae) 


J 


START 
PULSE 


1 


SELECT; 


J 


SELECT; 


J 


\O: 


OPEN 


STOP 
‘0; 


e Appuyer la touche pendant 8 secondes. 


e Appuyer sur la touche jusqu'a affichage 
de I'écran suivant. 


e Appuyer la touche. 
TimeExt : heures de service externes. 


e Appuyer la touche. 
Timelnt : heures de service internes. 


e Appuyer la touche. 
Starts : nombre total des cycles de 
centrifugation. 


e Appuyer la touche deux fois pour quitter 
le menu "=? Time & Cycles" ou trois fois 
pour quitter le "*¥ MACHINE MENU 3". 
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* MACHINE MEM 


PROG P>RCF< RPM | timin:s 


—-> Time ® Cycles 


Exemple: 
TimeInt= i766 h 


Exemple: 
PROG Prere | timin:s 


Starts = S325 


% MACHINE MENU # 
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20.9 Remettre le compteur de cycles a zéro 


Apres remplacement du rotor, respect. de la suspension, il faut remettre le compteur de cycles pour le code du rotor 
correspondant sur zéro. 


Ne remettez le compteur de cycles a zéro qu'aprés remplacement du rotor, respect. de la suspension, par un 
rotor neuf, respect. une nouvelle suspension. 


Lorsque le rotor est a l'arrét, vous pouvez réinitialiser le compteur de cycles comme suit: 


STOP 


\O: ‘O) 
Vous pouvez a tout moment interrompre la procédure en appuyant la touche \PEN/, Auquel cas, les réglages 
ne seront pas enregistrés. 


e Appuyer la touche pendant 8 secondes. {qj ScelwNNc NS 
* MACHINE MEHL x 


e Appuyer sur la touche jusqu'a affichage Prcr< RPM Uminis 


de I'écran suivant. —> Time & Cucles 


J 


START e Appuyer la touche. Exemple: 
PULSE PROG Prcr< “pew | timin:s 


TimeExt= 15343 h 


e Appuyer sur la touche jusqu'a affichage  (Gg-N scallion ll lec 


de l'écran suivant. Cuc sum= SHRI 
Cyc sum : nombre de cycles effectués. 


RCE e Appuyer la touche. proc] ror Few] [mins 
Cyc sum=< SHRI > 


(v) e Appuyer la touche. proc] — Prer< 7] il 
Remise a zéro du nombre de cycles Cuc sum=< A> 
effectués. 


L 


START e Appuyer la touche pour enregistrer le PROG] pRcr< peu] tmin:s 


0: 
PULSE réglage. Store cycles ... 


PROG Pror< RPM ] thmin:s 


Cyc Sum= a 
ostoP.,] © Appuyer la touche deux fois pour quitter Exemple: 
SEEN le menu "=* Time & Cycles" ou trois fois (Reales Trew] [ timins MN Pros] acre Trem] PO timins 


pour quitter le "=F MACHINE MENU %". * MACHINE MEHU x) |1 4 45e8 5: aa 
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21 Accélération centrifuge relative (RCF) 

L'accélération centrifuge relative (RCF) est indiqué en tant que multiple de l'accélération gravitationnelle (g). Il s'agit 
d'une valeur dépourvue d'unité, qui sert a la comparaison entre la puissance de séparation et de sédimentation. 

Le calcul s’effectue a l’aide de la formule suivante: 


2 
RPM RCF 
RCF =| ——| xrx1,118 > RPM = ,;————_ x 1000 
1000 rx1,118 


RCF = accélération centrifuge relative 
RPM = régime 
r =rayon de centrifugation en mm = distance qui sépare le centre de I'axe de rotation du fond de la cuve de 
centrifugation. Rayon de centrifugation voir chapitre 
"Anhang/Appendix, Rotoren und Zubeh6r/Rotors and accessories ". 


ic. L'accélération centrifuge relative (RCF) est dépendante du régime et du rayon de centrifugation. 


22 Centrifugation de matiéres et de mélanges d'une densité supérieure a 1,2 kg/dm* 
Dans le cas de la centrifugation a la vitesse maximale, la densité des substances et des mélanges de substances ne 
doit pas excéder 1,2 kg/dm?. Réduire la vitesse de rotation pour les matiéres et mélanges ayant une densité 
supérieure. 
La vitesse de rotation autorisée se calcule de la maniére suivante: 

1,2 


Vitesse de centrifugation lente (nred) = — —- x Vitesse de rotation maximum [RPM] 
densité supérieure [kg/dm*] 


Exemple: Vitesse de rotation maximum RPM 4000, densité 1,6 kg/dm°* 


3 
nrea=_ [22 ka/dm® 4000 RPM = 3464 RPM 
1,6 kg/dm? 


En cas d’incertitude, prendre contact avec le fabricant. 


23 Déverrouillage de secours 
En cas de panne de courant, il est impossible de déverrouiller le couvercle par voie moteur. II faut donc procéder a 
un déverrouillage de secours manuel. 


Pour un déverrouillage de secours, débranchez la centrifugeuse du réseau. 
N'ouvrez le couvercle que si le rotor est a l'arrét. 


PRUDENCE! Lors du déverrouillage de secours, si vous tournez la clé six-pans dans le sens des aiguilles 
d'une montre (a droite), vous endommagez le verrou. 


Ne tournez la clé six-pans que dans le sens inverse des aiguilles d'une montre (vers la gauche), voir 
illustration. 


e Débranchez la tension du réseau en mettant I'interrupteur en position "0". 
Vérifiez par la fenétre du couvercle que le rotor est bien a l'arrét. 

e =Insérez la clé six-pans a I'horizontale dans l'ouverture A et tournez la avec 

précaution dans le sens inverse des aiguilles d'une montre (vers la gauche) 

jusqu'a ouverture du couvercle. 

Retirez la clé six-pans de Il'ouverture. 
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24 Entretien et maintenance 


A L'appareil est peut-étre contaminé. 


) Retirer la prise de secteur avant de nettoyer. 


Avant d'utiliser une procédure de nettoyage ou de décontamination autre que celle recommandée par le 
fabricant, l'utilisateur vérifiera auprés du fabricant que la procédure prévue n'endommage pas l'appareil. 


Ne pas nettoyer centrifuges, rotors et accessoires dans un lave-vaisselle. 

Seul le nettoyage manuel et une désinfection liquide sont autorisés. 

La température de l'eau doit étre située entre 20 et 25°C. 

Utiliser exclusivement des agents de nettoyage ou de désinfection qui : 

— ontun pHde 5a8, 

— ne contiennent pas de substances caustiques, de peroxyde, composés chlorés, acides ni alcalins. 

e _Respecter impérativement les consignes spéciales d'utilisation données par le fabricant des agents de nettoyage 
et de désinfection, afin de prévenir la corrosion par les agents de nettoyage et de désinfection. 


24.1 Centrifugeuse (boitier, couvercle et cuve) 


24.1.1 Entretien et nettoyage des surfaces 


e Nettoyer réguliérement le boitier de la centrifugeuse et le compartiment de centrifugation et les laver en cas de 
besoin avec du savon ou un détergent doux et un chiffon humide. Ces opérations sont nécessaires pour garantir 
I'hygiéne et pour prévenir la corrosion par la présence durable d'impuretés. 

e Substances des nettoyants adéquats : 

savon, agents anioniques et non ioniques. 

Aprés utilisation des nettoyants, enlevez les résidus en essuyant l'appareil avec un chiffon humide. 

Séchez immédiatement les surfaces aprés nettoyage. 

Sécher le bol avec un chiffon absorbant en cas de dépét d'eau de condensation dans le bol de la centrifugeuse. 

Frotter légérement le joint d'étanchéité en caoutchouc du compartiment de centrifugation, aprés chaque 

nettoyage, avec un produit d'entretien pour caoutchouc. 

e = Vérifiez tous les ans le bon état de la cuve. 


N'utilisez plus la centrifugeuse si elle présente des dommages susceptibles de porter atteinte a la sécurité. 


Auquel cas, contactez le service aprés-vente. 


24.1.2 Désinfection des surfaces 


e Le bol de la centrifugeuse doit étre nettoyé immédiatement dans le cas ou un matériau infectieux a pénétré dans 
le bol de la centrifugeuse. 

e Substances des désinfectants adéquats : 
éthanol, n-propanol, éthylenehexanol, agents anioniques, inhibiteurs de corrosion. 
Aprés utilisation de désinfectants, enlevez les résidus en essuyant l'appareil avec un chiffon humide. 

e Séchez immédiatement les surfaces aprés désinfection. 


24.1.3  Décontamination de substances radioactives 


L'agent employé doit expressément convenir pour une décontamination de substances radioactives. 
Substances des agents adaptés a une décontamination des substances radioactives : 
agents anioniques, non ioniques agents, éthanol polyhydre. 

e Aprés décontamination des substances radioactives, enlevez les résidus en essuyant l'appareil avec un chiffon 
humide. 

e Séchez immédiatement les surfaces aprés décontamination des substances radioactives. 
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24.2 Rotors et accessoires 


24.2.1 Nettoyage et entretien 


Afin de prévenir la corrosion et toute modification des matériaux, il faut nettoyer réguliérement les rotors et 
lesaccessoires avec du savon ou un détergent doux et un chiffon humide. Il est vivement recommandé 
d'effectuer un nettoyage au moins une fois par semaine. Enlevez immédiatement les impuretés. 

Substances des nettoyants adéquats : 

savon, agents anioniques et non ioniques. 

Apres utilisation de nettoyants, enlevez les résidus en ringant a l'eau claire (uniquement a l'extérieur de la 
centrifugeuse) ou en essuyant les surfaces avec un chiffon humide. 

Séchez rotors et accessoires immédiatement aprés nettoyage. 

Aprés séchage, les rotors d'angle, les réservoirs et la suspension en aluminium seront enduits d'une pellicule de 
graisse sans acide, par exemple la vaseline. 

Vérifier une fois par semaine l'état des rotors et des accessoires afin de détecter les éventuelles détériorations 
issues de l'usure et l'oxydation. 


/\ Les rotors et les accessoires usés et endommagés par la corrosion ne doivent plus étre utilisés. 


24.2.2 Désinfection 


Si les rotors ou accessoires sont infectés, procédez a une désinfection appropriée. 

Substances des désinfectants adéquats : 

éthanol, n-propanol, éthylénehexanol, agents anioniques, inhibiteurs de corrosion. 

Aprés utilisation de désinfectants, enlevez les résidus en ringant a l'eau claire (uniquement a l'extérieur de la 
centrifugeuse) ou en essuyant les surfaces avec un chiffon humide. 

Séchez rotors et accessoires immédiatement aprés désinfection. 


24.2.3 Décontamination de substances radioactives 


L'agent employé doit expressément convenir pour une décontamination de substances radioactives. 
Substances des agents adaptés a une décontamination des substances radioactives : 

agents anioniques, agents non ioniques, éthanol polyhydre. 

Apres décontamination des substances radioactives, enlevez les résidus en ringant a l'eau claire (uniquement a 
l'extérieur de la centrifugeuse) ou en essuyant les surfaces avec un chiffon humide. 

Séchez immédiatement rotors et accessoire aprés décontamination des substances radioactives. 


24.2.4 Rotors et accessoires a durée d'utilisation limitée 


L'utilisation de certains rotors, balanciers et accessoires est limitée dans le temps. 

Ces limites sont indiquées par le nombre maximum de cycles ou la date limite d'utilisation et le nombre maximum de 
cycles, ou simplement la date limite d'utilisation, par ex. : 

- usable until end of month/year: 10/2024" (utilisation autorisée jusqu’a la fin du mois/année: 10/2024) 

- max. cycles: 40000" (nombre max. de cycles: 40000) 


Pour des raisons de sécurité, l'utilisation de rotors, balanciers et accessoires n'est plus autorisée dés que le 


nombre maximum de cycles désigné ou la date limite d'utilisation inscrite sont atteints. 


La centrifugeuse est Equipée d'un compteur qui compte les cycles de centrifugation des différents codes-rotor. 
Description voir chapitre "Compteur de cycles". 
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24.3. Autoclavage 

Les matériels suivants peuvent étre autoclavés a 121° C / 250° F (20 min): 
e Rotors libres sans suspension 

e  Réducteurs 


Le degré de stérilité ne peut pas étre indiqué. 


L'autoclavage provoque I'accélération du vieillissement des plastiques et peut provoquer des décolorations 


des plastiques. 


24.4 Réservoirs de centrifugation 


e En cas de fuite ou de rupture de récipients de centrifugation, il faut éliminer tous les morceaux de récipients 
cassés, les fragments de verre et les substances centrifugées écoulées. 


e Les amortisseurs antivibrations ainsi que les caoutchouc intermédiaires des rotors doivent étre remplacés aprés 
un bris de verre. 


/\ Les fragments de verre restants peuvent entrainer d’autres bris de verre ! 


e = Sil s'agit d'un matériau infectieux, exécuter immédiatement une désinfection. 
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Si l'erreur ne peut pas étre éliminée d'aprés le tableau des défauts, il faut alors avertir le service aprés-vente. 
Veuillez indiquer le type de centrifuge et le numéro de série. Les deux numéros sont indiqués sur la plaque 


signalétique de la centrifugeuse. 


iw Effectuer une REINITIALISATION DU SECTEUR : 
Couper l'interrupteur de secteur (position de I'interrupteur "0"). 


— Attendre au moins 10 secondes et refermer ensuite I'interrupteur de secteur (position de l'interrupteur "I"). 


Pas de tension 
Défaut des fusibles sur l'entrée 
de secteur. 


Pas d’affichage 


IMBALANCE 
RPM > ROTOR MAX 


MAINS INTERRUPT 


Le rotor est chargé de maniére 
non symétrique. 


Vitesse de rotation paramétrée 
dans le programme sélectionné 
supérieure a la vitesse maximale 
de rotation du rotor. 


Interruption du secteur pendant le 
cycle de centrifugation. (Le cycle 
de centrifugation n'est pas 
terminé.) 


Rxxx WRONG ROTOR 


(xxx = Anzeige des 
Rotorcodes) 


KEYBOARD ERROR 


TACHO ERROR 


Le rotor utilisé n'est pas autorisé 
pour cet appareil. 


Défaut / Panne de |'électronique. 


Défaillance des impulsions de 
rotation pendant une opération. 
Pas de rotor inséré. 

Défaut / Panne de |'électronique. 


LID ERROR Erreur du verrouillage ou de la 
fermeture du capot. 
ROTOR ERROR 10.1-—10.6 | Erreur codage du rotor 


VERSION ERROR 12 Modéle de centrifugeuse détecté 
incorrect. 
Défaut / Panne de I'électronique. 


UNDER SPEED Vitesse trop basse 


4.1 -4.127 
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Vérifier l’'alimentation en tension. 
Vérifier les fusibles d'entrée du 
secteur, voir au chapitre "Changer 
les fusibles d'entrée de secteur". 
Interrupteur du secteur sur 
MARCHE 


Ouvrez le couvercle lorsque le rotor 
est arrété. 

Vérifier le chargement du rotor, voir 
au chapitre "Chargement du rotor". 

Répéter le cycle de centrifugation. 


Vérifier la vitesse du programme 
sélectionnée 

Corriger la vitesse du programme 
sélectionnée . 


Ouvrez le couvercle lorsque le rotor 
est arrété. 


Appuyer sur la touche \PUtSE/, 


En cas de besoin, répéter le cycle 
de centrifugation. 


Insérer un rotor autorisé pour cet 
appareil. 


Effectuer une REINITIALISATION 
DU SECTEUR aprés 
l'immobilisation du rotor. 


Apres écoulement du temps 
d'attente affiché (150 secondes), 
réinitialiser le reseau (NETZ- 
RESET). 


Vérifier si le rotor est inséré. 


Effectuer une REINITIALISATION 
DU SECTEUR apres 
l'immobilisation du rotor. 
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Défaut / Panne de |'électronique. Effectuer une REINITIALISATION 
DU SECTEUR apres 
l'immobilisation du rotor. 


60, 
61.1 — 61.21, 
61.64 — 61.142 


Vitesse de rotation mesurée — Ne pas éteindre l'appareil tant que 

erronée le message d'invitation a attendre 
"Wait" est affiché. Lorsque le 
message d'invitation a attendre 
“wait ...!" n'est plus affiché, 
réinitialiser le réseau 
(NETZ-RESET). 


Défaut / Panne de |'électronique. Effectuer une REINITIALISATION 
DU SECTEUR. 


Vérifier le chargement du rotor, voir 
au chapitre "Chargement du rotor". 


Répéter le cycle de centrifugation.. 


Version de machine non valide — Effectuer une REINITIALISATION 
DU SECTEUR. 
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26 Changer les fusibles d'entrée de secteur 


/\ Déclencher l'interrupteur de secteur et couper l'appareil du réseau! 


Le porte-fusible (A) avec les fusibles d'entrée de secteur se trouve a cété de 
l'interrupteur secteur. 


Retirer le cable de raccordement de la prise d'appareil. 


Appuyer la fermeture rapide (B) contre le porte-fusible (A) et extraire celui-ci. 
e Remplacer les fusibles d’entrée du réseau défectueux. 


N’utilisez que des fusibles avec la valeur nominale, fixée pour le type, 
voir tableau suivant. 


e Remettre en place le porte-fusible et pousser jusqu'a encastrement de la 
fermeture rapide. 
e _Rebrancher l'appareil sur le réseau. 


Modeéle Type Fusible N° de 
commande 

E997 

E997 

2266 


EBA 280 S 1102-01 T 6,3 AH/250V 2266 


27 ~Renvoi d'appareils au fabricant 


/\ Avant de renvoyer l'appareil, il faut monter le dispositif de fixation pour le transport. 


Dans le cas ou l'appareil ou ses accessoires doivent étre retournés a la société Andreas Hettich GmbH & Co. KG, il 
faut les décontaminer et les nettoyer avant expédition, dans le but d'assurer la protection des personnes, de 
l'environnement et du matériel. 


Nous nous réservons le droit de refuser des appareils ou des accessoires contaminés. 


Nous facturons au client les frais de nettoyage et de désinfection. 
Vous voudrez bien manifester votre compréhension pour cette réglementation. 
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28 Mise au rebut 


L'appareil peut étre éliminé par le fabricant. 
Pour un retour, il faut toujours demander un formulaire de retour (RMA). 
Si nécessaire, contactez le service technique du fabricant : 
Andreas Hettich GmbH & Co. KG 
Fohrenstrake 12 
78532 Tuttlingen, Allemagne 
Tél. : +49 7461 705 1400 
E-mail : service@hettichlab.com 
Des frais d'élimination peuvent s'appliquer. 


AVERTISSEMENT 
Risque de pollution et de contamination pour les personnes et l'environnement 


L'élimination incorrecte ou inappropriée de la centrifugeuse peut provoquer une pollution ou une 
contamination des personnes et de l'environnement. 


e Le démontage et |I'élimination ne doivent étre effectués que par un spécialiste du service aprés-vente 
formé et agréé. 


L'appareil est destiné a un usage professionnel (« Business to Business » - B2B). 
Conformément a la directive 2012/19/UE, les appareils ne doivent plus étre éliminés avec les déchets ménagers. 
Les appareils sont classés dans les groupes suivants selon la fondation Elektro-Altgerate Register (EAR). 


e Groupe 5 (petits appareils) 


ménagers. 


Les réglementations en matiére d'élimination des déchets peuvent varier d'un pays a l'autre. En cas de 


a Le symbole de la poubelle barrée indique que l'appareil ne doit pas étre éliminé avec les déchets 
| besoin, adressez-vous au fournisseur. 
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1 Impiego di queste istruzioni per l'uso 
Prima della messa in funzione della centrifuga leggere ed osservare le istruzioni per l'uso. 
Le istruzioni per I'uso sono una componente dell'apparecchiatura. Devono essere custodite in modo da essere 
sempre accessibili. 

e Se l'apparecchiatura viene installata in un altro luogo, questa deve venire accompagnata dalle istruzioni per 
l'uso. 

2 Significato dei simboli 


Simbolo sull'apparecchio: 


Attenzione, punto pericoloso generico. 
Prima di utilizzare l'apparecchiatura leggere in ogni caso le istruzioni per l'uso ed osservare le istruzioni 
rilevanti per la sicurezza! 


Simbolo sull'apparecchiatura: 


Prestare attenzione alle istruzioni per I'uso. 
Questo simbolo indica che I'utente deve prestare attenzione alle istruzioni per l'uso fornite. 


Simbolo in questo documento. 


Attenzione, punto pericoloso generico. 
Questo simbolo contraddistingue le avvertenze relative alla sicurezza e indica situazioni potenzialmente 
pericolose . 


La mancata osservanza di tali avvertenze pud causare danni materiali e personali. 


Simbolo sull'apparecchiatura ed in questo documento: 
Attenzione: rischio biologico. 


Simbolo in questo documento: 
Questo simbolo indica argomenti importanti. 


Simbolo sull'apparecchiatura: 
Il simbolo si trova sull'alloggiamento, nelle vicinanze della cerniera. 


Senso di rotazione del rotore. 


Simbolo sull'apparecchiatura: 
Il simbolo si trova davanti sull'alloggiamento, al di sotto del foro. 


Senso di rotazione della chiave a brugola esagonale per lo sbloccaggio di emergenza del coperchio. 


Simbolo sull'apparecchiatura ed in questo documento: 


Simbolo per la raccolta separata delle apparecchiature elettriche ed elettroniche, in conformita alle 
direttive 2012/19/EU. 


Impiego nelle nazioni dell’Unione Europea, in Norvegia ed in Svizzera. 


Simbolo sull'imballaggio: 
Questo lato in alto. 


24 ( | aR BE DP 


Simbolo sull'imballaggio: 
L'imballaggio di trasporto é da immagazzinare, trasportare e manipolare esclusivamente nell'indicato 
range di umidita dell'aria (10% - 80%). 


| 


| 
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“ Simbolo sull'imballaggio: 


L'imballaggio di spedizione é da immagazzinare, trasportare e manipolare esclusivamente nell'indicato 
ol $e range di temperatura (-20°C - +60°C). 


wats Simbolo sull'imballaggio: 
L'imballaggio di trasporto non deve venir esporto alla pioggia e deve venir conservato in ambiente 
asciutto. 


Simbolo sull'imballaggio: 
Fragile, trattare con cautela. 


jx Simbolo sull’imballaggio: 
[rn] Limite di impilamento. Numero massimo di colli identici che € consentito impilare su quello piu in basso, 


eae 


laddove con “n” si intende il numero di colli consentiti. Il collo piu in basso non € compreso nel numero 


Ey Ne 


3 Conformita di impiego 

La centrifuga EBA 280 / EBA 280 S é un dispositivo medico diagnostico in vitro conformemente al regolamento (UE) 
2017/746 sui dispositivi medici diagnostic in vitro. 

Il dispositivo é utilizzato per la centrifugazione e |'arricchimento di campioni di origine umana per un successivo 
trattamento a fini diagnostici. L'utilizzatore pud di volta in volta regolare i parametri fisici modificabili entro i limiti 
stabiliti dal dispositivo. 


La centrifuga puo essere utilizzata solo da personale qualificato in laboratori al chiuso. La centrifuga é destinata solo 
all'uso citato. L'uso previsto comprende anche l'osservanza di tutte le istruzioni del manuale d'uso e il rispetto delle 
operazioni di ispezione e manutenzione. 

Qualsiasi altra forma di utilizzo € da considerarsi non conforme. La ditta Andreas Hettich GmbH & Co. KG é 
responsabile per i danni eventualmente risultanti. 


4 Rischi residui 


L'apparecchio é costruito secondo lo stato attuale della tecnica e le regole riconosciute riguardanti la tecnica della 
sicurezza. In caso di uso ed impiego non regolamentari possono insorgere pericoli mortali per I'utilizzatore o per terzi 
risp. danni all'apparecchio o ad altri beni materiali. L'apparecchio é destinato solo all'uso regolamentare e va 
utilizzato solo in uno stato perfetto per quanto riguarda la tecnica della sicurezza. 


Eventuali anomalie, che possono pregiudicare la sicurezza devono essere immediatamente eliminate. 
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5 Dati tecnici 


D-78532 Tuttlingen 

Regime di rotazione (RPM) 
2700 Nm 
Obbligo di collaudo no 
OGUY Regs! 100-50) 
Presupposti ambientali 
(EN / IEC 61010-1) 

luogo di installazione solo in interni 

altezza fino a 2000 metri sopra il livello del mare 


temperatura ambiente 2°C fino a 40°C 


umidita dell’aria umidita relativa massima dell’aria 80% per temperature fino a 31°C, con 
riduzione lineare fino al 50% dell’umidita relativa per una temperatura di 
40°C. 
Categoria di sovratensione 
(IEC 60364-4-443) 


— grado di imbrattamento 
Classe di protezione 


non adatto per l’impiego in ambiente a rischio di esplosione. 
Compatibilita elettromagnetica 


— emissione di radiointerferenze EN/IEC FCC Class B EN / IEC FCC Class B 
resistenza alle interferenze 61326-1, 61326-1, 
classe B classe B 


funone del toe) 
dimensioni 

— larghezza 

— profondita 

— altezza 
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Indicazioni inerenti la sicurezza 


ZS Se non vengono rispettate tutte le avvertenze riportate in queste istruzioni per il funzionamento, non 


puo essere accettata da parte del costruttore alcuna richiesta di garanzia. 


eZ Segnalazione di incidenti gravi con il dispositivo 


In caso di incidenti gravi con il dispositivo, segnalarli al costruttore ed eventualmente alle autorita competenti. 


/\ e Lacentrifuga deve venire posizionata in modo sicuro. 


e Prima di utilizzare la centrifuga verificare assolutamente, che il rotore sia innestato sull'albero 
motore. 


e Durante un’operazione di centrifugazione, in una zona di sicurezza di 300 mm attorno alla 
centrifuga non deve sostare alcuna persona, materiali pericolosi ed oggetti, in conformita alle 
norme EN / IEC 61010-2-020. 


e | rotori, le sospensioni e gli accessori che presentano forti segni di corrosione o danni meccanici, 
oppure la cui durata d'impiego é scaduta, non devono piu essere utilizzati. 


e = Se il vano di centrifugazione presenta danni rilevanti per la sicurezza, la centrifuga non deve 
essere piu messa in funzione. 


e Nel caso di centrifughe senza regolazione termica, con temperature ambiente elevate e/o con 
frequente impiego dell'apparecchiatura puo presentarsi un riscaldamento del vano di 
centrifugazione. Per questo motivo non puo venire esclusa una modificazione del materiale di 
prova a causa alla temperatura. 


Prima di mettere in funzione la centrifuga si devono leggere ed osservare le istruzioni per I'uso. 
L’apparecchio puo essere utilizzato solo da persone che abbiano letto e compreso le istruzioni d’uso. 


Oltre alle istruzioni per l'uso, si devono osservare anche i regolamenti, relativi alla protezione antinfortunistica ed i 
regolamenti tecnici, riconosciuti in materia di sicurezza del lavoro. Le istruzioni per l'uso vanno completate dalle 
norme nazionali in vigore nel paese d'impiego, relative alla protezione antinfortunistica ed alla tutela ambientale. 


La centrifuga é costruita in base all'attuale livello tecnologico e le regole di sicurezza conosciute. La centrifuga 
pud essere tuttavia fonte di pericolo per l'operatore o per terzi, se non viene utilizzata da personale 
appositamente addestrato o se viene utilizzata in modo improprio o non conforme alla destinazione. 


Durante l'esercizio bisogna evitare di muovere la centrifuga o di urtarvi contro. 
In caso di guasto, ovvero del ripristino d'emergenza, non si deve assolutamente toccare il rotore. 


Quando la centrifuga passa da un ambiente freddo in uno caldo, per evitare danni dovuti alla condensa, lasciar 
riscaldare la centrifuga per almeno 3 ore nell'ambiente caldo prima di collegarla alla rete, oppure portare la 
centrifuga a temperatura d'esercizio mettendola in funzione per 30 minuti nell'ambiente freddo. 


Devono essere utilizzati esclusivamente i rotori e gli accessori omologati per questa apparecchiatura (vedere 
capitolo "Anhang/Appendix, Rotoren und Zubehdér/Rotors and accessories"). Prima di utilizzare contenitori di 
centrifugazione, che non sono elencati nel capitolo "Appendice/Appendix, Rotori ed accessori/Rotors and 
accessories", l'utente deve accertarsi presso il costruttore, che questi possano venire utilizzati. 


ll rotore della centrifuga pud essere caricato solo in conformita al capitolo "Carico del rotore". 


In caso di centrifugazione con massimo numero di giri, la densita dei materiali o delle miscele di materiali non 
deve superare il valore di composizione di 1,2 kg/dm’. 


Non é consentito I'uso di centrifughe non bilanciate in modo regolamentare. 
Non é permesso l’impiego della centrifuga in ambiente a pericolo di esplosione. 


E' proibito l'uso di una centrifuga con: 
— materiali infiammabili od esplosivi 
— materiali che possono reagire chimicamente tra loro con forte energia. 
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e Se vengono centrifugate sostanze pericolose o miscele di sostanze contaminate da micro organisimi tossici, 
radioattivi o patogeni, l'utente dovra prendere opportuni provvedimenti in materia. 
Si devono fondamentalmente utilizzare contenitori per centrifugazione con tappi a vite speciali per sostanze 
pericolose. Con materiali dei gruppi di rischio 3 e 4, oltre ai contenitori per centrifugazione chiudibili si deve 
impiegare un sistema di sicurezza biologico (vedi manuale "Laboratory Biosafety Manual" dell'Organizzazione 
mondiale per la salute). 
Senza l’impiego di un sistema di sicurezza biologico, una centrifuga non é microbiologicamente a tenuta in 
conformita alla norma EN / IEC 61010-2-020. 
Per questa centrifuga non sono disponibili sistemi di sicurezza biologici. 


e Non éconsentito il funzionamento della centrifuga con sostanze altamente corrosive che possono pregiudicare la 
resistenza meccanica dei rotori, delle sospensioni e degli accessori. 


e Gli interventi di riparazione devono essere effettuati esclusivamente da una persona autorizzata dal costruttore. 


e Devono essere impiegati solo ed esclusivamente pezzi di ricambio originali ed accessori autorizzati della ditta 
Andreas Hettich GmbH & Co. KG. 


e Sono di validita le seguenti norme di sicurezza: 
EN / IEC 61010-1 e EN / IEC 61010-2-020 come anche le loro nazionali varianti. 


e La sicurezza e I'affidabilita della centrifuga sono garantite solo se: 
— lacentrifuga funziona in conformita con le istruzioni per l'uso 
l'installazione elettrica sul luogo di posizionamento della centrifuga risponde ai requisiti previsti dalla EN / IEC. 


e Rientra nelle responsabilita dell'utente il rispetto degli standard specifici nazionali per la sicurezza del lavoro 
riguardanti l'impiego delle centrifughe di laboratorio ai posti di lavoro da lui previsti. 


7 Trasporto ed immagazzinaggio 


7.1 Trasporto 


Prima di effettuare il trasporto dell'apparecchiatura deve venire installato il dispositivo di sicurezza per il 


trasporto. 


Per il trasporto dell'apparecchiatura e degli accessori devono venire rispettati i seguenti presupposti di ambiente. 


e Temperatura ambiente: -20°C fino a +60°C 
e Unmidita relativa dell'aria: 10% fino a 80%, non condensante 


7.2 Immagazzinaggio 


/\ L'immagazzinaggio dell'apparecchiatura e degli accessori € ammesso solo in ambienti chiusi ed asciutti. 


Per l'immagazzinaggio dell'apparecchiatura e degli accessori devono essere rispettati i seguenti presupposti di 
ambiente. 


e Temperatura ambiente: -20°C fino a +60°C 
e Unmidita relativa dell'aria: 10% fino a 80%, non condensante 


8  Entita di fornitura 
Con la centrifuga vengono forniti i seguenti accessori: 


cavo di allacciamento 

fusibili 

chiave a brugola esagonale 

Istruzioni per I'uso 

foglio delle istruzioni per il dispositivo di sicurezza per il trasporto 
foglio delle istruzioni per lo sbloccaggio di emergenza 


= = |= = A) = 


Rotore/i e i corrispondenti accessori vengono forniti in base alla commessa. 
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9 Rimuovere il dispositivo di sicurezza per il trasporto 


Il dispositivo di sicurezza per il trasporto deve venire assolutamente rimosso. 
Conservare il dispositivo di sicurezza per il trasporto, poiché prima di un ulteriore trasporto deve venire 


reinstallato. 
ll trasporto dell'apparecchiatura € ammesso solo con dispositivo di sicurezza per il trasporto installato. 


Per proteggere l’apparecchiatura durante il trasporto, il motore viene fissato. 
Questo dispositivo di sicurezza per il trasporto deve venire rimosso al momento della messa in esercizio 
dell'apparecchiatura. 


e Rimuovere entrambe le viti (a) e le bussole distanziali (b). 


i. L'installazione del dispositivo di sicurezza per il trasporto avviene nella sequenza inversa. 


10 Messa in funzione 


e Rimuovere il dispositivo di sicurezza per il trasporto che si trova sul fondo dell'alloggiamento, vedere al capitolo 
"Rimozione del dispositivo di sicurezza ". 

e Porre la centrifuga in un posto adatto e livellarla. Per l’installazione deve essere rispettata la zona di 
sicurezza di 300 mm attorno alla centrifuga, richiesta in conformita alle norme EN / IEC 61010-2-020 


Durante un’operazione di centrifugazione, in una zona di sicurezza di 300 mm attorno alla 


centrifuga non deve sostare alcuna persona, materiali pericolosi ed oggetti, in conformita alle 
norme EN / IEC 61010-2-020. 


e Le aperture di ventilazione non devono essere chiuse mettendo oggetti davanti. 
Rispetto alle feritoie di ventilazione e ad alle aperture di ventilazione della centrifuga deve venir mantenuta una 
distanza di 300 mm. 
Verificare se la tensione di rete sia adatta all’indicazione riportata nella targhetta con i dati caratteristici. 
Collegare la centrifuga ad una presa di rete standard utilizzando un cavo di rete. Per la potenza massima 
assorbita, vedere il capitolo "Dati tecnici". 
e —_Inserire l'interruttore di rete (posizione di interruttore "I"). | LED si illuminano per breve tempo. 
Sul display compare in successione quanto segue: 
1. il modello di centrifuga 
2. il numero del tipo e la versione di programma 
3. il codice di rotore (R) ed il regime massimo di rotazione del rotore (maxRPM) il rotore riconosciuto da ultimo 
tramite il contrassegno di rotore 
4. i parametri di centrifugazione del programma utilizzato da ultimo oppure del programma 1 


i. Quando il coperchio é chiuso, viene esposto il messaggio "Open the lid" . 


In questo caso aprire il coperchio, in modo che i parametri di centrifugazione vengano esposti. 
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11 Aprire e chiudere il coperchio 


11.1 Aprire il coperchio 


ZS ll coperchio si lascia aprire solo, quando la centrifuga é inserita ed il rotore é fermo. 
Se cid non dovesse essere possibile, vedere al capitolo "Sbloccaggio di emergenza". 


Quando il contatore cicli é attivato, dopo ogni operazione di centrifugazione e durante l'apertura del 


coperchio, viene esposta per breve tempo la quantita residua di cicli operativi (operazioni di 
centrifugazione). 


Esempio: 
RemCyucles= 16783 


ost] & Premere il tasto. Esempio: 
Oren ll coperchio si sblocca motoricamente. ‘proc]  ppror< ren] timins 
Bo: Coperchio sbloccato 1s 4568 beg 3) 5) 


Il LED di sinistra nel tasto si spegne. 


11.2. Chiudere il coperchio 


f Non intervenire con le dita tra il coperchio e I'alloggiamento. 


Non chiudere con violenza il coperchio. 


e Adagiare il coperchio e premere Esempio: 
leggermente verso il basso il bordo proc] Prer< Rew] Uminis 
anteriore del coperchio. ls 4508 5:08 


Il coperchio si blocca motoricamente. 
=: Coperchio bloccato. 
STOP 
. . . 0" ‘O) x 
Il LED di sinistra nel tasto \CPEY/ é 
luminoso. 
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12‘ Installazione ed estrazione del rotore 


Rotore con pulsante di sbloccaggio 


Installazione del rotore: 


ZS Le particelle di sporco tra l'albero motore ed il rotore impediscono un 
perfetto posizionamento in sede del rotore e sono causa di un irrequieto 
movimento. 

In caso di necessita prima di installare il rotore pulire l'albero motore (B) ed il 
mozzo del rotore. 


e Sollevare il rotore sul pulsante di sbloccaggio (A) ed applicarlo orizzontalmente 
sull'albero motore (B). Il rotore si innesta automaticamente sull'albero motore. 

e Trattenere a destra ed a sinistra il rotore e tirarlo leggermente verso I'alto per 
controllare, se é innestato esattamente sull'albero motore. 


Estrazione del rotore: 


e __ Tirare verso l'alto il pulsante di sbloccaggio (A) che si trova sul rotore, trattenerlo 
e sollevare il rotore dall'albero motore. 


Rotore senza pulsante di sbloccaggio 


Installazione del rotore: 


cS Le particelle di sporco tra l'albero motore ed il rotore impediscono un 
perfetto posizionamento in sede del rotore e sono causa di un irrequieto 
movimento. 
In caso di necessita prima di installare il rotore pulire l'albero motore (B) ed il 
mozzo del rotore. 


e Sollevare il rotore tenendolo sulla maniglia (C), applicarlo in orizzontale 
sull'albero motore (B) e premere verso il basso fino al fermo di arresto. 


Estrazione del rotore: 


e __Trattenere il rotore sulla maniglia (C) e sollevarlo dall'albero motore. 
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13 Carico del rotore 
/\ Lo standard dei recipienti di vetro centrifugati sono da caricare fino a RCF 4000 (DIN 58970 capoverso 2). 


e  Trattenere a destra ed a sinistra il rotore e tirarlo leggermente verso I'alto per controllare, se é innestato 
esattamente sull'albero motore. 
Nel caso di rotori oscillanti, tutti i siti del rotore devono essere muniti di ganci uguali. 
| rotori ed i ganci devono essere caricati esclusivamente in modo simmetrico. | recipienti di centrifuga devono 
essere distribuiti uniformemente su tutti i posti del rotore. Per le combinazioni permesse vedere capitolo 
"Anhang/Appendix, Rotoren und Zubeh6r/Rotors and accessories". 
In caso di rotori angolari devono essere caricati tutti i possibili siti del rotore, vedere il capitolo 
"Anhang/Appendix, Rotoren und Zubeh6r/Rotors and accessories". 


ll rotore 6 caricato uniformemente Non ammesso! 
ll rotore é caricato in modo non uniforme 


e Nel caso di contenitori con inserimenti in gomma, deve essere sempre mantenuto lo stesso numero di 
inserimenti in gomma sotto i contenitori di centrifugazione. 
L'operazione di riempimento dei contenitori di centrifugazione € ammessa solo al di fuori della centrifuga. 
Il carico massimo dei recipienti della centrifuga non deve essere superiore a quello indicato dalla casa 
costruttrice. 


Con rotori a squadra, il riempimento dei 


contenitori di centrifugazione € consentito solo 
fino al livello per cui, durante l'operazione di 


C Liquido 


centrifugazione, non venga espulso alcun —_—_—_—__»> 
liquido dai contenitori. Forza centrifuga 

e Con il caricamento di rotori a squadra non deve pervenire alcun liquido nei rotori a squadra e nel vano di 
centrifugazione. 


e Con il caricamento dei ganci dei rotori di smorzamento come anche con lo smorzamento dei ganci durante 
l'operazione di centrifuga non deve pervenire alcun liquido nei ganci e nel vano di centrifugazione. 

e Per limitare al massimo le differenze di peso all’interno dei contenitori di centrifugazione, bisogna fare attenzione 
che siano riempiti tutti in modo uguale. 

e Su ogni rotore é indicato il peso della quantita di riempimento consentita. Tale peso non deve mai essere 
superato. 
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14 Elementi di comando e di visualizzazione 


PROG | [>RCF< RPM | thmin:s 


14.1 Simboli esposti 


a 


El = Coperchio sbloccato. 


Els Coperchio bloccato. 


Indicazione di rotazione. L'indicazione di rotazione si illumina e ruota senso antiorario, per il tempo in cui il 
rotore é in rotazione. 
14.2 Tasti del campo di comando 


Richiamare i programmi 
Memorizzare i programmi. 


= e Commutazione tra I'indicazione RPM (RPM) e l'indicazione RCF (+RCF4). 

RCF | valori RCF vengono indicati tra parentesi > <. 
Il LED al di sopra del tasto é luminoso, quando é selezionata l'indicazione RCF. 
RPM: Regime di rotazione 
RCF : Relativa accelerazione centrifugale 


e Tasto per la selezione dei singoli parametri. 
Ad ogni ulteriore pressione del tasto viene selezionato il parametro successivo. 


Richiamare "MACHINE MENU" (tener premuto il tasto per 8 secondi). 
Scegliere nel "Machine Menu" i menu "—* Info", "-> Settings" e "-> Time & Cycles". 
Sfogliare in avanti nei menu. 


(a) \v) ¢ Modificare il valore di parametro precedentemente selezionato. 
Tenendo premuto il tasto il valore cambia con I'incrementare della velocita. 


START e Avviare il processo di centrifugazione. 
PUEe ll LED nel tasto é luminoso durante il processo di centrifugazione, per il tempo in cui il rotore é in 
rotazione. 
e Centrifugazione breve. 
ll processo di centrifugazione avviene, per il tempo in cui il tasto viene premuto. II] LED nel tasto é 
luminoso durante il processo di centrifugazione, per il tempo in cui il rotore é in rotazione. 
e Memorizzare gli inoltri e le modifiche. 
Richiamare i menu "=> Info", "=> Settings" e "-* Time & Cycles". 


stop.) e¢ Terminare il processo di centrifugazione. 
OPEN Il rotore rallenta con il livello di frenata preselezionato. || LED di destra nel tasto é luminoso fino a 
quando il rotore é fermo. Una volta che il rotore si 6 fermato si illumina il LED di sinistra nel tasto. 
Una doppia pressione del tasto sgancia I'Arresto di Emergenza. 
e Sbloccare il coperchio. 
Il LED di sinistra nel tasto si spegne. 


0: 
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14.3. Possibilita di regolazione 


PROG RCL 


timin 


tlsec 


Begins at 
START 


Begins at 
SPEED 


RPM 


RAD/mm 


RCF 


PROG STO 


Posto di programma del programma da richiamare. 
Sono richiamabili i posti di programma 1 fino a 9 e #. 


Tempo di funzionamento. Regolabile da 1 - 99 min, in passi di 1 minuto. 
Tempo di funzionamento. Regolabile da 1 - 59 s, in passi di 1 secondo. 
Funzionamento continuo "--:--". Impostare il parametro timin e t/sec su zero. 


Conteggio del tempo di processo. 
ll tempo di processo inizia a conteggiare subito dopo l'avvio del processo di centrifugazione. 


ll tempo di processo inizia a conteggiare solo dopo il raggiungimento del regime di rotazione impostato. 


cS L'impostazione é possibile solo, quando é attiva la funzione "Dual time", vedere al capitolo 
"Attivare/disattivare funzione "Dual time" ". La funzione é attivata di fabbrica. 


Regime di rotazione 

Puo essere impostato un valore numerico di 200 RPM fino al regime massimo di rotazione del rotore. 
Impostabile ad intervalli di 10. 

Per il regime massimo di rotazione del rotore vedere al capitolo "Appendice/Appendix, Rotori ed 
accessori/Rotors and accessories“. 


Raggio di centrifugazione 

Impostabile da 10 mm fino a 330 mm, in passi di 1 millimetro. 

Per il raggio di centrifugazione vedere al capitolo "Appendice/Appendix, Rotori ed accessori/Rotors and 
accessories“. 


cS L'inoltro del raggio di centrifugazione é possibile solo, se viene scelta l'indicazione RCF (#RCF¢). 


Accelerazione relativa di centrifuga 

Puo essere impostato un valore numerico, con il quale si ottiene un regime di rotazione tra 200 RPM ed 
il massimale regime di rotazione del rotore. 

Impostabile ad intervalli di 1. 


ica L'inoltro della accelerazione relativa di centrifuga (RCF) é possibile solo, se viene scelta 
l'indicazione RCF (#RCF¢). 
L'accelerazione relativa di centrifuga (RCF) dipende dal raggio di centrifugazione (RAD). Viene 


esposta la relativa accelerazione centrifugale (RCF) ed il raggio di centrifugazione impostato 
(RAD). 


1 — 9. k6zétti indulasi fokozatok. 9. fokozat = legrévidebb indulasi id6, 1. fokozat: = leghosszabb indulasi 
id6. 


0 — 9. kézétti fekezési fokozatok. 9. fokozat = legrdévidebb leallasi id6, 1. fokozat = hosszu leallasi id6, 
0. fokozat = leghosszabb leallasi id6é (fékezés nélkuli leallas). 


Posto di programma sul quale viene memorizzato il programma. 
Possono venir memorizzati 9 programmi (posti di programma 1 fino a 9). 


Sul posto di programma # non dovrebbe venir memorizzato alcun programma. 
Il posto di programma # serve da memoria intermedia, per i parametri centrifugazione che sono 
stati modificati. 


| parametri di centrifugazione sul posto di programma # vengono sovrascritti ogni volta, quando 
viene eseguito un processo di centrifugazione con parametri di centrifugazione modificati, che 
non sono stati memorizzati su di un posto di programma. 
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15 Programmazione 


15.1 


LS 


Sul posto di programma # non dovrebbe venir memorizzato alcun programma. 


ll posto di programma # serve da memoria intermedia, per i parametri centrifugazione che sono stati 
modificati. 


Se i parametri di centrifugazione vengono modificati, ma non vengono poi memorizzati su di un posto di 
programma, sul display viene esposto un trattino "-" al posto del numero di posto di programmi. Dopo I'avvio 
del processo di centrifugazione, questi parametri di centrifugazione vengono poi memorizzati 
automaticamente sul posto di programma #. 

| parametri di centrifugazione sul posto di programma # vengono sovrascritti ogni volta, quando viene eseguito 
un processo di centrifugazione con parametri di centrifugazione modificati, che non sono stati memorizzati su 
di un posto di programma. 


Immettere o modificare i dati 


Per impostare il funzionamento continuo, i parametri tlmin e tlsec devono venir impostati su zero. 
Sull'indicatore del tempo (t/min:s) compare "--:--". 

Esempio: 

1s 4566 --i-- 


La relativa accelerazione centrifrugale (RCF) dipende dal raggio di centrifugazione (RAD). Un esatto calcolo é 
possibile solo, quando é impostato l'esatto raggio di centrifugazione. Durante I'inoltro di RCF viene esposto il 
raggio di centrifugazione che é impostato. 

Esempio: 

Riizé6 RCF= 2553 


L'esposizione e I'inoltro della relativa accelerazione centrifugale (RCF) e del raggio di centrifugazione (RAD) 
sono possibili solo, quando é selezionata I'indicazione RCF (*RCF°). 


Se dopo la selezione o durante l'inoltro dei parametri, per otto secondi di tempo non viene premuto alcun 
tasto, sul display vengono esposti di nuovo di valori precedenti. L'inoltro dei parametri deve poi venire 
eseguito nuovamente. 

acdc 
L'inoltro dei parametri pud sempre venire interrotto premendo il tasto \CPEN/ . In questo caso le impostazioni 
non vengono memorizzate. 


Esempio: Esempio: 
Indicazione RPM (RPM) Indicazione RCF (>RCF¢) 
e Premere il tasto . proc] rare “rem ] [umin:s Proc] — Pror< Trem] [mins 


PROG RCL : posto di programma del PROG RCL = 2) |PROG RCL 
parametro di centrifugazione indicato. 


(a\(¥) ¢ Impostare con i tasti il posto di “proc]  Prcr< Sl) fis == 


J 


START 
PULSE 


(0: 


J 


programma, i cui parametri di PROG RCL = 1 PROG FCL 
centrifugazione debbono venir esposti. 


e Premere il tasto a PROG Prer< “rem | thmin:s PROG Prer< “peu | thmin:s 


| parametri di centrifugazione vengono 90K OK ack 39K OK ck 
esposti. 


1s 4566 2°@8) |1 a> 28534 See 


Prosegue alla pagina successiva 
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Esempio: Esempio: 
Indicazione RPM (RPM) Indicazione RCF (>RCF¢) 


In caso di necessita premere il tasto, per proc] rere Trew] [ums fmm Proc] rere eu] [mins 


selezionare l'indicazione RPM (RPM) is 4508 S:66| |1 st 2853¢ S:8a 


oppure l'indicazione RCF (*RCF¢) . Il LED 
al di sopra del tasto si illumina, quando é 
selezionata l'indicazione RCF (+RCF8). 


Premere piu volte il tasto fino a quanto 
appare il parametro di centrifugazione 
desiderato. 

Esempio: tlmin : Tempo di 
funzionamento, minuti 


Impostare con i tasti il valore desiderato. 


Immettere uno dopo I'altro tutti i parametri 
di centrifugazione desiderati. 


Premere il tasto piu volte fino a quando proc] prore Trem] timins 
compare la successiva videata. PROG STO = i 
PROG STO: Posto di programma sul 

quale vengono memorizzati i parametri di 

centrifugazione. 


Impostare con i tasti il desiderato posto di [Raaiscz “rem| [7 vmins Proc] rere Trem] [timins 


programma. PROG STO = 3) |PROG STO = 3 
Premere il tasto . pros] fRcr< Trew] [mins Proc] ror Trem] [mins 


| parametri di centrifugazione vengono 
memorizzati sul posto di programma. 
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15.2 Richiamare i programmi 


e Premere il tasto . 
PROG RCL : Posto di programma del 
parametro di centrifugazione esposto. 


(a) (v) ¢ Impostare con i tasti il posto di 
programma, i cui parametri di 
centrifugazione debbono venir esposti. 


1 


START e Premere il tasto . 
ee | parametri di centrifugazione vengono 
esposti. 


15.3. Memorizzare programmi 


e Premere due volte il tasto. 
PROG STO : Posto di programma sul 
quale vengono memorizzati parametri di 
centrifugazione. 


L 
(a) iv) ¢ Impostare con i tasti il posto di 
programma, sul quale debbono venir 
memorizzati i parametri di 
centrifugazione. 


a 
3 
EF 
a 

e 


Premere il tasto . 
PULSE | parametri di centrifugazione vengono 
memorizzati sul posto di programma. 
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Esempio: 
Indicazione RPM (RPM) 


PROG RCL = 2 


Esempio: 
Indicazione RCF (*RCF¢) 


PROG RCL = 1 


AK OK GE HACK OK RAGE 


PROG Prcr< RPM ] timin:s 


1s 4568 3:66 


Esempio: 
Indicazione RPM (RPM) 


Esempio: 
Indicazione RCF (?RCF¢) 


RPM ] timin:s 


PROG STO = 3 


PROG STO = 3 


PROG STO = 1 


PROG Prcr< RPM ] timin:s 


RR OK REE 


1a 4566 3: AA 
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16 Centrifugazione 


Durante un processo di centrifugazione , come da norme EN / IEC 61010-2-020 non deve trovarsi alcuna 


ZN 


persona, prodotti pericolosi ed oggetti in un settore di sicurezza di 300 mm attorno alla centrifuga. 


Dopo ogni processo di centrifugazione , durante lo sbloccaggio del coperchio, viene esposta per breve tempo 
la quantita dei cicli operativi rimanenti (processi di centrifugazione). 


Esempio: 
RemCyucles= 16783 


Se la differenza di peso ammessa all'interno del caricamento del rotore é stata oltrepassata, il processo di 
centrifugazione viene interrotto durante l'avvio e compare la seguente videata. 


PROG >RCF< RPM tmin:s 


IMBALANCE 


STOP 


O: fe) 
Un processo di centrifugazione pud sempre venire interrotto premendo il tasto OPEN’, 


Durante un processo di centrifugazione i parametri di centrifugazione possono venire selezionati e modificati. | 
valori modificati vengono memorizzati sul posto di programma #. 


RCF 
Con il tasto puo avvenire in qualsiasi momento la commutazione tra l'indicazione RPM (RPM) e 
l'indicazione RCF (*RCF¢) . Se il lavoro avviene con l'indicazione RCF (*RCF¢) € necessario I'inoltro del 
raggio di centrifugazione. 


Viene esposto quanto segue 
PROG Prer< | timin:s 


Oren the lid 
un ulteriore intervento operativo alla centrifuga é possibile solo dopo |'apertura del coperchio. 
Gli errori operativi e le anomalie vengono esposti (vedere il capitolo "Anomalie"). 


e —_Inserire l'interruttore di rete. Posizione dell'interruttore I. 
e Caricare il rotore e chiudere il coperchio della centrifuga. 


16.1 Centrifugazione con preselezione del tempo 


(eo) 


J 


Esempio: Esempio: 
Indicazione RPM (RPM) Indicazione RCF (+RCF¢) 


e In caso di necessita premere il tasto, per (Eaaisce “rem| [mins (IN Proc] — fprcr< Trem] uiminss 
selezionare l'indicazione RPM (RPM) ia 4500 3'66) |1 a> 26534 5:66 
oppure l'indicazione RCF (+RCF¢) . Il 
LED che si trova al di sopra del tasto si 
illumina, quando é selezionata 
l'indicazione RCF (#RCF8). 


e Immettere i parametri di centrifugazione desiderati proc] rere “eu] tines proc] _frere “Rw | tins 
(vedere al capitolo "Programmazione"). isa 4666 4:30] |1 a> 2254< 


J 


START 
—= 
PULSE 


J 


e Premere il tasto . proc] brcr< | tines proc] frer< “RPM | tines 
Il processo di centrifugazione viene i. 4606 Sris| |1 a> 2254< 3:15 
avviato. 


Durante il processo di centrifugazione 
vengono esposti il regime di rotazione del 
rotore od il valore RCF che ne risulta e il 
tempo residuo. 


Prosegue alla pagina successiva 
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e Una volta decorso il tempo o dopo I'interruzione del 


STOP 
O=————=O, 
processo di centrifugazione premendo il tasto (ie 
avviene l'arresto con il livello di frenate impostato. 
Viene esposto il livello di frenata. Esempio ~_7 


16.2 Funzionamento continuo 


O° 


J 


e In caso di necessita premere il tasto, per 


selezionare l'indicazione RPM (RPM) 
oppure l'indicazione RCF (*RCFé). Il LED 
al di sopra del tasto si illumina, quando é 
selezionata I'indicazione RCF (+RCF8). 


e Immettere il parametro di centrifugazione desiderato. 
Porre il programma t/min e t/sec su zero (vedere al 
capitolo "Programmazione"). 
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e Premere il tasto . 


ll processo di centrifugazione viene 
avviato. 


Durante il processo di centrifugazione 
vengono esposti il regime di rotazione del 
rotore od il valore RCF che ne risulta e il 
tempo decorso. 


Premere il tasto . 

Processo di centrifugazione viene 
terminato. 

L'arresto avviene con il livello di frenata 


impostato. Viene esposto il livello di 
frenata. Esempio ~+~7 


Esempio: 

Indicazione RPM (RPM) 
ia 3956 Soh 
Esempio: 

Indicazione RPM (RPM) 
1s 4566 2: GB 
i= 4908 —-:—— 
i. 4866 2:45 
ia 3956 rein 
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Esempio: 
Indicazione RCF (?RCF¢) 


1oa3 27314 “_7 


Esempio: 
Indicazione RCF (>RCF¢) 


1 ae 2853 5:00 


1 a> 2254¢ --1—- 


log? 27540 245 


1 a? 2231¢ =F 
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16.3 Centrifugazione breve 


Esempio: Esempio: 
Indicazione RPM (RPM) Indicazione RCF (*RCF¢) 


- e In caso di necessita premere il tasto, per (GoaNsus Trem] [tins 

RCF selezionare l'indicazione RPM (RPM) is 45588 5:00 
oppure l'indicazione RCF (*RCF8). Il LED 
al di sopra del tasto si illumina, quando é 
selezionata I'indicazione RCF (*RCF8). 


J 


e Immettere il parametro di centrifugazione desiderato proc] _prcr< Rew] tminss 


(vedere al capitolo "Programmazione’). is 4han 5:84 


START e Premere il tasto e tenerlo premuto. proc] rer< Trem] [ timins MN Proc] ror Trem] [ timins 
_ Durante il processo di centrifugazione 1s 4668 B24] jl a? 2254<¢ iad 


vengono esposti il regime di rotazione del 
rotore od il valore RCF che ne risulta e il 
tempo decorso. 


START: e Abbandonare di nuovo il tasto. pRcF< ins pRoF< tmin:s 
ies ll processo di centrifugazione viene ce Beale “=. _7 


terminato. 


L'arresto avviene con il livello di frenata 
impostato. Viene esposto il livello di 
frenata. Esempio ™—7. 


17 Arresto di Emergenza 


Esempio: Esempio: 
Indicazione RPM (RPM) Indicazione RCF (*RCF¢) 
e Premere due volte il tasto. pror< [unins [MN Pros] rere ew] [amine 
— Con I'arresto di emergenza, I'arresto 1a? 2566% “s_9 


avviene con il livello di frenata 9 (arresto 
nel tempo pit breve).Viene esposto il 
livello di frenata —_9. 
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18 Riconoscimento rotore 
La centrifuga é dotata di un riconoscimento automatico del rotore. 
Dopo l'avvio di ciascun processo di centrifugazione viene eseguito un riconoscimento del rotore. 
Quando il sistema di riconoscimento del rotore legge per la prima volta il codice di un rotore, il processo di 
centrifugazione si ferma automaticamente dopo il riconoscimento del rotore. Vengono esposti il codice del rotore (R) 
ed il regime di rotazione massimo (maxRPM) del rotore che sono ammessi per questa centrifuga. 
Esempio: 
R 3 maxRPM See 


STOP 
\O: ‘O} 
Dopo I'arresto del rotore (il LED di sinistra nel aston) si illumina) deve venir premuto un tasto a piacimento. In 
seguito viene esposta la quantita massima ammessa dei cicli operativi. 


=) = l= 
Cuc lim=< Shhh > 


Ora deve venire impostata la quantita massima ammessa di cicli operativi del rotore risp. dei ganci (vedere al 
capitolo "Contatore cicli"). 


Con I'impiego di un rotore, il cui codice di rotore é stato gia letto una volta dal sistema di riconoscimento rotore, dopo 
l'avvio del processo di centrifugazione viene esposto brevemente il regime di rotazione massimo (ROTOR MAX) del 
rotore, che € ammesso per questa centrifuga. 
Esempio: 

ROTOR MAX= See 


TS Se il regime di rotazione impostato € maggiore di quello ammesso per la centrifuga, massimo regime di 
rotazione del rotore, il processo di centrifugazione viene interrotto dopo il riconoscimento del rotore e 


compaiono in alternanza le seguenti videate: 


Esempio: 
PROG Prer< “Rem | timin:s PROG Prer< | timin:s 


RPM > ROTOR MAX) |ROTOR MAK= Seo8 


In questo caso il regime di rotazione indicato deve venir controllato e deve venir adeguato al regime massimo 
di rotazione del rotore. 
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19 Contatore cicli 


i. La durata di impiego di particolari rotori e ganci é limitata ad una quantita massima di cicli operativi ( processi 
di centrifugazione). | rotori ed i ganci interessati sono contrassegnati con la quantita massima ammessa di 
cicli operativi. 


La centrifuga € dotata di un contatore cicli, che conteggia i cicli operativi (processi di centrifugazione) dei diversi 
codici di rotore (vedere anche al capitolo "Riconoscimento rotore"). 

Dopo ogni processo di centrifugazione , durante lo sbloccaggio del coperchio, viene esposta per breve tempo la 
quantita dei cicli operativi rimanenti (processi di centrifugazione). 

Esempio: 

RemCycles= 16763 


Se la quantita massima ammessa dei cicli operativi € oltrepassata, dopo ogni avvio di un processo di centrifugazione 
compare la seguente videata ed il processo di centrifugazione deve essere avviato di nuovo. 
PROG Prere “Rem | | Umin:s 


Cucles rassed 


a Compare I'indicazione 
Cucles Passed 


per ragioni di sicurezza il rotore interessato, risp. i ganci interessati devono venire sostituiti immediatamente 
con un nuovo rotore risp. con dei nuovi ganci. 


Una volta che il rotore risp. i ganci sono stati sostituiti, il contatore dei cicli del rispettivo codice di rotore deve venir di 
nuovo resettato sul valore zero (vedere al capitolo "Resettare su zero il contatore cicli"). 


Quando il sistema di riconoscimento del rotore legge per la prima volta il codice di un rotore, il processo di 
centrifugazione si ferma automaticamente dopo il riconoscimento del rotore. Vengono esposti il codice del rotore (R) 
ed il regime di rotazione massimo (maxRPM) del rotore che sono ammessi per questa centrifuga. 

Infine deve venire impostata la quantita massima ammessa dei cicli operativi del rotore risp. dei ganci. 


) Per rotori di smorzamento deve venire impostata sempre la quantita massima ammessa dei cicli operativi dei 


ganci. 


La quantita massima ammessa dei cicli operativi del rotore risp. dei ganci deve venir impostata come segue: 


Esempio: 
Indicazione dopo il riconoscimento proc] rer 7 i 
rotore. R 3 maxRPM S888 


R : Codice rotore del rotore. 
maxRPM : Il massimo regime di 
rotazione rotore, che € ammesso per 
questa centrifuga. 


Premere  e Attendere fino a quando il LED di sinistra (Gesiscz “Rew tminss 
un tasto a Cyc lim=< 5a980> 
piacimento. _ nel tasto \0PE si illumina. 


e Premere un tasto a piacimento. 
Viene esposta la quantita massima 
ammessa dei cicli operativi. 


J 


Prosegue alla pagina successiva 
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e Verificare, se la quantita massima ammessa indicata [EaascE Trem] uminss 
dei cicli operativi corrisponde con i dati riportati per il Cec lim=< SeaHR> 
rotore risp. per i ganci 
In caso contrario, devono venire impostati la quantita 
massima ammessa dei cicli operativi dichiarati per il 
rotore risp. per i ganci. 


oe Per rotori e ganci, la cui durata di impiego non 6 
limitata ad una quantita massima di cicli 
operativi (processi di centrifugazione), deve 
venire impostato il valore zero. 


(a\(¥) e Impostare con i tasti il valore esatto. eros] Prore —weu] [nine 
Cyc lim=< Seen8> 
Paty e Premere il tasto . proc] _brer< Trem] [amin 
ius La quantita massima ammessa dei cicli is 4588 5:08 


operativi viene memorizzata. 
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20 Impostazioni e consultazioni 


* MACHINE MENU + 


—> Settinas —> Time & Cycles 
Consultazione: Impostazione: Consultazione: 
e Informazioni di sistema e Segnale acustico e Ore di funzionamento 
(capitolo 20.1) (capitolo 20.2) (capitolo 20.8) 
e Sbloccaggio automatico e Quantita di processi di 
del coperchio dopo il centrifugazione eseguiti 
processo di (capitolo 20.8) 
centrifugazione 
(capitolo 20.4) Impostazione: 
2: Disinsenmente * Contatore cicli 
automatico della (capitolo 20.9) 


illuminazione di sfondo 
(capitolo 20.5) 


e Segnale ottico dopo la 
conclusione del 
processo di 
centrifugazione 
(capitolo 20.3) 


e Parametro di 
centrifugazione indicato 
dopo I'inserimento 
dell'apparecchiatura 
(capitolo 20.6) 


e Attivare/ disattivare la 
funzione "Dual time" 
(capitolo 20.7) 
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20.1 Consultare informazioni di sistema 


Possono venir consultate le seguenti informazioni di sistema: 
Modello di centrifuga, 
| regimi di rotazione massimi dei differenti codici di rotore, 
Versione di programma della centrifuga, 
Tipo di convertitore di frequenza, 

Versione di programma del convertitore di frequenza 


La consultazione pud essere eseguita, durante I'arresto del rotore, come segue: 


STOP 
\O: fe) 
TS Il processo pud sempre venire interrotto premendo il tasto co : 
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1 


START 
PULSE 


J 


e Tenere premuto il tasto 8 secondi. 


e Premere il tasto . 


e Premere il tasto . 
Modello di centrifuga 


e Premere il tasto . 
R : Codice rotore del rotore. 
¥ : Il codice di rotore del rotore utilizzato 
attualmente é contrassegnato con un 
asterisco (*). 
RPMmax : II massimo regime di 
rotazione rotore, che € ammesso per 
questa centrifuga. 


e Con i tasti possono venir esposti i regimi 
di rotazione massimi dei diversi codici di 
rotore. 


e Premere il tasto . 
Versione di programma della centrifuga. 


e Premere il tasto . 
Tipo di convertitore di frequenza. 


e Premere il tasto . 


* MACHINE MENU 


PROG Prer< RPM. ] thmin:s 


PROG Prcr< RPM ] timin:s 


EBA 250 


Esempio: 
R SREPMmax SEHR 


Esempio: 
R 16 RPMmax 6888 


Esempio: 
P FW= Wei. ae 


: 


Esempio: 
FC tyre LC 368VA 


Esempio: 


Versione di programma del convertitore di |GeaiNl Ez rem] tmin:s 


frequenza. 


FC FW= D1. 61 
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PROG Prer< RPM thmin:s 


EBA 2385 
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STOP 
O———O, 
OPEN 


Premere due volte il tasto, per 


abbandonare il menu "—> Info" o premere 


tre volte, per abbandonare il menu "* 
MACHINE MENU #" . 


20.2 Segnale acustico 


Suona il segnale acustico: 
e dopo che si é presentata un'anomalia, in intervalli di 2 s. 
e dopo che é terminato il processo di centrifugazione e con I'arresto del rotore, in intervalli di 30 s. 


Il segnale acustico viene disinserito premendo un tasto a piacimento. 
Il segnale acustico puod essere impostato, durante l'arresto del rotore, come segue: 


* MACHINE MEM 


Esempio: 
1a 4568 3 BB 


Il processo pud sempre venire interrotto premendo il tasto 


vengono memorizzate. 


STOP 
OPEN 


. In questo caso le impostazioni non 


J 


SELECT, 
SELECT, 


J 
(a\(y) 


Tenere premuto il tasto 8 secondi. 


Premere il tasto piu volte fino a quando 
compare la successiva videata. 


Premere il tasto . 

End beep : Segnale acustico dopo che il 
processo di centrifugazione é terminato. 
off : Segnale disattivato. 

on : Segnale attivato. 


Con i tasti impostare off (disinserito) 
oppure on (inserito). 


e Premere il tasto . 


Error beep : Segnale acustico dopo che 
si € presentata un'anomalia. 

off : Segnale disattivato. 

on : Segnale attivato. 


Con i tasti impostare off (disinserito) 
oppure on (inserito). 


e Premere il tasto . 


Beep volume : Intensita del segnale 
acustico. 

min : lieve 

mid : media 

max : forte 


Con i tasti impostare min, mid, oppure 
max. 


Prosegue alla pagina successiva 
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* MACHINE MEM 


—-> Settings 


thmin:s 


reece Ese hl zo 
End beer =oTT 
i) = hess 
End beer =oTt 
Fence Bac zeen| al EeaeS 
Error beee =ott 
Error beer =oTT 
Fence | Bac = 
Beer volume =min 


Beer volume =mid 


Beer volume =mMin 


Beer volume =mid 
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fence ltl Ease =] a 
End beer =or 
fenoa lial Ener i _ =a 
End beer =or 
frase lll aces =o 
Error beeF =on 
Error beer =on 
fesoc i Ence= = ie 


Beer volume =max 


PROG >RCF< RPM ] timin:s 


Beer volume =max 
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START 
(0: 
PULSE 


e Premere il tasto per memorizzare proc] fprcr< Fem] [7 amine 


limpostazione. Store setting... 


-> Settings 


1 


¢ Premere una volta il tasto, per Esempio: 
OPEN abbandonare il menu Proc] Prore Few] [mms ERcre rem] [tmins 


"= Settings" oppure prendere due volte, |# MACHINE MEHU + 4 4500 5:08 
per abbandonare il menu "#* MACHINE 


MENU ¥". 


20.3 Segnale ottico dopo la fine del processo di centrifugazione 


La illuminazione di sfondo della videata lampeggia dopo il processo di centrifugazione, per segnalare otticamente 
che il processo di centrifugazione é terminato. 


Il segnale ottico pud essere inserito o disinserito, durante l'arresto del rotore, come segue: 


STOP 
O————=O, 
TT Il processo pud sempre venire interrotto premendo il tasto : 


Tenere premuto il tasto 8 secondi. proc] Brer< i 
* MACHINE MEHL xX 


Premere il tasto piu volte fino a quando pros| fror< rem] mins 


compare la successiva videata. —> Settings 


4 a 
es} ([& 
iz} 

q gS 
e 


Premere il tasto . proc] _fprcr< Feu] [omnes 


— End beer =oft 


Premere piu volte il tasto fino a quando pros] rere Trew] [mins Proc] acre Trem] [tins 

compare una delle due videate. End blinkins=off) |End blinkins=on 

End blinking : Lampeggio della 

illuminazione di sfondo della videata dopo 

il processo di centrifugazione. 

off : La illuminazione di sfondo non 
lampeggia. 

on: La illuminazione di sfondo 

lampeggia. 


GJ)< 
e 


(a\(y) ¢ Con i tasti impostare off (disinserito) acre Tu] [amine ‘pros]  frcr< “rew] [amin 
tf 


oppure on (inserito). End blinking=o End blinkins=on 


START e Premere il tasto per memorizzare pRor< “Rew ] tines 


purse l'impostazione. Store setting... 


PROG Prcr< RPM ] thmin:s 


-—> Settings 


STOP e Premere una volta il tasto, per Esempio: 

OPEN abbandonare il menu pros] Brer< “Rew teins 
"= Settings" oppure prendere due volte, | MACHINE MEHMU + 4 4508 5:88 
per abbandonare il menu "* MACHINE 
MENU #" . 


RPM thmin:s 
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20.4 Sbloccaggio automatico del coperchio dopo il processo di centrifugazione 
Puo awenire l'impostazione, se dopo il processo di centrifugazione il coperchio si sblocca o meno. 
Cid pud venire impostato, durante l'arresto del rotore, come segue: 


STOP 


\O ‘O} 
Il processo pud sempre venire interrotto premendo il tasto \CPEN/ . In questo caso le impostazioni non 
vengono memorizzate. 


¢ Tenere premuto il tasto 8 secondi. ‘proc] Prore ew] [_umins 
* MACHINE MEMU # 
e Premere il tasto pit volte fino a quando ‘pros] rere “wew] F umins 
compare la successiva videata. =—> Settings 
START e Premere il tasto . proc] _frer< rem] [mins pros] Prer< Trem] timinss 


End beer =oft| |End beer =or 


Premere pit volte il tasto fino a quando pros] rere Trem] [7 umins Proc] rere Trem] [imine 
compare una delle due videate. Lid AutoOren=off| |Lid AutoOrFen=on 
Lid AutoOpen : Sbloccaggio automatico 
del coperchio dopo il processo di 
centrifugazione. 
off : Il coperchio non si sblocca 
automaticamente. 
on: Il coperchio si sblocca 
automaticamente. 


€ 
< rf 
m 
e 


(a\(¥) * Con i tasti impostare off oppure on. ‘proc] ror rem] [mins BM Proc] ore row] [tine 


Lid AuUtoOFen=off| [Lid AutoOFen=on 


START e Premere il tasto per memorizzare pros] — Prer< rem] Uris 
= "'impostazione. Store setting... 


—-> Settings 


ostoP,| © Premere una volta il tasto, per Esempio: 
OFEN abbandonare il menu Proc] Prore Tem] [omnes [MM Proc] Prore 1 he 


"—> Settings" oppure prendere due volte, | MACHINE MENU +) |1 4 4588 a: BE 
per abbandonare il menu "* MACHINE 
MENU 3". 
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20.5 Illuminazione di sfondo della videata 


Per risparmiare energia puo venire impostato, che dopo un processo di centrifugazione I'illuminazione di sfondo della 
videata si spenga dopo due minuti. 


Cid puéd venire impostato, durante l'arresto del rotore, come segue: 


STOP 


\e! ‘0; 
Il processo pud sempre venire interrotto premendo il tasto \SPEN / . In questo caso le impostazioni non 
vengono memorizzate. 


Tenere premuto il tasto 8 secondi. proc| Ppror< Trem] [amine 
* MACHINE MEM # 


Premere il tasto piu volte fino a quando proc] rere re] tmin:s 
compare la successiva videata. —> Settings 


- G@)- @ 
e 


“stare Premere il tasto . Sle l= Sn aa 
— End beer =off| |End beer =on 


Premere piu volte il tasto fino a quando PROG] rcr< Trem] [7 tmins Pros] rer< re] tminss 
compare una delle due videate. Power save =oTTt Power save =on 
Power save : Disinserimento automatico 

dell'illuminazione di sfondo. 

off : Disinserimento automatico 

disattivato. 

on : Disinserimento automatico attivato. 


i 


ole 
e 


(a\(y) ° Con i tasti impostare off (disinserito) ‘proc] rere row] [amin Bm eros] Prere ew] [amin 
oppure on (inserito). Power save =ofT) [Power save =on 
eprART e Premere il tasto per memorizzare pros] frer< Trem] [mins 


aie l'impostazione. Store setting... 


—-> Settings 


ostoP.,| © Premere una volta il tasto, per Esempio: 
ony abbandonare il menu proc] Pror< eu] [7 umns [MM proc|  Pror< Few] [mins 


"—> Settings" oppure prendere due volte, |# MACHINE MEHMU 3%] |i 4 4588 a: Be 
per abbandonare il menu "* MACHINE 


MENU #". 
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20.6 Parametro di centrifugazione indicato dopo I'inserimento dell'apparecchiatura 


Puo awenire la scelta di impostazione, se dopo I'inserimento dell'apparecchiatura devono venire esposti i parametri 
di centrifugazione del programma utilizzato da ultimo oppure del programma 1. 


Cid pud venire impostato, durante l'arresto del rotore, come segue: 


Il processo pud sempre venire interrotto premendo il tasto 


vengono memorizzate. 


STOP 
OPEN 


. In questo caso le impostazioni non 


Tenere premuto il tasto 8 secondi. 


Premere il tasto pit volte fino a quando 
compare la successiva videata. 


i | = G) 
4 
e 


Premere il tasto . 


Premere piu volte il tasto fino a quando 
compare una delle due videate. 

Start Pr : programma indicato dopo 
l'inserimento. 

First : programma 1. 

Last : programma utilizzato da ultimo. 


(a) (vy) ¢ Con i tasti impostare First oppure Last. 


a 
e < 
g 
e 


START e Premere il tasto per memorizzare 
l'impostazione. 


STOP e Premere una volta il tasto, per 
abbandonare il menu 

"-—} Settings" oppure prendere due volte, 
per abbandonare il menu "* MACHINE 
MENU 3". 
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* MACHINE MEM 


PROG P>RCF< RPM ] timin:s 


-> Settings 


End beer =otT 


PROG Prcr< RPM ] thmin:s 


Store settings... 


PROG Prere RPM ] thmin:s 


—-> Settings 


* MACHINE MEM 
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End beer =or 


Start Pr = 


Esempio 
1s 4568 a: BE 
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20.7 Attivare/ disattivare funzione "Dual time" 


Per poter impostare il conteggio del tempo di funzionamento (parametro Begins at START e parametro Begins at 
SPEED), deve essere attivata la funzione "Dual time". La funzione é attivata di fabbrica. 


Cid puéd venire impostato, durante l'arresto del rotore, come segue: 


Il processo pud sempre venire interrotto premendo il tasto \PPEN/ . In questo caso le impostazioni non 
vengono memorizzate. 


Tenere premuto il tasto 8 secondi. pros] Pror< “rem ] [tins 
* MACHINE MEHL * 


compare la successiva videata. —> Settings 


e Premere il tasto piu volte fino a quando proc] Ppror< | mins 


“star )¢ Premere il tasto . Sli ao =a awa 
asia End beer =off| |End beer =on 


t 
e Premere pili volte il tasto fino a quando  (SgMcceaCC Gene (col cc Wn 
compare una delle due videate. Dual time = of Dual time = on 
Dual time : Conteggio del tempo di 
processo. 
on : Funzione é attivata. 
off : Funzione é disattivata. 


as 


(a\(¥) ¢ Impostare con i tasti off (disinserito) proc] Brore new] [omnes proc] ror ee] [amin 
oppure on (inserito). Dual time = off] [Dual time = on 
START e Premere il tasto per memorizzare proc] Pprer< ee 


PULSE l'impostazione. Store setting... 


-> Settings 


oSt0P,| © Premere una volta il tasto, per Esempio: 
OPEN abbandonare il menu proc] rere rem] [ums [proc] rere 7 


"= Settings" oppure prendere due volte, | MACHINE MEHL x ig 4500 5:00 
per abbandonare il menu " MACHINE 


MENU #" . 
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20.8 Consultazione delle ore di funzionamento e della quantita di processi di centrifugazione 


Le ore di funzionamento sono suddivise in ore di funzionamento interne ed esterne. 
Ore di funzionamento interne: Tempo complessivo, nel quale l'apparecchiatura era inserita. 
Ore di funzionamento esterne: Tempo complessivo dei processi di centrifugazione avvenuti fino ad ora. 


La consultazione pud essere eseguita, durante I'arresto del rotore, come segue: 


STOP 


\O: O) 
Te Il processo puo sempre venire interrotto premendo il tasto OPEN / . 


J 


START 
— 
PULSE 


e Tenere premuto il tasto 8 secondi. 


e Premere il tasto piu volte fino a quando 
compare la successiva videata. 


e Premere il tasto . 
TimeExt : Ore di funzionamento esterne. 


e Premere il tasto . 
Timelint : Ore di funzionamento interne. 


e Premere il tasto . 
Starts : Quantita di tutti i processi di 
centrifugazione. 


e Premere due volte il tasto, per 
abbandonare il menu "—* Time & Cycles" 
oO premere tre volte, per abbandonare il 
menu " MACHINE MENU =" . 
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*% MACHIMHE MEM 


PROG PRCF< RPM ] timin:s 


—-> Time ® Cyucles 


Esempio: 
TimeExt= 1543 h 
Esempio: 
TimeInt= 1768 h 
Esempio: 
Starts = B325 


% MACHINE MENU # 
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Esempio: 
16 4560 a: Be 
159/172 


20.9 Resettare su zero il contatore cicli 


Una volta che il rotore risp. i ganci sono stati sostituiti, il contatore dei cicli del rispettivo codice di rotore deve venir di 
nuovo resettato sul valore zero. 


ll resettaggio del contatore dei cicli sul valore zero € ammesso, quando in precedenza il rotore risp. i ganci 
sono stati sostituiti con un nuovo rotore risp. con nuovi ganci. 


ll resettaggio del contatore cicli pud essere eseguito, durante I'arresto del rotore, come segue: 


STOP 


\O: fe) 
Il processo pud sempre venire interrotto premendo il tasto \PPEN/ . In questo caso le impostazioni non 
vengono memorizzate. 


e Tenere premuto il tasto 8 secondi. proc] Pror< Trew] [twins 
* MACHINE MEHL ¥ 


compare la successiva videata. —> Time &® Cucles 


¢ Premere il tasto pil volte fino aquando eq ncelco Ween 


eodldd e Premere il tasto . Esempio: 
PULSE PROG Prcr< “pew | timin:s 


TimeExt= 15343 h 


e Premere il tasto piti volte fino a quando ‘pros] ror Tew] [amine 


compare la successiva videata. Cuc sum= SHRI 
Cyc sum : Quantita di cicli operativi 
eseguiti. 


REE e Premere il tasto . proc| _fror< rem] [mins 
Cyuc sum=< SHHH1> 


Hl 


e Premere il tasto . Proc] Prore 7) i 
La quantita di cicli operativi eseguiti viene |Ctyuc sum=< A> 
resettata su zero. 
-START e Premere il tasto per memorizzare proc] Prer< Trew] [amis 


| 


PULSE l'impostazione. tore cycles ... 


PROG Pror< RPM ] thmin:s 


Cuc Ssum= 5 
STOP... e Premere due volte il tasto, per Esempio: 
Oren abbandonare il menu "—* Time & Cycles" (Gea\is== rem] [unis (MM proc] Prer< i 


o premere tre volte, per abbandonare il * MACHINE MEHU *) |i g 4568 5: ae 
menu "% MACHINE MENU #" . 
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21 Accelerazione centrifuga relativa (RCF) 

L’accelerazione centrifuga relativa (RCF) é indicata come un multiplo dell’accelerazione terrestre (g). E un valore 
numerico privo di unita e funge per paragonare le prestazioni di separazione de sedimentazione. 

Il calcolo viene eseguito in base alla formula: 


2 
RPM RCF 
RCF =| ——| xrx1,118 > RPM = ,;————_ x 1000 
1000 rx1,118 


RCF = accelerazione centrifuga relativa 
RPM = numero dei giri 
r =raggio di centrifugazione in mm =distanza dal centro dell’asse di rotazione fino al fondo del recipiente di 
centrifugazione. Raggio di centrifugazione vedi al capitolo 
”Anhang/Appendix, Rotoren und Zubeh6r/Rotors and accessories’. 


eS L’accelerazione centrifuga relativa (RCF) dipende dal numero dei giri e dal raggio di centrifugazione. 


22 Centrifugazione di sostanze o di miscele di sostanze con densita maggiore di 1,2 kgidm* 


In caso di centrifugazione con massimo numero di giri, la densita dei materiali o delle miscele di materiali non deve 
superare il valore di composizione di 1,2 kg/dm?. 
Con sostanze o miscele di sostanze di densita maggiore, il regime di rotazione deve venire ridotto. 


Il numero di giri consentito si calcola con la formula seguente: 
1,2 
densita maggiore [kg/dm*] 


numero di giri ridotto (e)=| xregime massimo di rotazione [RPM] 


p.es.: regime massimo di rotazione RPM 4000, densita 1,6 kg/dm® 


a 
nrea=_ [2 ka/dm* 4000 RPM = 3464 RPM 
1,6 kg/dm? 


In caso di dubbio, rivolgersi al costruttore per maggiori informazioni. 


23 Sbloccaggio di emergenza 
Nel caso di uscita di servizio della corrente il coperchio non pud venire sbloccato motoricamente. Deve essere 
eseguito uno sbloccaggio di emergenza di tipo manuale. 


Per lo sbloccaggio di emergenza staccare la centrifuga dalla rete di alimentazione. 
Aprire il coperchio solo a rotore fermo. 


ATTENZIONE! Danneggiamento della chiusura, durante lo sbloccaggio di emergenza, quando la chiave a 


forchetta esagonale viene girata in senso orario (verso destra). 


La rotazione della chiave a forchetta esagonale € ammessa solo in senso antiorario (verso sinistra), vedere 
illustrazione. 


e __ Disinserire l'interruttore di rete (posizione di interruttore "0"). 

e Guardare dalla finestra che si trova sul coperchio per assicurarsi che il rotore 
sia fermo. 

e Introdurre orizzontalmente nel foro (A) la chiave a forchetta esagonale e 
girare con cautela in senso antiorario (verso sinistra), fino a quando il 
coperchio si apre. 

e _Estrarre poi la chiave a forchetta esagonale dal foro. 


AB1101DEENFRIT Rev. 06 / 12.2022 161/172 


24 Pulizia e manutenzione 


A L'apparecchiatura pud essere contaminata. 


Prima della pulizia, staccare la presa di corrente. 
Prima di iniziare un procedimento di pulizia e decontaminazione diverso da quello consigliato dal 


produttore, l’utilizzatore deve accertarsi presso il produttore che tale procedimento previsto non rechi danno 
all’apparecchio. 


Centrifughe, rotori e accessori non devono essere lavati in lavastoviglie. 

Si deve eseguire solo una pulizia manuale ed una disinfezione con liquido. 

La temperatura dell'acqua deve essere di 20 — 25°C. 

Devono essere utilizzati solo detergenti o disinfettanti che: 

— abbiano un campo di valori del pH che va da 5 a 8, 

— non contengano alcali caustici, perossidi, composti di cloro, acidi e soluzioni alcaline. 

e  Seguire attentamente le indicazioni speciali del produttore sull’impiego di detersivi e disinfettanti, al fine di evitare 
qualsiasi fenomeno di corrosione. 


24.1 Centrifughe (scatola, coperchio e vano di centrifugazione) 


24.1.1 Curae pulizia delle superfici 


e Pulire regolarmente il corpo della centrifuga e la camera di centrifugazione e impiegare all'occorrenza sapone o 
un detergente delicato e un panno umido. Cid serve da un lato per l’igiene e dall’altro lato per evitare la 
corrosione causata da impurita incrostate. 

e —_ Ingredienti dei detergenti adatti: 
sapone, tensidi anionici, tensidi non ionici. 

Dopo l'impiego di detergenti, rimuovere i resti del detergente pulendo di nuovo con un panno umido. 

e Le superfici devono essere asciugate subito dopo la pulizia. 

In caso di formazione di acqua di condensa, asciugare la camera di centrifugazione pulendola con un panno 
assorbente. 

e Spalmare sulla guarnizione di gomma della camera di centrifugazione, frizionando leggermente, una sostanza 
per la cura della gomma. 

e Controllare una volta I'anno se il vano di centrifugazione presenta danneggiamenti. 


Se vengono stabiliti danni rilevanti per la sicurezza, la centrifuga non deve essere pit! messa in funzione. In 


questo caso si deve contattare il servizio assistenza clienti. 


24.1.2 Disinfezione delle superfici 


In presenza di materiale infettivo nella camera di centrifugazione si deve disinfettarla immediatamente. 
Ingredienti dei disinfettanti adatti: 
etanolo, alcol n proclitico, etilexanolo, tensidi anionici, inibitori di corrosione. 

e Dopo l'impiego di disinfettanti, rimuovere i resti del disinfettante pulendo di nuovo con un panno umido. 
Le superfici devono essere asciugate subito dopo la disinfezione. 


24.1.3. Rimuovere contaminazioni radioattive 


La sostanza deve essere certificata in modo speciale per rimuovere contaminazioni radioattive. 

e —_Ingredienti di sostanze adatte alla rimozione di contaminazioni radioattive: 
tensidi anionici, tensidi non ionici, etanolo poliidrato. 

e Dopo aver rimosso le contaminazioni radioattive, rimuovere i resti della sostanza pulendo di nuovo con un panno 
umido. 

e __ Le superfici devono essere asciugate, subito dopo la rimozione delle contaminazioni radioattive. 
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24.2 Rotori ed accessori 


24.2.1 Puliziae cura 


e Per prevenire corrosione e alterazioni dei materiali, i rotori e l'accessorio devono essere regolarmente puliti con 
sapone o con un detergente delicato e con un panno umido. Si consiglia la pulizia almeno una volta la settimana. 
La sporcizia deve essere subito rimossa. 

e —_Ingredienti dei detergenti adatti: 
sapone, tensidi anionici, tensidi non ionici. 

e Dopo I'impiego di detergenti, rimuovere i resti del detergente, risciacquando con acqua (solo al di fuori della 
centrifuga) o ripulendo con un panno umido. 

e | rotori e gli accessori devono essere asciugati immediatamente dopo la pulizia. 
| rotori ad angolo, i contenitori e i supporti in alluminio devono essere ingrassati leggermente con grasso privo 
d’acidi come ad esempio vaselina quando sono ben asciutti. 

e | rotori e gli elementi accessori devono essere verificati settimanalmente per quanto riguarda il loro stato di usura 
ed i danneggiamenti da corrosione. 


/\ Rotori ed accessori non devono essere piu utilizzati se presentano consumo o corrosione. 


24.2.2 Disinfezione 


e Se del materiale infetto viene a contatto con i rotori o con gli accessori, allora si deve eseguire una disinfezione 
adeguata. 

e —_Ingredienti dei disinfettanti adatti: 

e Dopo I'impiego di disinfettanti, rimuovere i resti del disinfettante, risciacquando con acqua (solo al di fuori della 
centrifuga) o ripulendo con un panno umido. 

e | rotori e gli accessori devono essere asciugati immediatamente dopo la disinfezione. 


24.2.3. Rimuovere contaminazioni radioattive 


La sostanza deve essere certificata in special modo per rimuovere contaminazioni radioattive. 

e Ingredienti di sostanze adatte alla rimozione di contaminazioni radioattive: 
tensidi anionici, tensidi non ionici, etanolo poliidrato. 

e Dopo la rimozione delle contaminazioni radioattive, rimuovere la sostanza, risciacquando con acqua (solo al di 
fuori della centrifuga) o ripulendo con un panno umido. 

e | rotori e gli accessori devono essere asciugati subito dopo la rimozione delle contaminazioni radioattive. 


24.2.4 Rotori ed accessori con limitata durata di impiego 


L'impiego di particolari rotori, ganci ed elementi accessori é limitato nel tempo. 

Questi sono contrassegnati con la quantita max. di cicli di funzionamento o dalla data di scadenza ed il numero 
massimo di cicli di funzionamento o solo con la data di scadenza, p.es.: 

- "usable until end of month/year: 10/2024" (utilizzabile fino alla fine del mese/anno: 10/2024) 

- "max. cycles: 40000". (max. cicli operativi: 40000). 


Per motivi di sicurezza l'impiego dei rotori, dei ganci e degli elementi di accessorio non é pil ammesso, 


quando é raggiunta la quantita massima permessa dei cicli di funzionamento che é sopracontrassegnata o 
quando é raggiunta la data di scadenza sopracontrassegnata. 


La centrifuga é dotata di un contatore cicli, che conteggia i cicli operativi (processi di centrifugazione) dei diversi 
codici di rotore. Per la descrizione vedere al capitolo "Contatore cicli". 


AB1101DEENFRIT Rev. 06 / 12.2022 163/172 


24.3 Mantenere in autoclave 

ll seguente accessorio puod essere sterilizzato in autoclave a 121°C / 250°F (20 min): 
e —_ Rotori di smorzamento senza ganci 

e ~— Riduzioni 


Non é possibile fare nessuna dichiarazione sul grado di sterilizzazione. 


La conservazione in autoclave accelera il processo di invecchiamento del materiale in plastica. Inoltre pud 


causare variazioni di colore nel materiale in plastica. 


24.4 Contenitori centrifuga 


e In caso di mancanza di tenuta o dopo la rottura dei contenitori per centrifugazione, rimuovere completamente i 
frammenti dei contenitori, le schegge di vetro e il centrifugato fuoriuscito. 
e Dopo la rottura di parti in vetro, sostituire gli inserti di gamma e i manicotti di plastica dei rotori. 


/\ Le schegge di vetro rimaste causano ulteriori rotture! 


e Nel caso di materiale infettivo, bisogna provvedere immediatamente ad una disinfezione. 
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25 Guasti 


Se non si riesce a eliminare l’errore seguendo le indicazioni della tabella guasti, informare il servizio assistenza 
clienti. 


Si prega di indicare il tipo di centrifuga e il numero di serie. Entrambi i numeri sono visibili sulla targhetta di modello 
della centrifuga. 


Esecuzione di un RESET RETE: 
Disinserire l’interruttore di rete (posizione interruttore "0"). 
— Attendere almeno 10 secondi quindi reinserire l’interruttore di rete (posizione interruttore "I"). 


Visualizzazione/guasto ie Causa Eliminazione 


Nessun indicatore Assenza di tensione — Controllare la tensione di 
Scatto del fusibile di sicurezza alimentazione. 
per sovracorrente. — Controllare i fusibili di ingresso di 
rete, vedere il capitolo "Sostituzione 
fusibili entrata rete". 
— Interruttore generale ACCESO. 


IMBALANCE ll rotore é caricato in modo non — Aprire il coperchio dopo che il rotore 
uniforme. si é fermato. 

— Controllare il caricamento del rotore, 
vedere il capitolo "Carico del 
rotore". 

— Ripetere il ciclo di centrifugazione. 


RPM > ROTOR MAX Il numero di giri nel programma — Verificare e correggere la velocita nel 
selezionato € superiore al numero programma selezionato. 
di giri massimo del rotore. 


MAINS INTERRUPT Interruzione di rete durante il Aprire il coperchio dopo che il rotore 
ciclo di centrifugazione. (Il ciclo di si é fermato. 
centrifugazione non viene START 
terminato. ) Premere tasto \PULSE/, 


All’occorrenza ripetere il ciclo di 
centrifugazione. 


Rxxx WRONG ROTOR ll rotore utilizzato non é Applicare un rotore che sia 
(xxx = Anzeige des omologato per questa omologato per questa 
Rotorcodes) apparecchiatura. apparecchiatura. 


KEYBOARD ERROR Guasto/difetto sistema Dopo l’arresto del rotore eseguire 
elettronico. un RESET RETE. 


TACHO ERROR 1,2, 96.1 Mancanza degli impulsi del — Una volta decorso il tempo di attesa 
numero di giri durante il indicato (150 secondi) eseguire un 
funzionamento. RESET DI RETE. 

Non é applicato alcun rotore _ F : . : 
Guasteidiette- cisterna Verificare, se il rotore é applicato. 
elettronico. 


LID ERROR 4.1-4.127 | Errore blocco coperchio, ovvero |— Dopol’arresto del rotore eseguire 
chiusura coperchio. un RESET RETE.. 
OVER SPEED | «5s | NPgirieccedente = [N°girieccedente =| giri eccedente 


VERSION ERROR 12 Riconosciuto un modello di 
centrifuga sbagliato. 
Guasto/difetto sistema 
elettronico. 


UNDER SPEED N° giri insufficiente 
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Guasto/difetto sistema — Dopo l’arresto del rotore eseguire 
elettronico. un RESET RETE. 


60, 
61.1 — 61.21, 
61.64 — 61.142 


Errore misurazione regime di ll disinserimento 
rotazione dell'apparecchiatura non é 


ammesso, per il tempo in cui viene 
esposto il messaggio "Wait". Una 
volta che il messaggio "wait ...!" non 
é piu esposto, eseguire un RESET 
DI RETE. 


FC ERROR : Guasto/difetto sistema Esecuzione di un RESET RETE. 

elettronico. Controllare il caricamento del rotore, 
vedere il capitolo "Carico del 
rotore". 


Ripetere il ciclo di centrifugazione. 
VERS. ERR . Versione di macchina non valida |— Esecuzione di un RESET RETE. 


26 = Sostituzione fusibili entrata rete 


/\ Spegnere l'interruttore di rete e staccare l'apparecchio dall'alimentazione! 


O 


Il portafusibili (A) con i fusibili d’entrata rete si trova accanto all’interruttore di rete. 


«ll 


EJ 


e _ Estrarre il cavo di collegamento dalla spina. 

e Premere la chiusura a scatto (B) contro il portafusibili (A) ed estrarre 
quest ultimo. 

e Sostituire i fusibili di rete difettosi. 


ly 


vedere la successiva tabella. 


Utilizzate solo fusibili con valori nominali fissati per il rispettivo tipo, 


e —_Inserire di nuovo il portafusibili fino a far scattare la chiusura. 
Allacciare di nuovo l'apparecchio alla rete. 


Modello Tipo Fusibile N° ord. 


EBA 280 1101 T 3,15 AH/250V 


EBA 280 S 1102 T 3,15 AH/250V 
EBA 280 1101-01 T 6,3 AH/250V 


EBA 280 S 1102-01 T 6,3 AH/250V 2266 
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27 _~Rispedizione di apparecchi 


/\ Prima di rispedire un apparecchio deve essere montata la protezione per il trasporto. 


Se l'apparecchio o uno dei suoi accessori viene rispedito alla ditta Andreas Hettich GmbH & Co. KG, esso deve 
essere prima decontaminato e pulito per la tutela di persone, ambiente e materiale. 


Ci riserviamo la facolta di accettare apparecchi 0 accessori contaminati. 


Eventuali costi di pulizia e disinfezione verranno fatturati al cliente. 
Contiamo a questo riguardo sulla vostra comprensione. 


28 Smaltimento 


L'apparecchio puo essere smaltito contattando il costruttore. 
Per il reso richiedere sempre |'apposito modulo (RMA). 
In caso di necessita contattare l'assistenza tecnica del costruttore: 
Andreas Hettich GmbH & Co. KG 
FohrenstraRe 12 
78532 Tuttlingen, Germania 
Telefono: +49 7461 705 1400 
E-mail: service@hettichlab.com 
Lo smaltimento potrebbe essere a pagamento. 


ATTENZIONE 


Pericolo di inquinamento e contaminazione per I'uomo e I'ambiente 


Uno smaltimento inappropriato o non conforme della centrifuga pud essere causa di inquinamento o 
contaminazione per l'uomo e I'ambiente. 


e Lo smontaggio e lo smaltimento devono essere effettuati esclusivamente da personale tecnico 
esperto e autorizzato. 


L'apparecchio é destinato al settore commerciale ("Business to Business" - B2B). 
Ai sensi della direttiva 2012/19/UE gli apparecchi non devono essere smaltiti insieme ai normali rifiuti. 
Secondo lo Stiftung Elektro-Altgerate Register (EAR) gli apparecchi vengono classificati nei seguenti gruppi. 


e Gruppo 5 (Apparecchi di piccole dimensioni) 


normali rifiuti. 


| regolamenti in materia di smaltimento dei singoli Paesi possono essere differenti. In caso di necessita 


et Il simbolo del bidone della spazzatura barrato indica che l'apparecchio non pud essere smaltito insieme ai 
— contattare il fornitore. 
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29 Anhang/ Appendix 


29.1 Rotoren und ZubehGr / Rotors and accessories 


temp. rise 


1146 1147 1147 + 1063-6 
Ausschwingrotor 6-fach / 
Swing out rotor 6-times Q 
0518 2078 0536 
. ie Fy Fi <p & 
<< 90° ; j a cc 
EBA 280: 4700 RPM : | II | | | | | 
EBA 280S: 6000 RPM . I J dt So s 
Kapazitat / capacity mi 15 Big Oe ee | | ee] ee 12 0,5 1,5 2,0 
Mafe / dimensions @xL mm | 17x100 | 2%] tx | 18x | 18x | 13x | 18% | 47.492 | 10,7x36 | 11x38 | 11x38 
90 92 92 92 | 100 | 100 , 
Anzahl p. Rotor / number p. rotor 6 
Drehzahl / speed RPM 4700 / 6000 
RZB / RCF 2 3112 / 5071 1877 / 3059 1902 / 3099 
Radius / radius mm 126 76 77 
_/~ 9 (97%) sec 9/11 
™N9 sec 11/13 
Probenerwarmung/Sample 1) 
temp. rise . 10/15 
1146 1147 1147 + 1053-6 
Ausschwingrotor 6-fach / 
Swing out rotor 6-times 
+ 
0501+0767 | 0553 | --- 
<< 90° 7 i fe 
[| | 
EBA 280: 4700 RPM [ S | | 
EBA 280S: 6000 RPM I a I L 
Kapazitat / capacity mi 4 4-55 6 5 | a | eae. |e | 4e7 
MaRe/ dimensions @xL mm| 10x88 | 15x75 | 12x82 | Zx] Bx} BX | TX) 13x65 | Re] 1x 
Anzahl p. Rotor / number p. rotor 6 
Drehzahl / speed RPM 4700 / 6000 
RZB / RCF #) 3112 / 5071 2865 / 4669 2816 / 4266 
Radius / radius mm 126 116 106 
Sf 9 (97%) sec 9/11 
™N9 sec 11/13 
Probenerwarmung/Sample kK? 10/15 


1) 
1 Stunde Laufzeit 


Probenerwarmung bei maxima 


er Drehzahl und 


2) Angaben des Rohrchenherstellers beachten. 
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1) 
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Sample temp. rise during maximum speed and 1 hour running time 


Observe the tube manufacturer's instructions 
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1142 1127-A 
Ausschwingrotor 12-fach / © 
Swing out rotor 12-times = 
je 
0553 
| | 
2 60° I I 
Kapazitat / capacity ml 5 2,6 — 3,4 2,7-3 
Mae /dimensions @xL mm 13 x 75 13 x 75 13 x 65 11 x 66 
Anzahl p. Rotor / number p. rotor 12 
Drehzahl / speed RPM 5000 
RZB / RCF en 2963 
Radius / radius mm 106 
4 9 (97%) sec 10 
™N 9 sec 12 
Probenerwarmung/Sample K? 10 
temp. rise 
1148 
Ausschwingrotor 8-fach / 
Swing out rotor 8-times 
0553 0501 
fs 
I Ln I 
| | l l 
90° L a) t, 
Kapazitat / capacity ml 5 2,6 — 3,4 2,7-3 6 4-55 10 4-7 
Mae / dimensions @xL = mm 13 x 75 13 x 65 11 x 66 12 x 82 15x 75 17 x 70 16x75 
Anzahl p. Rotor / number p. rotor 8 
Drehzahl / speed RPM 5000 
RZB / RCF 2) 2991 
Radius / radius mm 107 
4 9 (97%) sec 8 
™N 9 sec 10 
Probenerwarmung/Sample K? 9 
temp. rise 
1) Probenerwarmung bei maximaler Drehzahl und 1) | Sample temp. rise during maximum speed and 1 hour 
1 Stunde Laufzeit running time 
2) Angaben des Rohrchenherstellers beachten. 2) | Observe the tube manufacturer's instructions 
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1137 1634 1633 1635 
Cc © Z> 
Winkelrotor 6-fach / 
Angle rotor 6-times a. 
= NS 
0521 0546 0519 0545 0518 
| _ 
f ) | 2 
A_ 36° | th : 
| T i f 
Kapazitat / capacity ml 50 50 25 30 9-10 | 10 15 4-7 
Mae / dimensions @xL mm | 34x100 | 29x107 | 24x100 | 26x95 | SX] 19* | 17x 100 | 13x 100 
Anzahl p. Rotor / number p. rotor 6 
Drehzahl / speed RPM 6000 
RZB / RCF et 4025 3904 3703 3703 3783 3783 3783 
Radius / radius mm 100 97 92 92 94 94 94 
4 9(97%) sec 20 
™N 9 sec 17 
Probenerwarmung/Sample K? 7 
temp. rise 
1137 1632 1635 + 1054-A 
DS @> 
Winkelrotor 6-fach / 
Angle rotor 6-times 
Se >» + 
i a Y 0578 0509 
| 2 _ JA, j 
36° 
Kapazitat / capacity ml 7 50 15 1,6-5,0 
MaRe/dimensions @xL mm | 12x100 | 29x 115 17 x 120 13 x 75 
Anzahl p. Rotor / number p. rotor 18 3 6 6 
Drehzahl / speed RPM 6000 
RZB / RCF a 3944 3824 3824 2978 
Radius / radius mm 98 95 95 74 
4 9 (97%) sec 20 
™N 9 sec 17 
Probenerwarmung/Sample kK» 7 
temp. rise 
1) Probenerwarmung bei maximaler Drehzahl und 1) | Sample temp. rise during maximum speed and 1 hour 
1 Stunde Laufzeit running time 
2) Angaben des Rohrchenherstellers beachten. 2) | Observe the tube manufacturer's instructions 
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1139 1054-A 
Winkelrotor 12-fach /| 
Angle rotor 12-times 
ii ~ 
0553 | -- 0518 
= = ft “ ia =| 0701 : 
= i = 
t z 
=< 36" i I | ee. 
Y 3) Lj s i : 
2,6 
Kapazitat/ capacity ml 5 12 16-50] 141-14] — | 27 ]45-] 49 4 45 
ag 5 
3,4 
12 13 e a 11 13 
Make / dimensions @xL mm ao oe 17 x 102 13 x 75 8 x 66 x x on on 12 x 60 17 x 100 
65 66 
Anzahl p. Rotor / number p. rotor 12 
Drehzahl / speed RPM 6000 
RZB / RCF ?) 3300 4146 3300 3300 3300 4146 3260 4146 
Radius / radius mm 82 103 82 82 82 103 81 103 
7 9 (97%) sec 16 
™N 9 sec 16 
Probenerwarmung/Sample K1) 6 
temp. rise 
1139 1058 6305 
al 
Winkelrotor 12-fach /| 
Angle rotor 12-times 
EBL J 
7 ; 0509 | 0507 2078 | 0536 
YL / i F i t—) a 
Se | hood 
A 35° | 
vs i | a 
K - ‘ 9- 8,5 - 
apazitat / capacity ml 7,5- 8,5 10 10 4-7 8 40 15 4 0,5 1,5 | 2,0 
16 15 16 16 ud wy 
MaRe/ dimensions @xL mm | 15x92 | ‘95° | 495 | 13x 100 | yon] 49g | x | x | 10x88 | 10,7x36 | 11x38 
120 | 100 
Anzahl p. Rotor / number p. rotor 12 12 6 12 6 12 12 12 
Drehzahl / speed RPM 6000 
RZB / RCF 7) 4146 4146 4146 4146 3502 2777 2737 
Radius / radius mm 103 103 103 103 87 69 68 
ff 9 (97%) sec 16 
™9 sec 16 
Probenerwarmung/Sample K? 6 
temp. rise 
1) Probenerwarmung bei maximaler Drehzahl und 1) | Sample temp. rise during maximum speed and 1 hour 
1 Stunde Laufzeit running time 
2) Angaben des Rohrchenherstellers beachten. 2) | Observe the tube manufacturer's instructions. 
3) ohne Deckel 3) — without lid 
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1133 
Winkelrotor 12-fach / 
(mit Dekantierhilfe) 
Angle rotor 12-times 
(with decanter aid) 
0553 0501 0578 
Kapazitat / capacity ml 5 6 7 
Mae /dimensions @xL = mm 12x75 12 x 82 12 x 100 
Anzahl p. Rotor / number p. rotor 12 
Drehzahl / speed RPM 5000 
RZB / RCF = 2879 
Radius / radius mm 103 
4 9 (97%) sec 8 
™N 9 sec 10 
Probenerwarmung/Sample kK? 18 
temp. rise 
1) Probenerwarmung bei maximaler Drehzahl und 1) | Sample temp. rise during maximum speed and 1 hour 
1 Stunde Laufzeit running time 
2) Angaben des Rohrchenherstellers beachten. 2) | Observe the tube manufacturer's instructions. 
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